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SKIN  BIOENGINEERING:  NONINVASIVE  TRANSDERMAL  MONITORING 


Richard  H.  Guy,  University  of  Geneva,  School  of  Pharmacy,  Switzerland 


Introduction 


The  long-term  objective  was  to  develop  and  optimize  a  novel,  noninvasive,  iontophoretic 
approach  for  metabolic  monitoring  via  the  skin.  The  low-level  current  density  drives 
both  charged  and  highly  polar  (yet  neutral)  compounds  across  the  skin  at  rates  much 
greater  than  passive  diffusion.  As  the  skin  offers  a  uniquely  accessible  body  surface 
across  which  information  can  be  extracted,  we  hypothesized  that  truly  noninvasive  and 
highly  sensitive  devices,  which  exploit  uniquely  paired  flows  of  at  least  two  substances, 
could  be  developed  for  iontophoretic  monitoring  applications.  The  research  strategy 
attempted  to  optimize  iontophoretic  and  sensing  technology  to  satisfy  three  key  criteria 
for  success:  (a)  fundamental  understanding  of  electrotransport  across  the  skin;  (b) 
reproducible  enhancement  of  transdermal  permeability  to  identify  metabolic  monitoring 
opportunities  via  the  skin;  and  (c)  characterization  and  validation  of  simple,  user-friendly 
devices  for  sample  collection  coupled  with  sensitive  and  specific  analytical  tools.  The 
specific  aims  of  the  project  were:-  { 1 }  To  refine  understanding  of  electrotransport  across 
the  skin;  to  exploit  the  interactions  (and  independence)  of  solute  and  ion  flows  in  the 
presence  of  an  applied  electric  field.  {2}  To  demonstrate  that  the  simultaneous,  ‘reverse 
iontophoretic’  extraction  of  a  target  analyte,  together  with  an  endogenous  substance  of 
essentially  constant  concentration  within  the  body,  can  offer  truly  noninvasive,  metabolic 
monitoring.  {3}  To  engineer  simple,  elegant,  prototypical  devices,  of  small  volume  (100 
pL  or  less),  into  which  reverse  iontophoretically  extracted  samples  may  be  efficiently 
collected.  {4}  To  couple  these  systems  to  highly  sensitive  and  specific  chromatographic 
and  electrochemical  analytical  tools  both  off-line  and,  eventually,  on-line,  in  situ.  Proof- 
of-principle  targeted  two  analytes  of  significant  interest;  specifically,  glucose  and  lactate. 
Furthermore,  the  bioengineering  and  analytical  chemistry  advances  envisaged  should 
allow  broad,  ‘mass-screening’  of  the  substances  extracted  (and  extractable)  by  reverse 
iontophoresis  revealing  additional  opportunities  for  the  approach.  In  summary,  this 
project  aimed  to  evaluate  iontophoretic  bioengineering  technology  in  vivo  in  man; 
specifically,  applications  with  respect  to  metabolic  monitoring  have  been  examined. 
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Body 


This  project  has  resulted  in  a  significant  body  of  work,  comprising: 

{A}  Two  peer-evaluated  reviews,  one  which  summarizes  the  application  of  reverse 
iontophoresis  for  noninvasive  transdermal  monitoring  in  general,  the  other  which 
specifically  focuses  on  noninvasive  and  minimally  invasive  methods  for  transdermal 
glucose  monitoring. 

Review  1:  Reverse  Iontophoresis  for  Non-Invasive  Transdermal  Monitoring.  B. 
Leboulanger,  R.H.  Guy  and  M.B.  Delgado-Charro.  Physiol.  Measure.  25:  R35-R50 
(2004). 

Iontophoresis  is  the  application  of  a  small  electric  current  to  enhance  the  transport  of  both 
charged  and  polar,  neutral  compounds  across  the  skin.  Manipulation  of  either  the  total 
charge  delivered  and/or  certain  electrode  formulation  parameters  allows  control  of 
electromigration  and  electroosmosis,  the  two  principal  mechanisms  of  transdermal 
iontophoresis.  While  the  approach  has  been  mainly  used  for  transdermal  drug  delivery, 
“reverse  iontophoresis”,  by  which  substances  are  extracted  to  the  skin  surface,  has 
recently  been  the  subject  of  considerable  effort.  Glucose  monitoring  has  been  extensively 
studied  and  other  applications,  including  therapeutic  drug  monitoring,  are  contributing  to 
the  development  of  the  technique.  An  internal  standard  calibration  procedure  may 
ultimately  render  this  novel  monitoring  technique  completely  non-invasive. 

Review  2:  Noninvasive  and  Minimally  Invasive  Methods  for  Transdermal  Glucose 
Monitoring.  A.  Sieg,  R.H.  Guy  and  M.B.  Delgado-Charro.  Diabet.  Tech.  Therap.,  7: 
174-197(2005). 

Noninvasive  and  minimally  invasive  techniques  for  monitoring  glucose  via  the  skin  are 
reviewed.  These  approaches  rely  either  on  the  interaction  of  electromagnetic  radiation 
with  the  tissue  or  on  the  extraction  of  fluid  across  the  barrier.  The  structure  and 
physiology  of  the  skin  make  the  technical  realization  of  transdermal  glucose  monitoring  a 
difficult  challenge.  The  techniques  involving  transdermal  fluid  extraction  circumvent 
and/or  compromise  the  barrier  function  of  skin’s  outermost  and  least  permeable  layer,  the 
stratum  comeum,  by  the  application  of  physical  energy.  While  sonophoresis  and 
microporation  methods,  for  example,  are  in  relatively  early-stage  development,  a  device 
using  reverse  iontophoresis  [the  GlucoWatch®  Biographer  (Cygnus,  Inc.,  Redwood  City, 
CA)]  is  already  commercially  available.  Optical  techniques  to  monitor  glucose  are  truly 
noninvasive.  The  tissue  is  irradiated,  the  absorbed  or  scattered  radiation  is  analyzed,  and 
the  information  is  processed,  to  provide  a  measure  proportional  to  the  concentration  of 
glucose  in  the  dermal  tissue.  These  techniques  include  near-infrared  and  Raman 
spectroscopy,  polarimetry,  light  scattering,  and  photoacoustic  spectroscopy.  By  contrast, 
impedance  spectroscopy  measures  changes  in  the  dielectric  properties  of  the  tissue 
induced  by  blood  glucose  variation.  Large-scale  studies  in  support  of  efficacy  of  these 
methodologies  are  as  yet  unavailable.  At  present,  therefore,  transdermal  fluid  extraction 
technologies  are  offering  greater  promise  in  terms  of  practical  and  realizable  devices  for 
patient  use.  The  truly  noninvasive  allure  of  the  optical  approach  assures  continued  and 
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intense  research  activity — for  the  moment,  however,  an  affordable,  efficient  and  portable 
system  is  not  on  the  immediate  horizon. 


{B }  Four  peer-reviewed  articles,  describing  (i)  proof,  in  vitro,  of  the  internal  standard 
concept  as  a  nonin vasive  method  for  glucose  monitoring  by  reverse  iontophoresis;  (ii) 
application  of  the  internal  standard  concept  to  noninvasive  glucose  monitoring  by  reverse 
iontophoresis  in  vivo ;  (iii)  the  phenomenon  of  electroosmosis  in  transdermal  monitoring 
and  its  implications  for  noninvasive  and  calibration-free  glucose  monitoring;  and  (iv)  the 
simultaneous  extraction  of  glucose  and  urea  by  reverse  iontophoresis  in  vivo. 

Article  1:  Reverse  Iontophoresis  for  Noninvasive  Glucose  Monitoring:  The  Internal 
Standard  Concept.  A.  Sieg,  R.H.  Guy  and  M.B.  Delgado-Charro.  J.  Pharm.  Sci.,  92: 
2295-2302  (2003). 

Reverse  iontophoresis  is  used  by  the  GlucoWatch  Biographer  to  non-invasively  extract 
glucose  across  the  skin,  allowing  a  diabetic’s  glycemia  to  be  evaluated  every  10  minutes 
over  several  hours.  However,  before  each  use,  the  device  must  be  calibrated  with  a  blood 
sample  assayed  in  the  conventional  way.  The  objective  of  this  study  was  to  identify  an 
approach  by  which  to  avoid  this  invasive  step.  The  dermal  (anodal)  side  of  porcine  skin 
in  vitro  was  bathed  in  buffered  (pH  7.4)  solutions  containing  glucose,  at  concentrations 
from  3  to  10  mM,  and  physiological  levels  of  sodium  chloride.  Constant  current  was 
applied  and  the  cathodal  solution  contacting  the  outer  skin  surface  was  analysed 
periodically  for  the  quantities  of  Na+  and  glucose  extracted  by  “reverse”  electromigration 
and  electroosmosis,  respectively.  While  the  extracted  Na+  flux  was  invariant,  as  expected 
given  the  essentially  fixed  NaCl  concentration  present  in  the  physiological  system,  the 
glucose  samples  reflected  proportionately  the  subdermal  concentration.  Equally,  the 
extracted  flux  ratio  (glucose/sodium)  varied  linearly  with  the  subdermal  glucose/sodium 
concentration  ratio;  knowing  the  gradient  of  this  correlation,  therefore,  means  that  a 
measurement  of  the  extraction  flux  ratio  can  be  used  to  determine  the  subdermal  glucose 
concentration  (the  physiological  [Na+]  being  known  and  fixed).  Thus,  a  refinement  of  the 
reverse  iontophoresis  technology  using  the  simultaneous  determination  of  the  extracted 
fluxes  of  the  analyte  of  interest  (glucose)  and  of  an  “internal  standard”,  whose  level  in  the 
biological  system  is  invariant  (Na+),  may  permit  a  noninvasive  sampling  methodology 
free  of  the  need  for  calibration  with  a  blood  sample. 

Article  2:  Non-invasive  Glucose  Monitoring  by  Reverse  Iontophoresis  In  Vivo: 
Application  of  the  Internal  Standard  Concept.  A.  Sieg,  R.H.  Guy  and  M.B.  Delgado- 
Charro.  Clin.  Chem.,  50:1383-1390  (2004). 

The  GlucoWatch  Biographer  uses  reverse  iontophoresis  to  extract  glucose  across  the  skin 
to  monitor  glycemia  in  diabetes.  The  invasive  daily  calibration  with  a  conventional 
“fingerstick”  has  been  perceived  as  a  disadvantage.  Here,  an  “internal  standard”  is  used 
so  as  to  render  the  approach  completely  non-invasive.  The  simultaneous  extraction  of 
glucose  and  sodium  by  reverse  iontophoresis  was  performed  on  human  volunteers  over  5 
hours,  and  blood  glucose  was  measured  in  the  conventional  manner  at  each  collection 
interval.  These  data  were  used  for  each  subject  to  calculate  an  extraction  constant  (K), 


6 


*  JW 


which  equals  the  ratio  of  the  extracted  fluxes  (Jgic/JNa+)  normalized  by  the  corresponding 
ratio  of  the  concentrations  in  the  blood  ([glu]/[Na+]).  The  values  of  K  were  compared 
between  and  within  subjects.  The  iontophoretically  extracted  glucose  flux  reflected  the 
glucose  concentration  profiles  in  the  blood,  sodium  extraction  remained  essentially 
constant  consistent  with  the  fact  that  its  systemic  concentration  does  not  vary 
significantly.  A  constant  value  of  K  was  established  for  2/3  of  the  study  population, 
therefore,  allowing  for  an  accurate  prediction  of  glycemia  without  the  need  for  a 
calibrating  blood  sample.  However,  further  experimentation  in  additional  subjects 
revealed  seasonal  changes  in  the  efficiency  of  glucose  extraction,  that  were  not  mirrored 
by  the  reverse  iontophoresis  of  Na+.  That  is,  variation  in  K  became  apparent.  The 
“internal  standard”  might  refine  the  determination  of  glycemia  by  reverse  iontophoresis 
without  calibrating  with  a  blood  sample.  While  Na+  can  be  a  useful  internal  standard  for 
other  applications,  this  research  suggests  that  another  neutral  molecule,  extracted  via  the 
same  mechanism  as  glucose,  would  provide  a  better  calibration. 

Article  3:  Electroosmosis  in  Transdermal  Iontophoresis:  Implications  for  Non-invasive 
and  Calibration-free  Glucose  Monitoring.  A.  Sieg,  R.H.  Guy  and  M.B.  Delgado-Charro. 
Biophys.  J.,  87:  3344-3350  (2004). 

Reverse  iontophoresis  uses  a  small  low  electric  current  to  non-invasively  extract  blood 
analytes,  e.g.  glucose,  across  the  skin.  The  simultaneous  quantification  of  the  analyte 
extracted  and  of  an  additional  endogenous  substance  of  fixed  and  known  concentration  in 
the  body,  permits  the  blood  level  of  interest  to  be  found  without  the  need  for  an  invasive 
calibration  procedure.  The  transport  phenomena  underlying  this  approach,  applied  to 
glucose  monitoring,  has  been  investigated  in  vitro ,  using  Na+  and  neutral  model  solutes 
as  endogenous  “internal  standards”  (specifically,  urea,  glycerol,  mannitol,  and  sucrose). 
The  cathodal  extracted  fluxes  of  glucose  under  conditions  of  modified  skin 
permselectivity  were  related  to  those  of  the  different,  potential  “internal  standards”.  Flux 
ratios  depended  upon  the  iontophoretic  conditions  and  the  size  of  the  neutral  “internal 
standards”,  while  high  variability  was  observed  with  Na+.  Constant  flux  ratios  were 
obtained  with  mannitol,  glycerol,  urea,  and  sucrose  for  which  the  mechanism  of 
electrotransport  was  identical  to  that  of  glucose.  The  advantage  of  using  a  neutral  internal 
standard,  however,  must  be  weighed  against  the  need  to  identify  and  validate  the  marker 
under  physiological  conditions  and  the  additional  analytical  chemistry  necessary  for  the 
practical  quantification  of  this  substance. 

Article  4:  Simultaneous  Extraction  of  Urea  and  Glucose  by  Reverse  Iontophoresis  In 
Vivo.  A.  Sieg,  R.H.  Guy  and  M.B.  Delgado-Charro.  Pharm.  Res.,  21:  1805-1810  (2004). 

Reverse  iontophoresis  extracts  glucose  across  the  skin  in  the  GlucoWatch  Biographer  ,  a 
device  to  monitor  glycemia  in  diabetes.  However,  the  device  must  first  be  calibrated  with 
an  invasive  “fingerstick”  and  this  has  been  perceived  as  a  disadvantage.  Here,  urea,  a 
neutral  “internal  standard”  is  extracted  simultaneously  in  an  attempt  to  render  the 
technique  completely  non-invasive.  In  a  5-hour  experiment  in  human  volunteers,  reverse 
iontophoretic  fluxes  of  glucose  and  urea  (Jgiu  and  Jlirea,  respectively)  were  measured 
periodically  and  correlated  with  the  corresponding  blood  levels.  In  the  case  of  glucose,  a 
finger-tip  blood  sample  was  taken  at  the  beginning  of  each  collection  interval;  for  urea, 
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three  blood  samples  were  assayed  -  one  before,  one  during,  and  one  at  the  end  of 
iontophoresis.  The  ratio  Jgiu/JUrea  divided  by  the  ratio  of  the  systemic  concentrations 
(Cglu/Curea)  yielded  an  extraction  coefficient  (K)  that  could  be  compared  between  subjects. 
While  J glucose  tracked  Cgiu  faithfully  when  the  volunteers  were  challenged  with  an  oral 
glucose  load,  Jurea  remained  quite  stable  reflecting  the  fact  that  Curea  did  not  change 
appreciably  during  the  experiment.  However,  while  the  variability  (expressed  as  the 
coefficient  of  variation)  in  the  normalized  extraction  flux  of  urea  (JUrea/Curea)  was  on  the 
order  of  25%,  that  for  glucose  was  greater  (>45%),  with  the  result  that  the  values  of  K 
(0.45  ±  0.25)  were  less  constant  than  anticipated.  Although  urea  performed  quite 
reasonably  as  an  internal  standard,  in  that  its  extraction  flux  and  systemic  concentration 
both  remained  quite  constant,  the  normalized,  transdermal,  iontophoretic  flux  of  glucose 
showed  inter-individual  variability  due  to  mechanisms  that  were  not  entirely  governed  by 
electrotransport.  That  is,  despite  good  qualitative  tracking  to  blood  levels,  there  appear  to 
be  other  (biochemical,  metabolic,  contamination?)  factors  that  impact  upon  the 
quantitative  results  obtained. 


{C }  Abstracts  describing  initial  efforts  to  use  reverse  iontophoresis  for  the  noninvasive, 
transdermal  monitoring  of  lactate.  This  work  has  been  presented  as  posters  at  the  2004 
Annual  Meeting  of  the  American  Association  of  Pharmaceutical  Scientists  (Baltimore, 
MD),  and  at  the  4th  Annual  Meeting  of  the  Diabetes  Technology  Society  (Philadelphia, 
PA).  An  article  describing  this  work  is  currently  being  prepared  for  submission  to 
Diabetes  Technology  &  Therapeutics. 

Non-invasive  Monitoring  of  Lactate  by  Reverse  Iontophoresis 

S.  Nixon1,  M.  B.  Delgado-Charro1’2,  and  R.  H.  Guy1,2. 

'School  of  Pharmacy,  University  of  Geneva,  Switzerland,  and  department  of  Pharmacy 
and  Pharmacology,  University  of  Bath,  UK. 

Purpose:  To  apply  transdermal  reverse  iontophoresis  for  non-invasive  monitoring  and 
clinical  chemistry.  L-lactate  was  studied  because  it  serves  as  (i)  a  metabolic  marker  in  the 
critically  ill  patient,  and  (ii)  an  indicator  of  performance  in  sports  training. 

Methods:  In  vitro  iontophoresis  experiments  used  pig  skin.  Current  (0.4  mA)  was 
applied  for  5  hours.  The  subdermal  solution  was  L-lactate  (0.5-4.0  mM)  in  buffered  NaCl 
at  pH  7.4.  Electrode  solutions  were  50  mM  NaCl.  L-lactate  was  quantified  enzymatically. 
In  vivo,  two  glass  cells,  containing  NaCl,  were  attached  to  the  forearms  of  6  volunteers. 
Current  (0.6  mA)  was  passed  for  5  hours.  Every  15  minutes,  the  anodal  solution  was 
removed  for  analysis  and  the  cell  refilled.  Blood  lactate  was  measured  at  each  sampling 
interval. 

Results:  In  vitro,  passive  lactate  transport  was  negligible.  A  lactate  reservoir  existed  in 
excised  skin.  Anodal  extraction  fluxes  of  lactate  (J),  once  the  skin  reservoir  was  empty, 
correlated  with  subdermal  concentrations  (C);  the  extraction  efficiency  (J/C)  was  9.4 
(±0.9)  pL/h.  In  vivo,  lactate  extraction  was  facile  and  efficient.  Again,  a  local  reservoir, 
unrelated  to  systemic  lactate,  was  observed  but,  once  depleted,  J/C  values  in  5  of  6 
subjects  were  relatively  stable:  ~61  (±13)  pL/h.  However,  towards  the  end  of  the 
experiment,  in  two  subjects,  and  throughout  for  a  final  volunteer,  J/C  was  significantly 
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higher:  133  (±21)  (iL/h.  Whether  this  is  because  immobilization  of  the  subject’s  arm  for 
several  hours  results  in  increased  subdermal  lactate  at  the  iontophoresis  site,  or  for 
another  reason  (e.g.,  contamination  from  sweat),  requires  further  investigation. 
Conclusion:  The  concept  of  non-invasive  lactate  monitoring  by  reverse  iontophoresis  is 
established.  More  work  is  required  for  optimization  of  the  approach. 

Funded  by  USAMRAA  and  NIH.  The  information  presented  does  not  necessarily  reflect  the 
position  or  the  policy  of  the  U.S.  Government;  no  official  endorsement  should  be  inferred. 


{D}  Progress  towards  the  ‘engineering/analytical  chemistry’  objectives  of  the  project  has 
also  been  made  (specifically:  to  engineer  simple,  elegant,  prototypical  devices,  of  small 
volume  (100  pL  or  less),  into  which  reverse  iontophoretically  extracted  samples  may  be 
efficiently  collected;  and  to  couple  these  systems  to  highly  sensitive  and  specific 
chromatographic  and  electrochemical  analytical  tools  both  off-line  and,  eventually,  on¬ 
line,  in  situ).  To-date,  one  publication  has  appeared: 

Polyelectrolyte-modified  short  microchannel  for  cation  separation.  X.  Bai,  C.  Roussel, 
H.  Jensen  and  H.  H.  Girault.  Electrophoresis.  25:  931-935  (2004). 

Three  alkali  cations,  potassium,  sodium,  and  lithium,  have  been  separated  within  15  s  in  a 
1  cm  long  polymer  microchip.  The  separation  microchannel  is  modified  by  a  polycation, 
poly(allylammonium  chloride),  which  makes  the  channel  surfaces  positively  charged 
leading  to  a  reversed  electroosmotic  flow  (EOF)  when  compared  to  bare  channels.  Due  to 
the  decreased  apparent  mobility  of  the  cations,  the  separation  resolution  is  improved 
allowing  the  use  of  shorter  channels. 


The  electrochemical  detection  of  glucose  without  mediator  in  a  polymer  microchip  has 
also  been  accomplished  (and  was  described  in  our  previous  annual  report).  An  article 
describing  this  work  is  in  preparation. 
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Key  Research  Accomplishments 


•  Establishment  of  proof-of-concept  in  vitro  for  an  ‘internal  standard’  approach  in 
reverse  iontophoretic  monitoring. 

•  Demonstration  in  vivo,  in  man,  that  the  internal  standard  concept  can  be  applied  to 
the  noninvasive,  reverse  iontophoretic  monitoring  of  glucose. 

•  Identification  of  significant  inter-  and  intra-individual  variability  in 
electroosmotic  flow  induced  by  iontophoresis. 

•  Characterization  of  electroosmotic  flow  across  the  skin  during  iontophoresis,  and 
elucidation  of  potential  candidates  for  use  as  internal  standards  in  the  reverse 
iontophoretic  monitoring  of  glucose. 

•  Illustration  in  vivo,  in  man,  that  urea  may  serve  as  a  suitable  internal  standard  for 
the  reverse  iontophoretic  monitoring  of  glucose. 

•  Initial  demonstration  of  the  concept  of  reverse  iontophoretic  monitoring  of  lactate: 
in  vitro  and  in  vivo  proof-of-concept. 

•  Electrochemical  detection  of  glucose  without  mediator  in  a  polymer  microchip  - 
towards  a  practical  and  efficient  device  for  reverse  iontophoretic  monitoring. 

•  Development  of  a  polyelectrolyte-modified  short  microchannel  for  cation 
separation,  a  potentially  key  component  of  a  practical  and  efficient  device  for 
reverse  iontophoretic  monitoring. 
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Reportable  Outcomes 


Publications  in  peer-reviewed  journals 

Reverse  Iontophoresis  for  Non-Invasive  Transdermal  Monitoring.  B.  Leboulanger,  R.H. 
Guy  and  M.B.  Delgado-Charro.  Physiol.  Measure.  25:  R35-R50  (2004). 

Noninvasive  and  Minimally  Invasive  Methods  for  Transdermal  Glucose  Monitoring.  A. 
Sieg,  R.H.  Guy  and  M.B.  Delgado-Charro.  Diabet.  Tech.  Therap.,  7:  174-197  (2005). 

Reverse  Iontophoresis  for  Noninvasive  Glucose  Monitoring:  The  Internal  Standard 
Concept.  A.  Sieg,  R.H.  Guy  and  M.B.  Delgado-Charro.  J.  Pharm.  Sci.,  92:  2295-2302 
(2003). 

Non-invasive  Glucose  Monitoring  by  Reverse  Iontophoresis  In  Vivo:  Application  of  the 
Internal  Standard  Concept.  A.  Sieg,  R.H.  Guy  and  M.B.  Delgado-Charro.  Clin.  Chem., 
50:  1383-1390  (2004). 

Electroosmosis  in  Transdermal  Iontophoresis:  Implications  for  Non-invasive  and 
Calibration-free  Glucose  Monitoring.  A.  Sieg,  R.H.  Guy  and  M.B.  Delgado-Charro. 
Biophys.  J.,  87:  3344-3350  (2004). 

Simultaneous  Extraction  of  Urea  and  Glucose  by  Reverse  Iontophoresis  In  Vivo.  A.  Sieg, 
R.H.  Guy  and  M.B.  Delgado-Charro.  Pharm.  Res.,  21:  1805-1810  (2004). 

Polyelectrolyte -modified  short  microchannel  for  cation  separation.  X.  Bai,  C.  Roussel, 
H.  Jensen  and  H.  H.  Girault.  Electrophoresis.  25:  931-935  (2004). 


Meeting  presentations,  abstracts 

Calibration-Free  Glucose  Monitoring  Using  Reverse  Iontophoresis.  A.  Sieg,  R.H.  Guy 
and  M.B.  Delgado-Charro.  2003  Controlled  Release  Society  30th  Annual  Meeting 
Proceedings. 

Non-invasive  Monitoring  of  Lactate  by  Reverse  Iontophoresis  S.  Nixon,  M.  B.  Delgado- 
Charro  and  R.  H.  Guy.  Presented  as  posters  at  the  2004  Annual  Meeting  of  the  American 
Association  of  Pharmaceutical  Scientists  (Baltimore,  MD),  and  at  the  4ffi  Annual  Meeting 
of  the  Diabetes  Technology  Society  (Philadelphia,  PA). 

Simultaneous  Extraction  of  Urea  and  Glucose  by  Reverse  Iontophoresis  In  Vivo.  A.  Sieg, 
R.H.  Guy  and  M.B.  Delgado-Charro.  Presented  as  a  poster  at  the  4th  Annual  Meeting  of 
the  Diabetes  Technology  Society  (Philadelphia,  PA,  2004). 
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Thesis 


Anke  Sieg.  “The  internal  standard  concept  for  non-invasive  glucose  monitoring  using 
reverse  iontophoresis”.  Ph.D.  thesis  in  Pharmaceutical  Sciences  awarded  by  the 
University  of  Geneva,  Switzerland,  2004. 
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Conclusions 


The  long-term  objective  of  this  project  was  to  develop  and  optimize  a  novel, 
noninvasive,  iontophoretic  approach  for  metabolic  monitoring  via  the  skin.  The  research 
has  advanced  iontophoretic  and  sensing  technology  and  has  addressed  three  key  issues: 

(a)  acquisiton  of  a  fundamental  understanding  of  electrotransport  across  the  skin; 

(b)  demonstration  of  reproducible  enhancement  of  transdermal  permeability  and 
identification  of  glucose  and  lactate  as  clear  metabolic  monitoring  opportunities  via 
the  skin;  and 

(c)  development  of  practical  devices  for  sample  collection  coupled  with  sensitive  and 
specific  analytical  tools. 

The  work  has  refined  our  understanding  of  electrotransport  across  the  skin,  and 
has  exploited  the  interactions  (and  independence)  of  solute  and  ion  flows  in  the  presence 
of  an  applied  electric  field.  This  has  allowed  the  simultaneous,  ‘reverse  iontophoretic’ 
extraction  of  a  target  analyte,  together  with  an  endogenous  substance  (the  “internal 
standard”)  of  essentially  constant  concentration  within  the  body.  The  approach  can  offer 
truly  noninvasive,  metabolic  monitoring.  In  parallel,  simple,  elegant,  prototypical 
devices,  of  small  volume  (100  pL  or  less),  into  which  reverse  iontophoretically  extracted 
samples  may  be  efficiently  collected,  have  been  developed  and  tested.  The  manner  in 
which  these  systems  may  be  coupled  to  highly  sensitive  and  specific  chromatographic 
and  electrochemical  analytical  tools  has  been  demonstrated.  Proof-of-principle  targeted 
two  analytes  of  significant  interest;  specifically,  glucose  and  lactate. 

In  summary,  this  project  aimed  to  evaluate ,  iontophoretic  bioengineering 
technology  in  vivo  in  man;  specifically,  applications  with  respect  to  metabolic  monitoring 
of  glucose  and  lactate  have  been  shown. 
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9  •  Charro  and  R.  H.  Guy.  Presented  as  posters  at  the  2004  Annual  Meeting  of  the  American 

Association  of  Pharmaceutical  Scientists  (Baltimore,  MD),  and  at  the  4th  Annual  Meeting 
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Abstract 

Iontophoresis  is  the  application  of  a  small  electric  current  to  enhance  the 
transport  of  both  charged  and  polar,  neutral  compounds  across  the  skin. 
Manipulation  of  either  the  total  charge  delivered  and/or  certain  electrode 
formulation  parameters  allows  control  of  electromigration  and  electroosmosis, 
the  two  principal  mechanisms  of  transdermal  iontophoresis.  While  the 
approach  has  been  mainly  used  for  transdermal  drug  delivery,  ‘reverse 
iontophoresis’,  by  which  substances  are  extracted  to  the  skin  surface,  has 
recently  been  the  subject  of  considerable  effort.  Glucose  monitoring  has 
been  extensively  studied  and  other  applications,  including  therapeutic  drug 
monitoring,  are  contributing  to  the  development  of  the  technique.  An  internal 
standard  calibration  procedure  may  ultimately  render  this  novel  monitoring 
technique  completely  non-invasive. 


Keywords:  iontophoresis,  electromigration,  electroosmosis,  glucose 

monitoring,  therapeutic  drug  monitoring 


1.  Introduction 

Iontophoresis  involves  the  application  of  a  small  and  defined  electrical  current  to  the  skin. 
This  process  causes  increased  molecular  transport  through  the  skin  and  has  found  application, 
therefore,  in  transdermal  drug  delivery  (Burnette  1989).  The  concept  is  not  new,  however;  the 
basic  mechanisms  were  clearly  appreciated  by  Leduc  (Leduc  1900,  Sage  and  Riviere  1992) 
in  1900.  Nevertheless,  it  is  only  now  that  approved  iontophoretic  drug  delivery  systems  are 
finally  reaching  the  market  (Merino  et  al  1997). 
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Figure  1.  Reverse  iontophoresis:  a  schematic  diagram  illustrating  the  experimental  set-up. 
Constant  current  is  delivered  to  the  anode  and  the  cathode  from  a  power  supply.  Cationic  and 
neutral  substances  are  drawn  towards  the  cathode  by  electromigration  (2),  electroosmosis  (3)  and 
(to  a  negligible  extent,  typically)  passive  diffusion  (1).  Anionic  compounds  are  attracted  into  the 
anode  chamber  by  electromigration  (2),  while  convective  solvent  flow  (3)  opposes  this  phenomenon 
(again,  passive  diffusion  (1)  is  negligible). 

(This  figure  is  in  colour  only  in  the  electronic  version) 


The  symmetry  of  iontophoresis  means  that  it  also  enables  extraction  of  solute  molecules 
from  within  the  subdermal  compartment  to  the  skin  surface.  The  potential  exists,  therefore, 
to  use  the  technique  for  clinical  chemistry  without  blood  sampling.  Applications  that  may  be 
envisaged  include  general  blood  chemistry,  glucose  monitoring,  the  detection  of  diagnostic 
markers  and  therapeutic  drug  monitoring  (Merino  et  al  1997) .  The  mechanism  of  extraction 
involves  either  electromigration  of  charged  species  to  the  electrode  of  opposite  polarity,  or 
electroosmosis  of  polar,  neutral  or  zwitterionic,  molecules  to  the  cathode;  hence  for  cations, 
both  mechanisms  are  operative. 

A  number  of  excellent  reviews  on  iontophoresis  and  its  applications  have  been  published 
(Burnette  1989,  Sage  and  Riviere  1992,  Pikal  1992,  Ledger  1992,  Phipps  and  Gyory  1992, 
Scott  et  al  2000,  Delgado-Charro  and  Guy  2001).  Here,  attention  is  focused  on  reverse 
iontophoresis  and  its  applications  in  diagnosis  and  monitoring.  After  a  brief  consideration 
of  the  basics  underlying  electrotransport  across  the  skin,  a  detailed  evaluation  of  the  relevant 
literature  and  a  perspective  on  the  future  are  presented. 


2.  Mechanisms  of  transport  during  reverse  iontophoresis 

2.1.  Electromigration 

Conventionally,  in  iontophoresis,  a  constant  current  is  applied,  such  that  the  flow  of  electrons 
is  translated  into  an  ion  flux  across  the  skin.  A  power  supply  establishes  the  electric  field 
that  causes  electrons  to  migrate  in  the  ‘electrical’  portion  of  the  circuit  and  ions  to  flow  in  the 
‘ionic’  part  (figure  1).  It  follows  that  the  number  of  electrons  flowing  through  the  ‘electrical’ 
portion  of  the  circuit  is  exactly  balanced  by  the  amount  of  ionic  charge  flowing  through  the 
skin  (Sage  and  Riviere  1992) . 
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The  electromigration  contribution  to  iontophoretic  transport  is  a  direct  result  of  current 
application.  Ionic  transport  proceeds  through  the  skin  to  maintain  electroneutrality  (Burnette 
1989,  Sage  and  Riviere  1992,  Phipps  and  Gyory  1992).  Faraday’s  law  applies  to  steady-state 
transport  and  relates  the  number  of  ions  crossing  the  membrane  to  the  electric  current,  the 
time  of  current  passage  and  the  charge  per  ion  (Burnette  1989,  Sage  and  Riviere  1992): 


M<  = 


111 
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where  M,-  is  the  number  of  moles  of  the  ;th  ion,  T  is  the  time  (s),  n  is  the  valence,  F  is 
Faraday’s  constant  (96  487  C  mol-1)  and  U  is  the  current  (A)  carried  by  the  7th  species. 

Given  that  usually  there  is  more  than  one  ion  moving  across  the  barrier,  the  total  number 
of  moles  transported  (M)  by  the  total  current  flowing  (/)  is  given  by 


m  =  '£,**,= 
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where 
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This  leads  to  the  concept  of  an  ion  transport  number  (efficiency  of  transport)  which  is  the 
fraction  of  the  total  charge  that  it  transports: 


It  follows  that  equation  (1)  may  be  rewritten  as 


(4) 

(5) 


With  respect  to  the  subject  of  this  review,  the  experimentally  measured  extraction  flux 
(Ji,  mol  s-1)  is  defined  by  the  ratio  of  the  number  of  moles  transported  (M,)  to  the  sampling 
time  (T)  (i.e.  the  duration  of  reverse  iontophoresis): 


(6) 


Equation  (5)  shows  that  iontophoretic  extraction  is  determined  by  the  intensity  of  current,  the 
time  of  iontophoresis,  the  charge  and  the  transport  number  of  the  ion  of  interest.  Current 
intensity  (/)  is  directly  and  easily  controlled  by  the  power  supply  but  is  limited,  for  practical 
purposes  in  vivo ,  to  not  more  than  0.5  mA  cm-2  (Ledger  1992).  The  time  of  each  extraction 
period  must  be  sufficiently  long  to  ensure  that  enough  analyte  is  available  for  detection  but  not 
so  long  that  clinically  significant  changes  in  the  systemic  concentration  may  have  occurred. 
In  any  case,  it  must  be  recognized  that  reverse  iontophoresis  can  only  provide  an  estimation 
of  the  average  level  of  the  analyte  in  the  body  during  the  sampling  period. 

The  charge  (z,)  of  the  extracted  ion  is  dictated  by  its  molecular  structure,  and  determines 
the  polarity  of  the  electrode  at  which  sampling/analysis  will  be  performed.  The  transport 
number,  however,  is  difficult  to  estimate  theoretically  as  it  depends  on  the  other  ions 
contributing  to  the  transport  of  charge  across  the  skin.  When  an  electric  field  is  established 
across  a  membrane,  ions  on  either  side  will  migrate  in  the  direction  dictated  by  their  charge. 
The  speed  of  migration  of  an  ion  is  determined  by  its  physicochemical  characteristics 
and  the  properties  of  the  media  through  which  the  ion  is  moving  (Sage  and  Riviere  1992, 
Phipps  and  Gyory  1992,  Scott  et  al  2000,  Phipps  et  al  1989).  The  sum  of  the  individual  ionic 
charges  flowing  across  the  skin  must  equal  the  number  of  electrons  ‘delivered’  by  the  power 
supply;  in  other  words,  there  is  ‘competition’  among  all  the  ions  present  to  carry  the  charge. 
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Figure  2.  In  vitro  reverse  iontophoresis  fluxes  of  phenytoin  at  the  anode  illustrate  that  only  free 
drug  is  extracted.  The  open  bars  (mean  ±  SD)  indicate  extraction  of  drug  from  a  subdermal 
compartment  that  did  not  contain  albumin.  The  filled  bars  represent  data  obtained  when  human 
serum  albumin  was  present  at  44  g  l”1.  The  results  are  consistent  with  a  free  fraction  of  phenytoin 
of  approximately  0.1.  Data  redrawn  from  Leboulanger  et  al  (2003c). 


The  transport  number  of  the  ion  of  interest  (the  ith  ion)  may  also  be  expressed  as  follows: 


E  (CjZjUj) 

j= i 

where  cj  is  the  concentration  (mol  cm-3),  Zj  is  the  valence  and  uj  is  the  mobility 
(cm2  s-1  V-1)  of  each  of  the  ‘n’  ions  in  the  system  (Phipps  and  Gyory  1992). 

Logically,  the  transport  number  depends  on  concentration  (i.e.  the  available  amount  of  a 
particular  ion  to  participate  in  carrying  charge  across  the  skin).  Likewise,  it  makes  sense  that 
ions,  which  are  more  mobile,  will  play  a  greater  role  in  the  movement  of  charge  through  the 
barrier.  Note,  however,  that  the  relevant  values  of  concentration  (c)  and  mobility  («)  are  those 
inside  the  skin,  rendering  their  estimation  tricky  at  best  and  emphasizing  the  limitations  of 
equation  (7)  as  a  predictive  tool. 

In  reverse  iontophoresis,  the  concentration  of  the  analyte  is  the  variable  of  interest  and 
will  depend  (in  the  case  of  a  drug  being  monitored,  for  example)  on  the  dosage  regimen  and  the 
relevant  pharmacokinetics.  Furthermore,  with  respect  to  electromigration,  only  the  ionized 
fraction  of  the  analyte  is  extractable  and  this  will  depend  on  the  relevant  pKa.  Similarly, 
for  analytes  that  are  bound  to  proteins,  it  is  clear  that  only  the  free  fraction  can  significantly 
contribute  to  charge  transport  across  the  skin.  Figure  2  illustrates  this  point  for  phenytoin,  a 
drug  that  is  normally  ~90%  bound  to  albumin.  As  far  as  ionic  mobility  is  concerned,  regardless 
of  the  medium  through  which  transport  is  occurring,  an  inverse  dependence  upon  molecular 
size  can  be  confirmed  (and  this  is  another  reason,  of  course,  why  only  unbound  substances  are 
extractable  by  reverse  iontophoresis).  In  summary,  therefore,  it  can  be  concluded  that  an  ion 
can  function  as  a  major  charge  carrier  if  it  is  small,  fully  charged,  at  high  concentration,  and 
not  significantly  protein-bound.  Additionally,  and  ideally,  ‘competing’  ions  are  minimized,  a 
situation  not  practically  realizable  for  reverse  iontophoresis  where  the  major  charge  carriers 
are  Na+  and  Cl~. 

Lastly,  it  is  worth  noting  that  the  transport  number  is  a  ‘formulation-dependent’  parameter 
applicable  for  a  given  set  of  conditions.  The  transport  number  t,  can  be  determined 
experimentally;  for  example,  by  dividing  the  total  amount  of  the  ion  transported  by  the 
total  charge  delivered  (using  Faraday’s  law,  equation  (1)),  or  from  the  gradient  of  a  graph  of 
ion  flux  versus  current  intensity  (as  in  equation  (6))  (Luzardo-Alvarez  et  al  2001). 
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Figure  3.  Electroosmotic  extraction  of  phenylalanine  as  a  function  of  (a)  the  subdermal 
concentration  of  the  amino  acid,  and  (b)  the  pH  of  the  cathodal  formulation.  Reverse  iontophoretic 
fluxes  increased  linearly  with  analyte  concentration,  and  were  significantly  higher  at  pH  8.5  than 
at  pH  7.4.  Data  redrawn  from  Merino  et  al  (1999). 


2.2.  Electroosmosis 

At  physiologic  pH,  the  skin  is  negatively  charged  and  cation  permselective.  When  an  electric 
field  is  imposed  across  this  type  of  membrane,  there  is  convective  or  electroosmotic  solvent  flow 
induced  in  the  anode  to  the  cathode  direction  (i.e.  in  the  direction  of  counter-ion  migration) 
(Pikal  1990,  1992).  This  stream  of  solvent  carries  along  with  it  dissolved  solutes  thereby 
enhancing  the  transport  of  neutral  and,  especially,  polar  molecules.  Electroosmosis  thus 
reinforces  the  transport  of  cations  while  acting  against  that  of  anions. 

Important  characteristics  of  this  mechanism  of  electrotransport  are,  first,  that  the  solvent 
volume  flow  (7VS,  volume  x  time-1  x  area-1)  is  proportional  to  the  potential  gradient  across 
the  skin  (Pikal  1990,  Burnette  and  Ongpipattanakul  1987)  and,  second,  that  the  electroosmotic 
flux  of  solute  (7,  )  is  independent  of  molecular  size  (at  least  as  long  as  the  solute  diameter  does 
not  approach  that  of  the  transport  pathway)  (Pikal  1990, 1992).  The  relationship  between  the 
molar  flux  (7,)  of  the  solute  ‘f  and  its  molar  concentration  (c,)  is  given  by  Pikal  and  Shah 
(1990): 


7;  —  7VSC/.  (8) 

In  an  elegant  series  of  experiments,  7VS  during  iontophoresis  (Pikal  and  Shah  1990)  was 
determined  to  be  6-19  /zl  h-1  mA-1. 

In  addition  to  the  current  density,  the  pH  and  the  ionic  strength  are  electrode  formulation 
parameters  that  may  modulate  electroosmosis  (Santi  and  Guy  1996a).  Modifying  the  pH  on 
either  side  of  the  skin  can  change  the  charge  on  the  membrane  and  hence  its  permselectivity. 
Practically  speaking,  only  the  surface  pH  can  be  altered  in  vivo ,  of  course.  Figure  3  illustrates 
that  cathodic  extraction  of  phenylalanine  is  enhanced  by  as  high  a  pH  as  can  be  feasibly 
maintained  in  contact  with  the  skin  surface  (Merino  et  al  1999);  in  contrast,  an  acidic  pH  in 
the  cathode  chamber  significantly  impairs  electroosmosis  towards  the  electrode  (Santi  and  Guy 
1996a),  while  favouring  extraction  in  the  opposite  direction,  presumably  due  to  a  degree  of 
neutralization  of  the  fixed  charge  on  the  skin. 

For  cathodal  extraction,  electroosmotic  flow  is  increased  by  lowering  the  ionic  strength 
of  the  electrode  formulation  (Santi  and  Guy  1996a,  Merino  et  al  1999).  This  phenomenon  is 
less  obvious  for  anodal  extraction  (Santi  and  Guy  1996a).  However,  it  should  be  remembered 
that  a  finite  level  of  electrolyte  must  be  present  in  the  electrode  chambers  (particularly  at  the 
anode)  to  support  the  Ag/AgCl  electrochemistry. 
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It  has  also  been  found  that  an  anode  formulation  with  CaCl2  or  MgCl2,  instead  of  NaCl, 
increased  electroosmotic  flow  from  beneath  the  skin  surface  towards  the  anode  (Santi  and  Guy 
1996b).  Shielding  of  the  net  negative  charge  on  the  skin  is  a  possible  mechanism  for  this 
observation.  In  contrast,  in  the  cathode  chamber,  to  which  electroosmosis  predominates, 
enhanced  solvent  flow  was  achieved  by  formulating  the  electrode  bathing  solution  with  Ca++ 
binding  agents  (calcein,  heparin  or  EDTA)  presumably  exposing  a  greater  negative  charge  on 
the  skin  (Merino  et  al  1999,  Santi  and  Guy  1996b). 

2.3.  The  dominant  mechanism:  electromigration  or  electroosmosis? 

For  small  mobile  ions,  electromigration  is  clearly  the  principal  mechanism;  similarly, 
for  neutral,  polar  substances,  electroosmosis  dominates  as  there  is  no  electromigration 
possible  from  the  electrode.  Both  mechanisms  of  electrotransport  depend  upon  the  applied 
current  (Phipps  et  al  1989,  Padmanabhan  et  al  1990),  with  the  effect  being  less  marked  for 
electroosmosis  (Burnette  and  Ongpipattanakul  1987,  Delgado-Charro  and  Guy  1994).  As 
the  size  of  an  ion  increases,  its  mobility  is  reduced  and  electromigration  is  compromised. 
For  cations,  this  means  that  the  dominant  mechanism  switches  from  electromigration  to 
electroosmosis  with  increasing  molecular  size  (Guy  et  al  2001);  for  anions,  on  the  other 
hand,  the  two  contributions  will  ultimately  self-cancel  and  no  transport  will  be  observed. 
A  weak  acid,  therefore,  which  is  only  partially  ionized  at  physiological  pH,  may  be  more 
easily  extracted  as  its  neutral  form  to  the  cathode  (e.g.,  theophylline  (Glikfeld  et  al  1989, 
Sekkat  et  al  2002)). 


3.  Advantages  and  limitations  of  reverse  iontophoresis 

Non-invasive  sampling  methodologies  are  of  obvious  benefit  to  all  patients  for  at  least 
the  following  reasons:  more  information  is  obtainable  as  sampling  can  be  performed  more 
frequently,  decreased  pain  and  discomfort  (i.e.  better  compliance),  decreased  risk  of  infection, 
potential  for  home-monitoring,  etc. 

Furthermore,  there  are  special  populations  for  whom  non-invasive  diagnosis  and 
monitoring  would  be  particularly  useful:  patients  who  are  repetitively  subjected  to  invasive 
blood  withdrawal  procedures,  patients  who  over-  or  under-respond  to  standard  therapeutic 
regimens,  subjects  who  are  least  able  to  tolerate,  recognize  or  communicate  problems  with 
unexpected  drug  effects  and  those  who,  for  whatever  reason,  are  either  over-  or  under-dosed. 
Such  patient  populations  include  the  ‘critically’  ill  under  intensive  care,  cancer  and  AIDS 
sufferers,  pregnant  women,  those  displaying  unusual  pharmacokinetics,  patients  receiving 
simultaneous,  multi-drug  dosing  regimens  (e.g.,  the  elderly)  and,  of  obvious  special  concern, 
are  pediatric  patients,  for  whom  the  need  for  non-invasive  diagnosis  and  monitoring  is 
particularly  acute. 

Even  though  reverse  iontophoresis  is  much  more  efficient  and  reproducible  than  passive 
extraction,  the  quantities  of  analyte  obtained  at  the  skin  surface  are  necessarily  small.  Dilution 
factors  are  likely  to  fall  in  the  10-100-fold  range,  or  higher.  Thus,  analytical  chemistry 
demands  are  significant  and  sampling  periods  may  be  so  long,  as  a  result,  that  changes  in 
systemic  concentration  can  occur.  While  this  would  be  unacceptable  in  the  case  of  glucose, 
for  therapeutic  drug  monitoring  at  ‘steady-state’  the  problem  is  less  important  (i.e.  continuous 
monitoring  is  unnecessary,  and  a  prolonged  sampling  time  to  obtain  an  average  measure  of 
concentration  would  be  reasonable).  Thus,  an  iontophoretic  patch  could  be  worn  for  a  few 
hours  at  home,  for  example,  and  then  sent  to  the  clinical  chemistry  laboratory.  Such  an 
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Table  1.  In  vivo  reverse  iontophoretic  extraction  of  potassium  and  sodium  ions  as  a  function  of 
different  parameters.  The  study  group  comprised  98  human  volunteers.  Data  from  Benjamin  et  al 
(1954). 


Potassium 
(/x mol  h-1) 

Sodium 
(/x  mol  h-1) 

Ratio 

Measurement  time  (10  measures) 

1.8  ±0.3 

4.3  ±  0.5 

2.4  ±  0.6 

Measurement  site 

Volar  surface  forearm 

1.8  ±0.4 

4.3  ±  0.8 

2.4  ±  0.4 

Back  of  lower  leg 

1.6  ±  0.5 

4.2  ±  0.8 

2.7  ±  0.5 

Upper  part  of  abdomen 

1.9  ±0.4 

4.5  ±  1.0 

2.4  ±  0.5 

Ambient  temperature 

32-33  °C 

1.8  ±0.3 

4.3  ±  0.5 

2.4  ±  0.4 

21  °C 

1.7  ±0.4 

4.4  ±  0.6 

2.5  ±  0.4 

Gender 

Male 

1.7  ±0.5 

4.3  ±  0.8 

2.5  ±  0.3 

Female 

1.7  ±0.5 

4.2  ±  0.6 

2.5  ±  0.3 

Age 

<24  years 

1.8  ±0.5 

4.2  ±  0.7 

2.3  ±  0.5 

25-49  years 

1.7  ±0.3 

4.3  ±  0.5 

2.6  ±  0.3 

>50  years 

1.6  ±0.3 

4.4  ±  0.5 

2.7  ±  0.4 

‘off-line’  analysis  and  quantification  would  be  acceptable,  and  a  sampling  device  simpler  and 
less  expensive  to  design. 

An  important  limitation  occurs  when  the  skin  accumulates  the  analyte  of  interest  such  that 
the  initial  extraction  sample  contains  mostly  information  about  this  local  ‘reservoir’  (this  is  the 
case  for  glucose  (Glikfeld  etal  1989)  and  lithium  (Leboulanger  et  al  2003a)).  A  ‘warm-up’ 
period  is  necessary,  therefore,  before  readings  reflective  of  systemic  levels  are  obtained. 

It  is  also  true  that  the  reverse  iontophoretic  flux  does  not  reach  a  constant,  ‘steady-state’ 
rate  instantaneously  (Delgado-Charro  and  Guy  2003,  Leboulanger  et  al  2003c) — the  time  to 
do  so  depends  on  the  molecule  of  interest,  and  the  dominant  mechanism  of  electrotransport. 
However,  whether  this  limitation  is  significant  has  not  been  completely  established;  for  certain 
analytes,  an  acceptable  correlation  between  extraction  flux  and  subdermal  concentration  is 
also  obtained  prior  to  steady-state. 

An  additional,  and  significant,  limitation  is  that  reverse  iontophoresis  will  simply  not 
work  for  molecules  with  particular  physicochemical  properties.  Specifically,  proteins,  for 
example,  are  simply  too  large  to  be  extracted  in  amounts  that  are  quantifiable.  Extremely 
lipophilic  compounds,  with  extremely  small  aqueous  solubilities,  will  also  be  undetectable; 
unfortunately,  cholesterol  falls  into  this  category. 


4.  Case  studies 

In  1954,  reverse  iontophoresis  was  first  applied  to  the  extraction  of  sodium  and  potassium  ions 
(Benjamin  etal  1954).  Experiments  were  performed  in  vivo,  in  man,  using  a  metal  plate  as 
the  electrode.  A  current  density  of  0.5  mA  cm-2  was  applied  over  a  skin  surface  of  8.3  cm2  for 
5  min  or  longer.  In  a  total  of  nearly  100  subjects,  it  was  shown  that  age,  gender,  measurement 
time,  measurement  site  and  ambient  temperature  did  not  significantly  affect  the  amounts  of 
the  cations  extracted  (table  1).  However,  in  the  longer  duration  experiments,  skin  ‘damage’ 
was  observed  due  to  the  fact  that  the  pH  of  the  cathodal  solution  increased  from  between  6 
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Drug  concentration  perfused 
(Theophylline  and  Clonldlne  In  ng/ml) 
(Glucose  in  jig/ml) 


Figure  4.  In  vitro  iontophoretic  sampling  of  clonidine,  theophylline  and  glucose.  The  amounts 
of  the  three  compounds  extracted  across  hairless  mouse  skin  were  linearly  correlated  with  their 
subdermal  drug  concentrations.  Data  redrawn  from  Glikfeld  et  al  (1989). 


and  7  to  nearly  11.  Clearly,  therefore,  electrolysis  of  water  was  taking  place  at  the  bare  metal 
electrode  and,  as  a  result,  it  became  sensible  to  henceforth  use  electrochemically  reversible 
electrodes  (e.g.,  Ag/AgCl)  in  iontophoresis  studies  (Cullander  et  al  1993). 

The  practical  potential  of  reverse  iontophoresis  was  appreciated  much  later  (in  1989) 
when  it  was  demonstrated  that  the  amount  of  a  substance  extracted  across  the  skin  in  this 
way  was  linearly  related  to  the  subdermal  (and,  by  extrapolation,  the  systemic)  concentration 
(Glikfeld  et  al  1989).  This  relationship  was  shown  for  clonidine,  theophylline  and  glucose; 
that  is,  for  a  more  or  less  fully  charged  cation,  for  a  partially  charged  anion  and  for  a  neutral 
polar  molecule  (figure  4). 

Subsequently,  attention  was  focused  on  glucose.  Obviously,  the  availability  of  a  non- 
invasive  tool  with  which  to  monitor  blood  sugar  in  diabetics  would  be  of  immense  medical 
benefit.  The  conventional,  ‘finger-stick’  method,  while  precise  and  effective,  is  rarely  used 
with  sufficient  frequency  to  reduce  or  avoid  either  hypo  or  hyper-glycaemic  events,  despite 
compelling  evidence  that  such  an  approach  can  significantly  impact  the  chronic  progression  of 
the  disease  (The  Diabetes  Control  and  Complications  Trial  Research  Group  1993).  Reverse 
iontophoresis  experiments  in  vitro  (Rao  et  al  1993)  and  initial  in  vivo  studies  in  non-diabetic 
subjects  (Rao  et  al  1995)  established  proof-of-concept,  and  led  to  the  commercial  development 
of  an  integrated  device  (the  Glucowatch  Biographer®  (Cygnus,  Inc.  2002,  Tierney  et  al 
2000b))  which  is  able  to  extract  glucose  iontophoretically  across  the  skin  and  then  assay  sugar 
in  situ  with  an  on-board  amperometric  biosensor  (figure  5).  The  mechanism  of  electrotransport 
of  glucose  is  electroosmosis,  meaning  that,  during  each  sampling  period  (20  min,  initially, 
a  shorter  time  in  the  G2  version  of  the  device),  the  amount  of  analyte  to  be  detected  is  very 
small.  An  exquisitely  sensitive  analytical  method  is  therefore  required,  and  involves  a  highly 
optimized  adaptation  of  the  Pt-glucose  oxidase  sensor  (Tierney  et  al  1999). 

A  significant  quantity  of  data  has  now  been  published  to  illustrate  the  efficiency  of  this 
reverse  iontophoresis  technology  to  track  changes  in  the  blood  sugar  levels  of  diabetics  over 
the  entire  range  of  glycaemia  (Tierney  et  al  2000b,  Tamada  et  al  1995, 1999  Garg  et  al  1999, 
Tierney  et  al  2001,  Pitzer  et  al  2001,  Potts  et  al  2002).  The  quality  of  this  information  led  to 
the  Glucowatch  being  approved  for  use  in  adults  by  the  U.S.  Food  and  Drug  Administration 
in  2001.  Additional  work  in  children  (7-17  years)  allowed  this  approval  to  be  extended  to 
juvenile  diabetics  the  following  year  (Eastman  et  al  2002). 

The  long-term  use  and  usefulness  of  the  Glucowatch  remain  to  be  seen;  nevertheless, 
there  can  be  little  doubt  that  this  first  truly  non-invasive  approach  to  the  monitoring  of  blood 
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Figure  S.  Continuous  glucose  monitoring  in  vivo  with  the  Glucowatch  Biographer®  over  a  12-h 
period  (closed  circles)  compared  with  the  typical  information  available  to  a  diabetic  from  two 
'finger-stick'  measurements  (open  squares)  pre-lunch  and  pre-dinner.  Data  redrawn  from  Tierney 
et  al  (2000b). 


Figure  6.  Correlation  between  PGE2  efflux  and  irritation  (r2  =  0.96).  Iontophoretic  systems 
containing  100  mM  drug  were  applied  at  50  fJ.A  cm-2  for  24  h.  Graph  redrawn  from  Mize  et  al 
(1997). 


sugar  has  made  a  paradigm  shift  in  the  field.  It  should  be  said  that  limitations  of  the  approach 
are  apparent,  not  least  the  lengthy,  2-3  h,  warm-up  time  before  measurements  can  be  made 
(due  to  the  need  to  empty  a  glucose  reservoir  in  the  skin)  and  the  fact  that  a  ‘finger-stick’  blood 
measurement  is  essential  to  calibrate  the  device. 

Other  applications  of  reverse  iontophoresis  can  be  divided  into  diagnosis/monitoring 
and  therapeutic  drug  monitoring.  An  innovative  concept  was  to  use  the  approach  as  a 
diagnostic  tool  for  cutaneous  inflammation  (Miz eetal  1997).  Prostaglandin  E2  (PGE2) 
was  monitored  in  response  to  the  transdermal  delivery  of  irritant  drugs.  It  was  hypothesized 
and  shown  that  low-level  iontophoresis  (0.05  mA  cm-2  over  2  cm2)  of  saline  did  not  by 
itself  provoke  an  increased  production  of  inflammatory  markers  in  vivo,  in  the  hairless 
guinea  pig.  Subsequently,  potentially  irritant  drugs  (chlorpromazine,  chloroquine,  promazine, 
tetracaine  and  metoclopramide)  were  administered  iontophoretically  (figure  6).  Then,  the 
anodal  extraction  of  PGE2  from  the  site  of  drug  administration  was  monitored  and  compared 
to  the  saline  control.  Significant  increases  were  observed  that  correlated  well  with  more  classic 
determinations  of  irritation  (e.g.,  the  Draize  test,  lesion  score). 

The  reverse  iontophoretic  extraction  of  phenylalanine  has  also  been  demonstrated 
(Merino  et  al  1999).  In  phenylketonuria,  a  severe  metabolic  disease,  the  enzyme  which 
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biotransforms  phenylalanine  is  missing.  Early  detection  of  the  disease  and  subsequent  control 
of  the  diet  are  therefore  essential.  Children  with  the  disease  are  frequently  monitored  via 
blood  samples  and  a  non-invasive  approach  would  therefore  be  of  interest.  Phenylalanine  is 
zwitterionic  at  physiologic  pH  and  is  therefore  extracted  during  reverse  iontophoresis  by  an 
electroosmotic  mechanism.  Like  glucose,  it  has  been  shown  that  the  amounts  detected  at  the 
cathode  are  proportional  to  the  subdermal  concentrations  (figure  3).  However,  phenylalanine 
systemic  concentrations,  even  in  phenylketonuria,  are  much  less  than  typical  glucose  levels  in 
diabetics.  It  follows  that  the  analytical  chemistry  challenge  for  the  monitoring  of  phenylalanine 
via  reverse  iontophoresis  is  considerable.  On  the  other  hand,  it  should  be  said  that  continuous 
and  frequent  monitoring,  as  performed  by  the  Glucowatch®,  is  not  necessary  for  sufferers  of 
phenylketonuria;  a  device  that  simply  collects  the  sample  (once  a  day  or  once  a  week,  for 
example),  which  is  subsequently  sent  for  analysis  at  a  central  analytical  laboratory,  would  be 
perfectly  acceptable. 

Very  recently,  the  reverse  iontophoretic  extraction  of  urea  has  been  performed  in  17 
patients  (21-35  years)  with  impaired  kidney  function  (Degim  et  al  2003).  Urea  was  extracted 
by  electroosmosis  to  the  cathode  by  current  application  for  5  min.  The  extracted  amounts 
correlated  well  with  urea  levels  in  the  blood  (r2  =  0.88).  A  logical  application  of  this  approach 
is  to  determine  when  dialysis  should  be  performed  in  pediatric  patients  with  kidney  disease.  A 
proof-of-concept  study  was  subsequently  conducted  in  six  juvenile  subjects  (aged  9-16  years) 
for  whom  it  was  clearly  shown  that  the  amounts  of  urea  extractable  pre-  and  post-dialysis  were 
quite  different. 

Therapeutic  drug  monitoring  applications  of  reverse  iontophoresis  have  recently  attracted 
heightened  interest.  The  potential  of  the  approach  was  first  explored  using  caffeine  and 
theophylline  in  a  model  designed  to  mimic  the  developing  cutaneous  barrier  in  a  premature 
neonate  (Sekkat  et  al  2002).  While  the  idea  appears  feasible  for  full-term  infants,  whose 
stratum  comeum  performs  as  well  as  that  of  an  adult,  the  technique  is  less  satisfactory  when 
the  barrier  is  impaired  (as  is  the  case,  of  course,  for  premature  babies).  The  problem  is  caused 
by  the  fact  that,  superimposed  upon  the  electrotransport  of  the  target  analyte  being  extracted  by 
reverse  iontophoresis,  there  is  a  significant  passive  transport  which  confounds  straightforward 
interpretation  of  the  data.  Nevertheless,  the  non-invasive  nature  of  the  technique  implies  that 
it  may  have  other  useful  applications  in  the  case  of  the  sick  neonate,  at  least  when  skin  barrier 
function  is  intact. 

An  important  consideration  when  assessing  the  feasibility  of  reverse  iontophoresis  for 
therapeutic  drug  monitoring  is  the  degree  to  which  the  compound  of  interest  is  protein-bound. 
Logically,  only  the  free  drug  is  electrotransported  across  the  skin  as  the  protein-bound  form 
is  too  large  to  be  extracted.  This  issue  has  been  addressed  with  two  anti-convulsant  drugs, 
valproic  acid  (Delgado-Charro  and  Guy  2003)  and  phenytoin  (Leboulanger  et  al  2003c), 
approximately  90%  of  which  are  typically  bound  to  plasma  proteins.  Reverse  iontophoresis 
extraction  of  both  drugs  in  a  concentration  dependent  fashion  was  demonstrated  over  a  wide 
range  encompassing  those  free  levels  observed  in  patients  undergoing  treatment.  Valproate 
was  extracted  to  the  anode,  while  phenytoin  (pKa  =  8.3)  was  recovered  at  both  anode  (the 
ionized  fraction  of  the  drug  being  attracted  by  electromigration)  and  cathode  (the  neutral  form 
being  carried  by  electroosmosis).  When  the  level  of  protein  was  reduced  in  the  subdermal 
compartment,  the  amount  of  drug  extracted  was  increased  consistent  with  the  rise  of  the  free 
drug  level  (figure  7).  Equally,  when  monitoring  phenytoin  at  a  fixed  subdermal  protein  level, 
introduction  of  valproate  led  logically  to  an  increase  in  the  free  amount  of  the  first  drug  and  a 
higher  rate  of  extraction  due  to  the  impact  of  competitive  binding.  The  sensitivity  of  the  method 
to  respond  to  changes  in  free  drug  concentration  in  this  way  supports  its  potential  usefulness 
for  monitoring  substances  with  a  narrow  therapeutic  window.  On  the  other  hand,  it  must  be 
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Figure  7.  Monitoring  of  free  phenytoin  by  reverse  iontophoresis.  The  impact  of  (a)  changing 
albumin  concentration  (1st  panel),  (b)  changing  drug  concentration  (2nd  panel)  and  (c)  addition  of 
a  competing  drug,  valproate  (3rd  panel)  is  illustrated.  Data  from  Leboulanger  et  al  (2003c). 


Figure  8.  Monitoring  of  subdermal  lithium  concentration  changes.  Continuous  line  is  the 
subdermal  lithium  concentration  (mM).  Dotted  line  is  the  cathodal  extraction  flux  (nmol  cm-2  h-1). 
Data  taken  from  Leboulanger  et  a I  (2003b). 


recognized  that,  for  lipophilic  drugs  such  as  valproic  acid  and  phenytoin,  the  free  systemic 
concentrations  are  quite  low  (50-105  /rM  and  4—8  /zM,  respectively)  and  the  amounts  extracted 
by  reverse  iontophoresis  are  extremely  small  (indeed,  the  in  vitro  experiments  described  above 
were  performed  with  radiolabelled  drugs).  Once  more,  the  analytical  challenge  in  vivo  will 
be  very  demanding. 

With  lithium,  a  drug  used  to  treat  bipolar  disorders,  on  the  other  hand,  the  analytical 
chemistry  problem  is  much  less  severe.  First  of  all,  as  a  small,  non-protein  bound  cation, 
Li+  is  reverse  iontophoretically  extracted  much  more  efficiently  than  the  aforementioned  anti¬ 
convulsant  drugs  (Leboulanger  et  al  2003b).  Second,  the  effective  plasma  concentrations 
are  much  higher  for  lithium  such  that  the  amounts  detected  at  the  skin  surface  can  be 
assayed  with  existing  technology.  In  vitro,  the  linearity  and  rapidity  of  Li+  extraction  from 
a  physiological  buffer  were  simply  demonstrated  (figure  8);  when  the  concentration  of  Li+ 
in  the  sub-dermal  compartment  was  varied  over  time,  to  simulate  a  pharmacokinetic  profile, 
the  extraction  profile  closely  followed  the  ‘absorption’  and  ‘elimination’  phases  of  the  curve. 
Subsequently,  an  in  vivo  study  (Leboulanger  et  al  2003a)  in  patients  being  treated  with  lithium 
has  shown  the  potential  of  reverse  iontophoresis  to  provide  a  useful  clinical  tool.  The  reverse 
iontophoretic  extraction  fluxes  were  extremely  well  correlated  with  the  corresponding  plasma 
concentrations. 
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5.  Optimization 

To  expand  the  range  of  reverse  iontophoresis  applications,  and  improve  on  the  existing 
technology,  three  strategies  present  themselves  immediately  for  consideration. 

Most  obviously,  an  improvement  in  analytical  sensitivity  is  desirable.  The  lower  the 
extracted  amount  that  can  be  detected,  the  larger  the  number  of  potential  candidates  for  the 
technique,  and  the  shorter  the  time  of  sampling  (and,  hence,  the  lower  the  total  charge  passed 
across  the  skin).  Further  discussion  of  this  point,  however,  is  outside  the  scope  of  this  review. 

Second,  we  may  anticipate  that  optimization  of  the  iontophoretic  conditions  will  lead 
to  maximization  of  the  extracted  amount.  Thus,  choosing  the  right  current,  current  density, 
current  profile  and  ‘acceptor’  phase  for  the  extracted  analyte  may  be  expected  to  improve  the 
extraction  efficiency.  It  is  well  established  that  iontophoretic  transport  is  directly  proportional 
to  the  current  and  to  the  time  of  current  application.  In  practice,  however,  there  are  limits 
to  which  these  parameters  can  be  increased.  In  terms  of  current  density,  it  is  generally 
agreed  that  0.5  mA  cm-2  is  the  maximum  tolerable  in  man  (Ledger  1992).  It  follows  that 
the  total  current  can  be  increased  by  increasing  the  surface  area  extracted.  But,  if  one 
maintains  the  current  density  fixed,  even  under  these  conditions,  the  degree  of  sensation 
experienced  by  the  subject  increases  with  treated  area,  presumably  because  a  greater  number 
of  dermal  nociceptors  are  activated  (Rao  eta/  1995).  There  are  at  least  two  other  difficulties 
associated  with  increasing  the  total  current  and  the  area  of  skin  over  which  reverse  iontophoresis 
extraction  is  performed:  (i)  more  current  means  that  the  (typically)  Ag/AgCl  electrodes  used 
must  be  coated  with  an  augmented  layer  of  AgCl  to  ensure  that  the  correct  electrochemistry 
operates  throughout  the  sampling  period,  and  (ii)  more  area  implies  a  greater  volume  into 
which  the  sample  is  collected,  and  this  may  place  more  demands  on  the  analytical  method. 
While  it  has  been  suggested  that  iontophoresis-induced  reddening  of  skin  can  be  reduced 
by  ‘pulsing’  the  current  on/off  at  different  frequencies  (Santi  and  Guy  1996a),  the  practical 
result  is  that  the  impact  of  irritation  is  not  proved.  In  addition,  as  the  extraction  is  much 
less  efficient  during  the  ‘off’  period,  the  total  time  for  sampling  has  to  be  increased  so  that 
the  total  desired  current  can  be  passed.  Alternating  current  shows  no  benefits  whatsoever; 
however,  switching  electrode  polarity  at  the  end  of  each  sampling  period,  as  is  done  in  the 
Glucowatch®,  has  the  distinct  advantage  of  allowing  regeneration  of  the  Ag/AgCl  electrodes 
(Tierney  et  al  2000a). 

The  third  strategy  is  a  method  to  avoid  the  present  necessity  to  calibrate  reverse 
iontophoretic  extraction  of  an  analyte  with  a  blood  sample.  The  amount  of  the  compound 
of  interest  recovered  at  the  skin  surface  is  diluted  in  a  certain  volume  of  ‘acceptor’  fluid. 
The  concentration  therein  depends  on  the  efficiency  of  extraction  (the  analyte’s  transport 
number  for  an  ion,  the  electroosmotic  flow  for  a  neutral  species)  and  the  volume  of  the 
‘acceptor’  solution.  In  the  case  of  the  Glucowatch®,  for  example,  in  each  sampling  period, 
the  electroosmotic  flow  of  less  than  1  /xl  is  diluted  into  a  volume  of  400  i±\  (Tierney  et  al 
2000a);  that  is,  a  three  order  of  magnitude  dilution  of  the  glucose.  Calibration  is  therefore 
essential  to  relate  the  amount  of  sugar  extracted  to  the  blood  concentration.  The  concept  of 
an  ‘internal  standard’  was  initially  proposed  in  1993  (Numajiri  et  al  1993)  and  has  recently 
been  significantly  refined  and  reduced  to  practice  (Delgado-Charro  and  Guy  2003).  The  idea 
is  as  follows:  reverse  iontophoresis  extracts  numerous  compounds  at  the  same  time;  i.e.  the 
process  is  non-specific  and  is  only  rendered  specific  for  a  particular  compound  by  using  a 
selective  and  precise  assay.  Suppose  now  that,  in  addition  to  the  chosen  target  analyte  (A), 
a  second  substance  is  also  specifically  analysed  in  each  sampling  period.  Suppose,  further, 
that  the  blood  concentration  of  this  second  molecule  (IS)  is  effectively  constant.  It  follows 
that  there  should  be  a  proportionality  between  the  measured  extraction  flux  ratio  of  A  and 
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Figure  9.  Simultaneous  monitoring  of  lithium  and  sodium  fluxes  as  a  function  of  time.  Data  taken 
from  Leboulanger  et  al  (2003b). 


IS  (JaMs)  and  the  ratio  of  their  subdermal,  or  blood,  concentrations  (CA/Cjs): 


Ja  _  K  CA 
Jis  Cis 

It  follows  that,  given  Cis  is  fixed  and  (presumably)  known, 
,,  Cis  Ja 

c‘ =  Tv 


(9) 

(10) 


Thus,  if  the  proportionality  constant  K  can  be  determined  and  shown  to  be  invariant  in  a  subject 
population,  then  an  experimental  determination  of  Ja/Jis,  together  with  the  known,  ‘constant’ 
term  ( C\s/K ),  allows  CA  to  be  found  without  the  need  for  blood  sampling.  The  success  of  this 
idea  rests  on  the  independence  of  the  iontophoretic  transport  of  the  analyte  and  the  internal 
standard.  In  other  words,  it  is  important  that  a  change  in  the  transport  number  of  A  (due,  for 
example,  to  a  fall  in  its  systemic  concentration)  is  not  compensated  by  an  increase  in  that  of 
IS.  In  this  case,  the  validity  of  equation  (9)  breaks  down.  When  the  concept  was  proposed 
initially  (Numajiri  et  al  1993),  the  design  of  the  experiments  led  to  exactly  this  violation, 
with  the  result  that  the  method  could  not  be  validated.  Recently,  however,  the  principle 
has  been  re-visited  (Delgado-Charro  and  Guy  2003),  the  experimental  test  designed  more 
carefully,  and  the  technique  has  been  shown  to  work.  The  first  demonstrated  success  involved 
the  reverse  iontophoretic  extraction  of  valproate  using  glutamic  acid  as  an  anionic  internal 
standard  (Delgado-Charro  and  Guy  2003).  Although  the  concentration  of  glutamate  in  vivo  is 
not  sufficiently  constant  for  this  amino  acid  to  be  considered  as  a  practical  internal  standard,  it 
served  perfectly  to  prove  the  concept  in  this  study.  It  was  shown  that  (i)  the  extraction  flux  of 
valproate  varied  linearly  with  its  subdermal  concentration,  (ii)  the  extraction  flux  of  glutamate 
remained  constant  as  the  valproate  concentration  fluctuated  and  (iii)  the  ratio  of  the  valproate 
to  glutamate  extraction  fluxes  was  proportional  both  to  their  subdermal  concentration  ratio 
(equation  (9))  and,  as  the  glutamate  concentration  was  fixed,  to  the  valproate  concentration. 
The  approach  allowed  experimental  variability  to  be  reduced  and  permitted  the  subdermal 
valproate  to  be  found  even  before  the  iontophoretic  transport  achieved  ‘steady-state’. 

Subsequently,  similar  success  was  achieved  with  the  Li+/Na+(analyte/intemal  standard) 
couple  (figure  9).  The  sodium  ion  is  a  useful  and  practical  internal  standard  due  to  the  fact 
that  the  concentration  of  NaCl  in  vivo  does  not  vary  outside  the  range  of  125-145  mM  (and 
typically  remains  within  a  much  narrower  window);  Na+  is  also  the  major  charge  carrier  in 
iontophoresis  in  the  outward  direction  towards  the  cathode  (much  as  Cl-  performs  the  same 
function  towards  the  anode).  In  vivo  measurements,  in  patients,  confirmed  the  constancy  of 
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the  proportionality  constant  K  in  equation  (9).  However,  while  in  vitro  experiments  (Sieg  et  al 
2003)  indicated  that  Na+  may  prove  a  valid  internal  standard  for  glucose  also,  a  subsequent 
in  vivo  study  revealed  that  electroosmotic  flow  is  a  much  more  sensitive  phenomenon  and  can 
vary  by  nearly  a  factor  of  ten  even  while  the  electromigrative  flux  of  Na+  remains  unchanged. 
It  follows  that  it  will  be  necessary  to  identify  an  electroosmotically-extracted  internal  standard 
for  glucose  in  order  to  avoid  the  need  for  blood  sampling. 


6.  Conclusion 

Recent  progress  in  reverse  iontophoresis  confirms  its  considerable  potential.  The  approval  and 
commercialization  of  the  Glucowatch®  represents  an  important  milestone  for  the  technology  as 
the  first  truly  non-invasive  monitoring  device  for  diabetics.  The  value  of  the  method  is  readily 
appreciated,  furthermore,  not  only  as  a  research  tool  but  also  as  a  practical  means  by  which  to 
improve  the  quality  of  care  (and  life)  in  patient  populations  for  which  repetitive  blood  sampling 
represents  a  significant  burden:  pediatric,  geriatric  and  chronically  ill  individuals  are  obvious 
examples.  Therapeutic  drug  monitoring  is  similarly  accessible  via  reverse  iontophoresis 
and  it  is  hoped  that  the  size  of  the  commercial  markets  here  (relative  to  that  for  glucose 
monitoring)  does  not  deter  the  ultimate  realization  of  practical  devices.  The  future  holds 
promise,  in  particular,  if  analytical  tools  continue  to  evolve  in  term  of  sensitivity,  specificity 
and  miniaturization,  as  they  have  in  the  recent  past.  If  this  is  the  case,  then  the  application  of 
reverse  iontophoresis  in  ‘smart’,  feedback  drug  delivery  systems,  and  in  remote  sensing,  can 
be  foreseen. 
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ABSTRACT 

Noninvasive  and  minimally  invasive  techniques  for  monitoring  glucose  via  the  skin  are  re¬ 
viewed.  These  approaches  rely  either  on  the  interaction  of  electromagnetic  radiation  with  the 
tissue  or  on  the  extraction  of  fluid  across  the  barrier.  The  structure  and  physiology  of  the  skin 
make  the  technical  realization  of  transdermal  glucose  monitoring  a  difficult  challenge.  The  tech¬ 
niques  involving  transdermal  fluid  extraction  circumvent  and/ or  compromise  the  barrier  func¬ 
tion  of  skin’s  outermost  and  least  permeable  layer,  the  stratum  corneum,  by  the  application  of 
physical  energy.  While  sonophoresis  and  microporation  methods,  for  example,  are  in  relatively 
early-stage  development,  a  device  using  reverse  iontophoresis  [the  GlucoWatch®  Biographer 
(Cygnus,  Inc.,  Redwood  City,  CA)]  is  already  commercially  available.  Optical  techniques  to  mon¬ 
itor  glucose  are  truly  noninvasive.  The  tissue  is  irradiated,  the  absorbed  or  scattered  radiation 
is  analyzed,  and  the  information  is  processed,  to  provide  a  measure  proportional  to  the  con¬ 
centration  of  glucose  in  the  dermal  tissue.  These  techniques  include  near-infrared  and  Raman 
spectroscopy,  polarimetry,  light  scattering,  and  photoacoustic  spectroscopy.  By  contrast,  im¬ 
pedance  spectroscopy  measures  changes  in  the  dielectric  properties  of  the  tissue  induced  by 
blood  glucose  variation.  Large-scale  studies  in  support  of  efficacy  of  these  methodologies  are  as 
yet  unavailable.  At  present,  therefore,  transdermal  fluid  extraction  technologies  are  offering 
greater  promise  in  terms  of  practical  and  realizable  devices  for  patient  use.  The  truly  noninva¬ 
sive  allure  of  the  optical  approach  assures  continued  and  intense  research  activity — for  the  mo¬ 
ment,  however,  an  affordable,  efficient,  and  portable  system  is  not  on  the  immediate  horizon. 


INTRODUCTION 

Diabetes  is  a  leading  cause  of  death  and  dis¬ 
ability  in  the  world.  A  dramatically  in¬ 
creasing  number  of  people  suffer  from  this 


chronic  disease,  characterized  by  insulin  defi¬ 
ciency  and  hyperglycaemia.  The  World  Health 
Organisation  expects  the  number  of  people 
with  diabetes  worldwide  to  reach  300  million 
by  2025. 1  In  addition  to  life-threatening  hypo- 
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and  hyperglycaemic  events,  the  disease  pre¬ 
sents  long-term  complications  for  the  eyes,  kid¬ 
neys,  peripheral  nerves,  heart,  and  blood  ves¬ 
sels.  Quick  diagnosis  and  tight  blood  glucose 
control  are  therefore  critical  for  the  manage¬ 
ment  of  the  patient  with  diabetes. 

Clinical  trials  have  confirmed  that  intensified 
insulin  therapy  significantly  reduces  the  long¬ 
term  complications  of  diabetes  mellitus.2-5 
However,  such  an  approach  also  increases  the 
risk  of  hypoglycaemic  events,  so  that  frequent 
and  accurate  glucose  monitoring  is  mandatory 
if  the  disease  is  to  be  effectively  brought  under 
control.  Conventional  self-testing  methods 
require  a  drop  of  blood  for  each  glucose  mea¬ 
surement,  a  painful  and  inconvenient  proce¬ 
dure  with  poor  patient  compliance.  Conse¬ 
quently,  there  has  been,  and  continues  to  be, 
considerable  investment  in  the  development  of 
continuous  glucose  monitoring  technolo¬ 
gies.6-13  A  variety  of  techniques  are  being  ex¬ 
amined,  such  as  the  minimally  invasive  har¬ 
vesting  of  interstitial  fluid  (ISF),  the  use  of 
transdermal  extraction,  optical  sensors,  and  the 
physical  implantation  of  devices  to  measure 
glucose  directly  in  a  local  subcutaneous  envi¬ 
ronment. 

This  review  focuses  on  non-  and  minimally 
invasive  techniques  for  glucose  monitoring 
that  rely  either  on  the  interaction  of  electro¬ 
magnetic  radiation  with  the  tissue  or  on  the  ex¬ 
traction  of  fluid  across  the  skin.10  The  state-of- 
the-art  with  respect  to  implantable  glucose 
sensors  and  “ISF  harvesting,”9  such  as  micro¬ 
dialysis  or  open-flow  microperfusion,  is  cov¬ 
ered  elsewhere.6,11'14  Similarly,  fluorescence- 
based  sensors,  which  are  generally  coupled  to 


a  fluid  collection  technique  or  an  implant,7  are 
discussed  elsewhere.15  A  recent  publication  in 
this  area  reports  the  development  of  a  poten¬ 
tially  noninvasive  glucose  sensing  contact 
lens.16 

Of  the  more  than  100  companies  that  are  cur¬ 
rently  developing  glucose  monitoring  devices, 
the  most  prominent  examples,  applying  either 
transdermal  fluid  extraction  or  a  specific,  opti-  /"“'x 
cal  technique,  are  listed  in  Tables  1  and  2,  re-<(T1,2) 
spectively.  In  the  following  sections  of  this  ar¬ 
ticle  these  technologies  are  discussed  in  detail, 
and  their  potential  is  illustrated  (whenever 
possible)  by  relevant  data.  First,  though,  the 
physiological  constraints  faced  by  transdermal 
and  optical  glucose  monitoring  approaches  are 
considered. 


“PHYSIOLOGICAL  ISSUES”  FOR 
TRANSDERMAL  AND  OPTICAL 
GLUCOSE  SENSORS 


The  skin  as  a  glucose  sensing  site 


The  skin  acts  primarily  as  a  barrier  protect¬ 
ing  the  body  from  excessive  water  loss,  from 
the  entry  of  potentially  hazardous  substances, 
from  cell  damage  due  to  ultraviolet  radiation, 
and  so  on.  It  follows,  therefore,  that  there  are 
important  anatomical  and  physiological  fea¬ 
tures  of  the  skin  that  render  glucose  monitor¬ 
ing  across  this  organ  a  significant  challenge. 

The  skin  consists  of  two  distinct  components, 
the  epidermis  and  the  dermis,  and  rests  on  sub¬ 
cutaneous  tissue  consisting  of  fat  and  muscle 
(Fig.  1).  The  epidermis  averages  0.1  mm  in  <\ 
thickness  and  can  be  subdivided  into  several 


E) 


Table  1.  Transdermal  Glucose  Monitoring  Technologies 


Principle 

Company 

References 

URL 

Reverse  iontophoresis 

Cygnus 

Rao  et  al.,17  Tamada  et 
al.,18  Eastman  et  al.,19 

Potts  et  al.20 

www.glucowatch.com 

Ultrasound 

Sontra 

Kost  et  al.,21  Mitragotri 
et  al.22 

www.sontra.com 

Blister  technique 

ICB 

? 

www.glucose-monitor.com 

Microneedles 

Kumetrix 

Smart  et  al.,23  Smart  and 
Subramanian24 

www.kumetrix.com/ technology.html 

Altea  MicroPor™ 

Laser 

SpectRx 

Gebhardt  et  al.25 

www.spectrx.com/ cgms.asp 

Hypodermic  needle 

Integ 

Stout  et  al.  26  Collison  et  al.27 

Currently  unavailable 
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Table  2.  Noninvasive  Optical  Glucose  Monitoring  Technologies  in  Development 


Principle 

Company 

References 

URL 

Impedance  spectroscopy 

Pendragon  Medical 

Hayashi  et  al.,28 
Caduff  et  al.,29 
Pfiitzner  et  al.,30 

www.pendragonmedical.com 

NIR 

Sensys  Medical 

Malin  et  al.,31 

Blank  et  al. 32 

Ruchti  et  al.  33 

http://www.sensysmedical.com/home.html 

NIR 

InLight  Solutions 

Fleming  et  al.  34 
Robinson  et  al.35 

www.inlightsolutions.com 

NIR 

VivaScan 

Harjunmaa  et  al. 36-38 

No  website 

NIR 

Matsushita 

Maruo  et  al.39,40 

NIR 

Lifetrac  Systems 

? 

www.sugartrac.com 

NIR 

CME  Telemetrix 

Pawluczyk  et  al.,41 
Samsoodar  et  al.42 

www.cmetele.com 

Kromoscopy 

Optix  Corp. 

Sodickson  and 
Block,43  Block  et 
al.44 

NIR  (thermal) 

Abbott 

Yeh  et  al.45 

www.abbott.com 

NIR  (thermal) 

Infratec 

Malchoff  et  al.46 

No  website 

MIR  (thermal) 

OptiScan 

Zheng  et  al.47 

No  website 

MIR 

MedOptix 

Berman  and  Roe48 

www.medoptix.com 

Raman 

LighTouch 

Chaiken  and 
Peterson49-50 

www.lightouchmedical.com/plat.html 

Scattering 

Roche 

Diagnostics  ' 

Heinemann  and 
Schmelzeisen- 
Redeker,51 
Heinemann  et  al.52 

www.roche.com 

Occlusion 

spectroscopy 

Orsense 

Cohen  et  al.,53  Fine 
et  al.54 

www.orsense.com/prod.html 

Polarimetry 

TecMed 

? 

Photoacoustic 

Glucon 

Pesach  et  al.,55  Raz 

www.tecmed.com 

spectroscopy 

et  al.,56  Grinberg 
et  al.57 

www.glucon.com 

Adapted  from  Koschinsky  and  Heinemann.6 


layers:  stratum  corneum,  stratum  granulosum, 
stratum  spinosum,  and  stratum  basale.  The 
outermost  layer,  the  stratum  corneum,  is  ap¬ 
proximately  15-20  mm  thick,  and  its  cells  are 
constantly  being  shed  from  the  body.  It  consists 
of  15-25  dense  layers  of  flattened,  hexagonal 
corneocytes  embedded  in  an  intercellular  lipid 
matrix.  The  lipophilic,  dense  nature  of  the  stra¬ 
tum  corneum  is  the  principal  obstacle  to  over¬ 
come  when  attempting  to  noninvasively  sam¬ 
ple  glucose  from  the  underlying  tissue.59 

The  epidermis  is  an  epithelial  membrane  in 
a  constant  state  of  turnover.  Glucose  is  the  ma¬ 
jor  substrate  for  metabolic  activity,  and  glu¬ 
cose-metabolizing  enzymes  are  present  in  the 
epidermis.60  This  layer  of  the  skin  is  avascular 
and  receives  all  nutrients  via  diffusion  from  the 
underlying  dermis.  Glucose  is  found  in  the  in¬ 
terstitial  space  and  intracellularly.61  Further, 
glucose  is  formed  at  the  stratum  granu- 


solum-stratum  corneum  interface  via  the  en¬ 
zymatic  breakdown  of  ceramides.62  It  follows 
that  attention  must  be  paid  when  using  a  glu¬ 
cose  monitoring  technique  that  samples  the  an¬ 
alyte  (all  or  in  part)  from  the  epidermis,  as  the 
correlation  with  the  blood  may  be  indi- 
rect.10,17,63 

The  interface  between  epidermis  and  dermis 
is  irregular  and  comprises  a  succession  of  fin¬ 
ger-like  projections  called  papillae  (Fig.  1).  The 
dermis  is  on  the  order  of  1  mm  thick  and  con¬ 
tains  collagen,  elastic  fibers,  blood  vessels,  and 
nerves,  as  well  as  hair  follicles  and  sweat 
glands.  The  dermis  is  the  usual  site  of  glucose 
sensing,  as  home  monitoring  techniques  take 
samples  from  dermal  capillary  blood;  likewise, 
many  new  approaches  are  attempting  to  sam¬ 
ple  glucose  within  the  dermal  ISF.  This  deeper 
layer  of  the  skin  is  supplied  with  glucose,  oxy¬ 
gen,  etc.,  from  the  systemic  circulation.  The 
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FIG.  1.  Schematic  diagram  of  the  skin  illustrating  the  microvasculature  supply.  Redrawn  with  permission  from  Yum 
and  Roe.58 


dermal  microcirculation  comprises  the  deep 
vascular  plexus  at  the  interface  between  the 
dermis  and  the  subcutaneous  fat,  the  superfi¬ 
cial  vascular  plexus  located  at  0. 3-0.6  mm  from 
the  skin  surface,  and  the  small  capillary  loops 
that  go  into  each  dermal  papilla  tip  less  than  a 
few  hundred  microns  from  the  skin  surface. 
The  latter  supply  nutrients  to  the  epidermis. 
The  dilatation  or  constriction  of  skin  blood  ves¬ 
sels  is  controlled  by  the  autonomic  nervous  sys¬ 
tem  in  response  to  stress,  temperature  change, 
and/or  biochemical  inputs.  The  skin  microcir¬ 
culation  changes  as  well  with  age  and  disease 
state  (e.g.,  the  progression  of  diabetes),  phe¬ 
nomena  that  may  be  expected  to  affect  glucose 
measurements  in  the  skin.10'58 

General  optical  properties  of  the  skin 

The  optical  properties  of  skin  are  governed 
by  absorption  and  scattering,  which  combine 
in  a  complex  fashion  to  attenuate  light  passing 
through  the  tissue.64  A  fraction  of  light  tra¬ 
versing  a  tissue  is  not  scattered;  that  is,  the  di¬ 
rection  of  propagation  is  not  changed.  In  this 
case,  Lambert-Beer’s  law  is  satisfied,  and  the 
transmission  of  the  radiation  depends  on  the 
tissue’s  absorption  coefficient.  Another  portion 
of  the  light  entering  the  tissue  is  scattered  when 


the  size  of  scattering  particles  and  the  wave¬ 
length  of  light  are  of  the  same  order  of  magni¬ 
tude.  Scattering  originates  primarily  when 
light  crosses  the  boundary  between  two  media 
with  different  refractive  indices.  The  scattering 
properties  of  a  tissue  can  be  expressed  (simi¬ 
larly  to  absorption)  in  terms  of  a  scattering 
coefficient.  Together,  the  absorption  and  scat¬ 
tering  coefficients  determine  an  effective 
attenuation  coefficient  of  light  in  a  given 
tissue.13'64,65 

In  broad  terms,  the  stratum  corneum  and 
epidermis  represent  a  light-absorbing  layer,  in 
that  specific  pigments  are  present  for  ultravio¬ 
let  photoprotection.  However,  at  wavelengths 
in  the  near-infrared  (NIR),  the  transmittance  of 
light  through  the  stratum  corneum  and  epi¬ 
dermis  is  90-95%  and  is  independent  of  skin 
pigmentation.66  In  the  dermis,  light  scattering 
is  more  important.  The  most  prominent  scat¬ 
tering  structures  are  believed  to  be  collagen 
and  elastic  fibers,  representing  approximately 
one-half  of  the  volume  fraction.  ISF  accounts 
for  about  90%  of  the  rest,  leaving  only  a  small 
fraction  occupied  by  cells  and  blood  vessels.51 
The  latter  are  principally  responsible  for  light 
absorption  at  wavelengths  less  than  600  nm. 
Beyond  this  threshold,  a  sharp  decrease  in  ab¬ 
sorption  by  hemoglobin  and  skin  pigment,  to- 


gether  with  less  dermal  scattering,  allows  sig¬ 
nificant  penetration  of  red  light  and  NIR  radi¬ 
ation.  The  most  penetrating  optical  wavelength 
is  1,150  nm,  at  which  about  one-quarter  of  the 
incident  radiation  traverses  the  entire  dermis 
(Fig.  2).66  Thereafter,  absorption  by  water  be¬ 
comes  significant.  The  600-1,300  nm  region  is 
therefore  called  “the  optical  window”  of  the 
skin,  and  NIR  measurements  have  been  the  fo¬ 
cus  for  the  development  of  totally  noninvasive 
glucose  sensing  approaches.  This  wavelength 
range,  however,  does  not  contain  much  specific 
information  for  glucose,  and  the  NIR  range 
above  1,300  nm,  where  specific  glucose  ab¬ 
sorption  bands  are  apparent,  has  become  im¬ 
portant,  too.  Between  1,520  and  1,850  nm,  scat¬ 
tering  predominates,  and  absorptions  by  water 
and  fat  are  already  significant.  Between  2,000 
and  2,500  nm,  absorption  dominates,  with  wa¬ 
ter,  fat,  and  protein  the  primary  absorbers.67 

Chemical,  structural,  and  physiological  vari¬ 
ations,  such  as  skin  temperature,  hydration 
state,  or  local  skin  blood  flow,  occur  naturally 
and  affect  the  tissue’s  optical  properties  and  the 
depth  of  light  penetration.31  Thus,  the  skin  pre¬ 
sents  a  real  challenge  to  the  development  of  re¬ 
liable  optical  methods  for  glucose  sensing. 

Relationship  between  glucose  concentrations  in 
blood  and  ISF 

Glucose  monitoring  has  traditionally  relied 
on  blood  levels.  With  the  development  of  non- 


FIG.  2.  Principal  light-absorbing  molecules  in  the  skin. 
Redrawn  from  Anderson.66  The  most  penetrating  wave¬ 
lengths  are  from  600  to  1,300  nm,  the  so-called  “optical 
window"  of  the  skin. 


FIG.  3.  A  model  for  glucose  sensing  from  ISF.  The  dif¬ 
ferent  glucose  inputs  and  outputs  affecting  the  measure¬ 
ment  of  glycaemia  in  the  ISF  relative  to  that  in  blood  are 
highlighted.  Redrawn  with  permission  from  Kulcu  et  al.71 


and  minimally  invasive  sensing  approaches, 
other  body  compartments  have  been  examined, 
with  particular  attention  focussed  on  the  ISF. 

The  relevance  of  glucose  levels  measured  in  the 
ISF  depends  on  the  existence  of  an  accurate, 
precise  correlation  between  these  values  and 
those  in  the  systemic  circulation.10 

The  interstitium  is  a  passive  medium  with  no 
flow  and  little  convection;  the  volume  of  this 
compartment  between  cells  is  very  small.  Glu¬ 
cose  enters  the  ISF  uniquely  from  the  blood, 
and  is  removed  primarily  by  uptake  into  the 
surrounding  cells.  Under  physiological  condi¬ 
tions,  there  is  a  free  and  rapid  exchange  of  glu¬ 
cose  between  the  plasma  and  the  interstitial 
space,  and  changes  in  the  concentration  of  glu¬ 
cose  in  the  ISF  are  strongly  correlated,  there¬ 
fore,  with  those  in  blood.68  However,  local 
changes  in  the  blood  flow  or  metabolic  rate  af¬ 
fect  glucose  levels  in  the  ISF,  such  that  changes 
in  glucose  levels  here  do  not  always  mirror 
what  is  happening  in  blood.  The  lag  time  is  re¬ 
ported  to  vary  between  0  and  45  min26-68"72  (de¬ 
pending  on  the  individual,  the  rate  of  glucose 
change,  and  the  sampling  methodology),  and 
complicates  interpretation  of  the  measurement 
because  the  ISF  glucose  concentration  does  not 
always  lag  behind,  but  may  also  precede,  the 
blood  level  (and/or  change  at  a  greater 
rate).68’71,73,74  Multicompartment  models  have 
been  developed  to  explain  this  complex  rela-  s — - 

tionship68  71  (Fig.  3),  and  they  underline  that  a  F3 
rapid  change  in  blood  glucose  (following  an  in- 
sulin  injection,  for  example)  will  be  reflected  in 
the  ISF  with  a  delay.  It  follows  that  this  phe- 
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nomenon  can  introduce  an  apparent  error  into 
the  performance  of  a  monitoring  device  that 
samples  glucose  in  the  ISF.70 

The  relationship  between  glucose  concentra¬ 
tions  in  blood  and  ISF  is  also  important  with 
respect  to  sensor  calibration.  All  existing  glu¬ 
cose  sensing  methods  are  calibrated  against  a 
measurement  made  from  a  conventionally  ob¬ 
tained  blood  sample,  and  subsequent  monitor¬ 
ing  is  based  upon  this  calibration  value.  The 
clinical  importance  of  the  calibration  is  self-ev¬ 
ident;  if  it  is  not  accurate,  all  glucose  measure¬ 
ments,  hypo-  and  hyperglycemic  alarms,  ad¬ 
justments  to  insulin  dose,  etc.,  would  be  based 
on  a  biased  value. 

Of  course,  the  adjustment  of  therapy  is  tradi¬ 
tionally  based  on  blood  glucose  measurements, 
although  it  has  been  speculated  that  the  ISF  level 
might  actually  be  more  relevant  because  it  is  this 
fluid  that  bathes  and  feeds  the  cells.610  Clearly, 
while  this  issue  falls  outside  the  scope  of  the  pres¬ 
ent  review,  it  should  be  reiterated  that  the  min¬ 
imally  and  noninvasive  approaches  discussed 
below  are  sampling  and  monitoring  glucose  in 
the  ISF,  or  a  similar  compartment,  and  not  in 
blood.  This  renders  evaluation  of  the  technical 
performance  of  the  different  devices  more  diffi¬ 
cult,  as  deviations  from  the  reference  value  in  the 
blood  are  not  only  generated  by  technical  limi¬ 
tations,  but  may  simply  be  due  to  physiological 
factors.  The  complex  relationship  between  blood 
and  the  interstitial  compartment  requires,  there¬ 
fore,  further  elucidation — both  in  terms  of  opti¬ 
mizing  metabolic  control  and  in  terms  of  the  ob¬ 
jective  performance  evaluation  of  different 
glucose  monitoring  devices. 

TRANSDERMAL  TECHNOLOGIES— 
FLUID  EXTRACTION  FROM  SKIN 

Transdermal  techniques  aim  to  access  the  ISF 
by  the  application  of  physical  energy.  A  device 
is  attached  to  the  skin,  either  during  or  subse¬ 
quent  to  the  application  of  energy,  and  a  sam¬ 
ple,  whose  glucose  concentration  is  directly  re¬ 
lated  to  that  in  the  ISF,  is  then  extracted. 

Reverse  iontophoresis 

The  GlucoWatch®  Biographer  (Cygnus,  Inc., 
Redwood  City,  CA)  uses  reverse  iontophoresis 
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to  extract  glucose  across  the  skin.  The  tech¬ 
nique  is  based  on  the  application  of  a  low  elec¬ 
tric  current,  which  drives  charged  and  un¬ 
charged,  polar  species  across  the  skin  at  rates 
much  greater  than  their  passive  permeabili¬ 
ties.75  Electron  flux  from  the  external  current 
source  is  transformed  into  the  movement  of 
ions  via  the  electrode  reactions.  Ionic  transport 
proceeds  through  the  skin  to  maintain  elec¬ 
troneutrality  via  electromigration.  As  the  skin 
is  negatively  charged  at  physiological  pH,  it  is 
permselective  to  cations.  This  preferential  pas¬ 
sage  of  positive  counterions  (mainly  Na+)  in¬ 
duces  an  electroosmotic  solvent  flow  that  car¬ 
ries  neutral  molecules  in  the  anode-to-cathode 
direction  (Fig.  4).  By  this  mechanism,  glucose 
is  extracted  towards  the  skin  surface  at  a  flux 
directly  proportional  to  its  concentration  in  the 
dermal  ISF.17'18-76 

The  latest  version  of  this  device,  the  Glu- 
cowatch  Biographer  G2™,  monitors  glucose 
continuously  for  up  to  13  h,  recording  six  glu¬ 
cose  readings  per  hour.  Before  each  use,  a  2-h 
“warm-up”  period  is  required  to  remove  re¬ 
sidual  glucose  from  the  upper  epidermal  lay¬ 
ers62  and  to  establish  constant  electroosmotic 
flow.  The  apparatus  is  then  calibrated  with  a 
conventional  blood  sample  from  the  fingertip 
to  provide  the  proportionality  constant  neces¬ 
sary  to  convert  the  measured  extraction  flux 
into  a  systemic  glucose  concentration.  During 
each  measurement  cycle,  glucose  is  extracted 
iontophoretically  for  3  min  and  is  then  quanti¬ 
fied  over  the  next  7  min  during  which  no  cur¬ 
rent  is  applied.77  Electrode  polarity  is  then  re- 


FIG.  4.  Principle  of  glucose  extraction  by  reverse  ion¬ 
tophoresis.  Preferential  Na+  migration  across  the  perms¬ 
elective  membrane  induces  convective  solvent  flow, 
which  carries  glucose  towards  the  cathodal  chamber. 


versed,  and  the  10-min  cycle  is  repeated.  [Note 
that  reversal  of  the  electrode  polarity  serves  to 
maintain  the  Ag/AgCl  iontophoresis  elec¬ 
trodes.]  The  concentration  of  glucose  achieved 
in  the  gel  collection  pads  of  the  GlucoWatch  are 
on  the  order  of  1/1, 000th  of  that  in  the  ISF,  ne¬ 
cessitating  a  very  sensitive  assay  method.  This 
is  achieved  via  the  reaction  of  glucose  with  the 
enzyme  glucose  oxidase  and  the  subsequent 
electrochemical  detection  of  the  H2O2  formed 
on  a  platinum  electrode.  The  skin’s  permselec¬ 
tivity  and  the  characteristics  of  reverse  ion¬ 
tophoresis  allow  several  problems  associated 
with  the  electrochemical  detection  of  glucose 
using  glucose  oxidase  to  be  avoided,  including: 
(1)  because  of  the  low  glucose  amount  ex¬ 
tracted,  the  supply  of  oxygen  is  not  a  factor;  (2) 
high-molecular-weight  species,  which  may 
cause  electrode  fouling,  are  effectively  filtered 
by  the  skin;  and  (3)  electrochemically  active 
substances,  such  as  uric  and  ascorbic  acids,  are 
extracted  towards  the  anode  and  do  not  inter¬ 
fere  with  the  quantification  of  glucose  at  the 
cathode.77  At  present,  the  GlucoWatch  is  the 
only  transdermal  device  (excluding  im¬ 
plantable  sensors  that  are  inserted  through  the 
skin)  that  has  received  approval  from  the  U.S. 
Food  and  Drug  Administration.  Its  perfor¬ 
mance  has  been  extensively  evaluated  in  adults 
and  children  with  diabetes  and  has  shown  ad¬ 
equate  precision  for  home  glucose  monitor¬ 
ing.19'77-80  Figure  5  compares  glucose  concen¬ 
tration  profiles  from  two  subjects  with  the 
corresponding  control  (blood)  measurements. 


Figure  6  summarizes  the  data  from  124  subjects  <(  F6 
on  a  Clarke  Error  Grid.81  Data  points  in  the  re-  V' — ' 

gions  A  and  B  are  considered  clinically  accept¬ 
able,  and  represent  94.2%  of  all  measurements 
(r=  0.80).  The  mean  relative  difference  from 
the  reference  glucose  value  was  7.0%. 

Although  the  GlucoWatch  represents  a  great 
technological  achievement,  its  acceptance  as  a 
new  tool  for  glucose  monitoring  has  not  been  in¬ 
stantaneous  for  various  reasons.  To  begin  with, 
it  is  a  complicated  device  that  demands  educa¬ 
tion  of  both  patient  and  practitioner.  It  generates, 
furthermore,  a  lot  of  information,  and  much 
more  than  a  typical  patient  with  diabetes  re¬ 
ceives  today;  there  is  an  issue,  therefore,  as  to 
what  should  be  done  with  all  those  data.  The 
long  warm-up  time  and  the  need  for  a  blood  cal¬ 
ibration  are  additionally  perceived  as  disadvan¬ 
tageous  and  detract  from  the  user-friendliness  of 
the  system.  The  application  of  the  current  causes 
mild  or  moderate  erythema  that  disappears  rel¬ 
atively  quickly.  As  well,  the  GlucoWatch  cannot 
provide  glucose  monitoring  when  a  patient  is  ac¬ 
tively  sweating;  readings  are  “skipped”  under 
these  circumstances  until  the  subject  stops  per¬ 
spiring.  There  is  also  concern  that  the  Gluco¬ 
Watch  is  less  useful  for  detecting  hypoglycemic 
events  than  first  envisaged.82  And,  finally,  this 
sophisticated  technology  comes  at  a  price  that, 
for  the  moment,  is  not  cheap  and  is  such  that  it 
has  certainly  deterred  the  more  widespread 
adoption  of  the  methodology. 

As  mentioned  previously,  the  glucose  anal¬ 
ysis  is  based  on  the  ISF  concentration,  and  in- 


FIG.  5.  Glucose  monitoring  with  the  GlucoWatch  Biographer  in  a  home  environment.  For  the  two  subjects  shown, 
all  points  lie  in  the  clinically  acceptable  (A  +  B)  region  of  a  Clarke  Error  Grid,  cal  pt,  calibration  point.  Redrawn  with 
permission  from  Tierney  et  al.77 
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FIG.  6.  Correlation  of  GlucoWatch  Biographer  readings 
versus  reference  blood  glucose  (home  environment 
study).  Data  include  2,996  single  readings  from  124  sub¬ 
jects.  The  overall  regression  slope  was  0.95,  r=  0.80.  Of 
the  points,  94.2%  lie  in  zones  A  +  B.  Data  are  from  Tier¬ 
ney  et  al.77 

terpretation  of  a  particular  reading  must  there¬ 
fore  take  into  account  the  physiological  delay 
between  the  blood  and  ISF  compartments  as 
well  as  an  instrumental  lag  time  resulting  from 
the  sample  collection  and  analysis  period.71 
The  newer  GlucoWatch  has  an  improved  alarm 
function  that  additonally  tracks  the  rate  of 
change  of  glucose  concentration  so  as  to  iden¬ 
tify  rapidly  falling  glucose  levels  before  hypo- 
glycaemia  is  reached.83  84  Additional  work  is 
examining  whether  the  invasive  calibration 
step  can  be  avoided  via  the  use  of  an  "internal 
standard.”85-87 

Analogous  to  iontophoresis,  enhanced  glu¬ 
cose  extraction  has  been  attempted  by  generat¬ 
ing  an  electroosmotic  flow  after  current  appli¬ 
cation  via  a  modified  skin  suction  system.88  A 
macro-perforated  cannula  was  inserted  into  the 
interstitial  space  to  harvest  ISF,  and  current 
was  applied  via  integrated  electrodes  to  in¬ 
crease  the  flow  rate.  However,  the  formation  of 
bubbles  in  the  tissue  and  local  reactions  to  the 
implanted  cathode  hampered  the  establish¬ 
ment  of  a  constant  flow.  It  is  not  clear  if  this 
approach  is  currently  being  pursued. 

Sonophoresis 

In  contrast  to  therapeutic  ultrasound  operat¬ 
ing  in  the  range  of  0.7-3  MHz,  low-frequency 


ultrasound  (—20-100  KHz  is  able  to  increase 
the  skin’s  permeability  such  that  drug  delivery 
and  glucose  biosensing  become  feasible).89  The 
progression  of  the  ultrasonic  longitudinal 
waves  causes  compression  and  expansion  of 
the  medium  at  the  same  frequency  of  the  ul¬ 
trasound  applied,  thus  creating  pressure  vari¬ 
ations.  To  allow  ultrasound  to  penetrate  into 
body  tissues,  a  contact  medium,  such  as  an 
aqueous  gel,  is  necessary  because  ultrasound  is 
completely  reflected  by  air.  The  impact  of  ul¬ 
trasound  on  the  biological  tissue  exposed  is  de¬ 
scribed  by  a  relationship  analogous  to  Lam- 
bert-Beer’s  law: 

I(x)  =  Io  X  exp  (-ax)  (1) 

where  Io  and  I(x)  are  the  intensities  of  ultra¬ 
sound  at  the  tissue  surface  and  at  a  depth  (x) 
into  the  tissue,  respectively,  and  a  is  the  ab¬ 
sorption  coefficient  of  the  tissue.  The  principal 
effects  of  ultrasound  are:  (1)  local  heating,  (2) 
cavitation,  and  (3)  acoustic  streaming.  For  low- 
frequency  ultrasound  applied  to  the  skin,  cav¬ 
itation  is  believed  to  be  the  most  important 
mechanism  by  which  the  barrier  is  compro¬ 
mised.90  The  expansion  and  subsequent  col¬ 
lapse  of  gaseous  inclusions  in  close  proximity 
to  the  skin  surface  appear  to  create  new  path¬ 
ways  through  the  stratum  corneum,  presum¬ 
ably  via  the  reversible  disordering  of  inter¬ 
cellular  lipid  bilayers.91  The  penetration 
enhancement  is  determined  by  the  total  energy 
applied,  and  is  a  function  of  intensity,  duty  cy¬ 
cle,  application  time,  and  frequency. 

Glucose  monitoring  using  sonophoresis  has 
been  investigated  in  vivo  in  rats21,22'92  and  in 
patients  with  diabetes.21  To  optimize  glucose 
extraction  in  humans,  ultrasound  at  20  kHz 
was  applied  for  up  to  2  min  using  a  coupling 
medium  of  phosphate-buffered  saline  contain¬ 
ing  1%  sodium  lauryl  sulfate.  Glycemia  was 
monitored  for  4  h  by  periodically  applying  a 
vacuum  to  the  treated  area  for  5  min.  The  ex¬ 
traction  of  ISF  was  reasonably  efficient:  on  av¬ 
erage,  25  pL  cm-2  h_1  (that  is,  an  order  of  mag¬ 
nitude  greater  than  that  achieved  by  reverse 
iontophoresis).  Analysis  of  the  extracted  ISF 
and  comparison  of  the  glucose  therein  with 
simultaneously  measured  blood  samples 
gave  a  mean  relative  error  of  23%.  After  the 


sonophoretic  pretreatment,  the  skin’s  perme¬ 
ability  to  glucose  remained  elevated  for  15  h 
but  then  returned  to  normal  by  24  h.  The  level 
of  enhancement  induced  varied  by  up  to  a  fac¬ 
tor  of  10,  suggesting  that  individual  calibration 
would  be  necessary  for  the  practical  applica¬ 
tion  of  the  approach.21 

Recently,  the  sonophoretic  technique  has 
been  refined  such  that  the  application  of  a  vac¬ 
uum  is  rendered  unnecessary  and  extracted 
glucose  is  detected  in  situ.93  The  ultrasound 
application  is  now  of  short  duration,  and  the 
use  of  lactic  acid  (a  hyperosmotic  agent)  en¬ 
ables  the  outward  flux  of  sufficient  glucose  that 
monitoring  is  possible.  Data  from  10  subjects 
were  collected,  and  60%  of  the  transdermal  glu¬ 
cose  measurements  correlated  well  with  blood 
glucose  (r  >  0.7) .  Accuracy  was  reflected  in  a 
Clarke  Error  Grid  (Fig.  7),  with  92%  of  the  mea¬ 
surements  falling  in  the  clinically  acceptable 
A  +  B  region.  The  method  is  reported  to  be 
painless  with  the  use  of  a  known  irritant  (so¬ 
dium  lauryl  sulfate)  and  a  known  keratolytic 
agent  (lactic  acid)  apparently  not  resulting  in 
any  untoward  effects.  Nevertheless,  there  re¬ 
main  long-term  safety  and  efficacy  studies  to 
be  performed,  as  well  as  optimization  of  the 
“hardware”  and  analytical  chemistry  required 


FIG.  7.  Accuracy  of  glucose  prediction  from  ultrasoni- 
cally  permeated  skin.  Data  are  from  10  subjects  with  di¬ 
abetes.  Of  the  points,  92%  fall  within  the  clinically  ac¬ 
ceptable  A  +  B  region.  Redrawn  with  permission  from 
Chuang  et  al.93 


for  continuous  monitoring.  Finally,  although 
the  synergistic  effects  of  sonophoresis  with 
other  skin  penetration  enhancement  technolo¬ 
gies  (including  iontophoresis,  for  example)  has 
been  reported  in  the  literature,94  the  develop¬ 
mental  challenge  of  such  a  combined  approach 
has  not  yet  been  taken  up — at  present,  such  a 
strategy  would  be  too  complicated  and  too  ex¬ 
pensive  to  warrant  serious  consideration. 

Skin  suction  blister  technique 

This  technique  uses  a  vacuum  to  form  blis¬ 
ters,  a  few  millimeters  in  diameter,  at  the  epi¬ 
dermal-dermal  junction95;  the  dermis  is  left  al¬ 
most  completely  intact.96  It  is  assumed  that  the 
fluid  obtained  from  the  vesicles  formed  is  a 
mirror  of  the  ISF.95,97’98  Biochemical  analysis  re¬ 
veals  a  “serum-like”  pattern  qualitatively,  al¬ 
though  the  protein  content  is  lower.99  The  cor¬ 
relation  between  glucose  in  the  blister  fluid  and 
that  in  the  blood  is  once  again  an  issue  with 
this  approach,  therefore.10  Once  a  blister  is 
formed,  the  vacuum  is  released,  and  a  sample 
of  the  blister  fluid  is  collected  immediately  for 
analysis.  Repeated  measurements  with  vac¬ 
uum  application  for  a  defined  time  (typically 
10-20  min)  are  possible  during  several  days.97 
The  technique  has  been  reported  to  be  painless 
and  well  tolerated,  with  minimal  risk  of  infec¬ 
tion.  However,  it  is  acknowledged  that  the  suc¬ 
tion  procedure  might  cause  cell  damage  as  el¬ 
evated  levels  of  lysosomal  and  cytosolic 
enzymes  have  been  found  in  the  blister  fluid 
relative  to  that  in  serum." 

In  a  glucose  clamp  study  in  subjects  with  di¬ 
abetes,  glucose  concentrations  in  the  blister 
fluid  were  compared  with  those  in  plasma100; 
blistering  times  were  also  determined.  Blister 
concentrations  were  lower  than  plasma  glu¬ 
cose,  but  a  good  correlation  between  the  val¬ 
ues  was  found.  Further,  longer  blistering  times 
were  correlated  with  higher  hemoglobin  Aic 
values.  The  lower  glucose  concentration  in  the 
blister  was  suggested  to  be  due  to  glucose  con¬ 
sumption  by  the  filtration  barrier  (i.e.,  the  der¬ 
mal  tissue).  Further  measurements  were  made 
in  healthy  volunteers  and  in  patients  with  dia¬ 
betes,97’101  using  a  device  developed  for  prac¬ 
tical  use.  Skin  blisters  were  created  over  a  6- 
day  period.  Following  an  oral  glucose  tolerance 
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test  (OGTT),  the  results  implied  that  the  glucose 
kinetics  in  the  ISF  were  similar  to  those  in  cap¬ 
illary  blood.  Analysis  of  other  metabolites  (glyc¬ 
erol,  3-hydroxybutyrate,  lactate)  and  insulin  in 
the  blister  fluid  was  also  performed.101  While 
good  agreement  between  ISF  and  plasma  con¬ 
centrations  for  glycerol  and  3-hydroxybutyrate 
was  found,  significantly  higher  lactate  levels, 
and  lower  insulin  concentrations,  were  mea¬ 
sured  in  the  skin  blisters.  Mild  inflammation  af¬ 
ter  formation  of  the  erosion  was  reflected  by 
increased  exudation  and  higher  extraction. 
However,  no  complications  were  reported,  and 
epidermal  regeneration  was  reported  to  be 
rapid.  Clinical  studies  have  been  announced  in 
which  the  technique  will  be  evaluated  in  new¬ 
born  infants.101  It  must  be  stated,  however,  that 
this  approach  does  not  appear,  at  the  moment, 
to  be  less  invasive  than  a  simple  finger-prick 
measurement  of  blood  glucose.  It  is  necessary 
to  create  a  skin  erosion  and  then  maintain  that 
site  open  for  a  significant  period  so  that  sys¬ 
temic  glucose  levels  can  be  measured.  While 
this  condition  is  tolerable  in  relatively  short-du¬ 
ration  experiments,  it  remains  to  be  seen 
whether  the  chronic  use  of  this  technique  in  in¬ 
dividuals  with  diabetes  will  ever  be  acceptable. 


Micropores 

Methods  to  perforate  the  stratum  corneum, 
without  penetrating  the  entire  skin,  attempt  to 


punch  micro-pathways  through  the  outermost 
part  of  the  barrier.  A  transdermal  glucose  sens¬ 
ing  system  (developed  by  SpectRx)  uses  a 
pulsed  laser  beam  to  create  micropores  of  <100 
ixm  in  diameter  by  thermal  ablation  of  the  stra¬ 
tum  corneum.25  Transdermal  fluid  is  then  col¬ 
lected,  by  applying  a  vacuum,  into  a  disposable 
collection  device;  glucose  is  subsequently 
quantified  electrochemically.  In  a  study  with  56 
subjects  with  diabetes,  good  agreement  be¬ 
tween  extracted  glucose  and  its  capillary  con¬ 
centration  was  observed  over  a  2-day  period: 

93%  of  the  data  points  fell  in  zones  A  and  B  of 
a  Clarke  Error  Grid  (r  for  the  complete  data  set 
unknown).  Precision  was  hampered  when 
fluid  flow  was  low;  temperature  variation  was 
reported  as  a  source  of  error.  The  poration  pro¬ 
cedure  was  considered  well  tolerated,  and  vac¬ 
uum  suction  yielded  transdermal  flow  rates  of 
5-15  jU,L/h.  Skin  blisters  formed  over  the  suc¬ 
tion  area,  but  lesions  disappeared  within  1 
week  for  all  subjects.  As  for  some  of  the  other 
techniques  mentioned  above,  there  remain  a 
number  of  safety  and  practicality  issues  to  be 
resolved  before  this  approach  might  be  con¬ 
sidered  for  long-term,  chronic  applications. 

A  novel  bioMEMS  device  for  noninvasive 
glucose  sampling  across  the  skin  has  been  de¬ 
scribed.102  A  polydimethylsiloxane-based  skin 
patch  is  used  to  sample  glucose  after  thermal 

ablation  of  the  stratum  corneum  by  locally  ap-  s - 

plied  micro-heaters  (Fig.  8).  The  intensity  and  F8 
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FIG.  8.  The  polydimethylsiloxane-based  patch  device  is  fixed  to  the  skin  surface.  The  stratum  corneum  is  thermally 
ablated,  allowing  glucose  to  diffuse  from  the  dermis  into  the  capillaries  of  the  device.  The  molecules  reach  the  de¬ 
tection  layer  by  capillary  forces,  where  they  are  quantified  colorimetrically.  Redrawn  with  permission  from  Paran- 
jape  et  al.102 
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duration  of  heat  application  are  controlled  to 
ensure  that  no  damage  to  living  tissue  or  nerves 
occurs.  Glucose  then  diffuses  across  the  created 
micropores  into  the  adhesive  patch,  which  also 
comprises  capillary  channels  for  fluid  transfer 
and  a  detector  interface.  Glucose  is  analyzed 
semiquantitatively  by  colorimetry.  To  date, 
however,  the  thermal  ablation  procedure  has 
been  tested  only  on  reconstructed  skin  equiva¬ 
lents;  safety,  in  vivo,  has  not  been  evaluated. 

A  related  technology  uses  hollow  micronee¬ 
dles.103  An  integrated  microsampling  and  as¬ 
say  device  uses  a  hollow  silicon  microneedle  of 
175  /xm  thickness  to  puncture  the  skin,  allow¬ 
ing  200  nL  of  blood  to  be  withdrawn  into  a  mi- 
crocuvette  by  capillary  forces.104  Glucose  is  as¬ 
sayed  by  glucose  dehydrogenase-formazan 
dye  chemistry.  Biocompatibility  and  pain  re¬ 
sponse  were  tested  on  patients  with  diabetes 
and  healthy  subjects,  revealing  that  the  mini¬ 
mally  invasive  procedure  was  virtually  sensa- 
tion-less  and  more  comfortable  than  a  conven¬ 
tional  finger  stick.  Glass  microneedles  to 
extract  ISF  from  the  skin  have  also  been  devel¬ 
oped,105  and  allow  1-10  /xL  of  ISF  to  be  col¬ 
lected  via  a  multiple-needle  array  under  nega¬ 
tive  pressure.  Good  correlation  with  capillary 
blood  glucose  has  been  reported  in  six  subjects. 

Overall,  these  microporation  methods  hold 
some  promise,  assuming  that  they  can  be  reli¬ 
ably  and  economically  fabricated.  The  issue  of 
needle  robustness,  for  example,  needs  to  be  re¬ 
solved.  Whether  such  an  approach  is  best  used 
continuously  (via  hollow  structures)  or  via 
multi-application  is  not  resolved  and  will  cer¬ 
tainly  depend  on  numerous  factors,  including 
assay  sensitivity,  tolerability,  cost  of  goods  and 
manufacturing,  and  regulatory  issues. 

Other  transdermal  techniques 

An  integrated  sampler  has  been  developed 
in  which  a  30-gauge  collection  needle  is  con¬ 
nected  to  a  glucose  assay  device.26  The  cannula 
penetrates  the  dermis  to  a  controlled  depth  of 
less  than  2  mm,  and  approximately  1  pL  of  der¬ 
mal  ISF  is  sampled.  Glucose  is  then  quantified 
by  a  standard  glucose  oxidase-mediated  col¬ 
orimetric  measurement.  The  use  of  a  hypoder¬ 
mic  needle  makes  this  approach  quite  invasive, 
despite  claims  that  the  technique  is  virtually 


painless  and  avoids  blood  sampling.  Glucose 
has  also  been  measured  transdermally  by  tape¬ 
stripping  the  stratum  corneum  and  then  draw¬ 
ing  ISF  to  the  skin  surface  by  vacuum  applica¬ 
tion.106'107  Glucose  analysis  involved  an 
ion-sensitive  field-effect  transistor.108  Even  if 
such  a  method  measures  systemic  glucose  lev¬ 
els  accurately,  the  approach  is  clearly  not  ac¬ 
ceptable  for  chronic  use  in  patients  with  dia¬ 
betes. 


RADIATION  TECHNIQUES 

Optical  methods  for  glucose  monitoring  are 
considered  to  be  truly  noninvasive.  A  light 
beam  interrogates  the  sample,  and  its  interac¬ 
tion  with  the  tissue,  based  on  absorption 
and/ or  scattering,  is  used  to  quantify  glucose. 
However,  this  apparently  simple  concept  is 
complicated  by  the  fact  that  the  skin  is  a  highly 
heterogeneous  tissue,  containing  significant 
amounts  of  other  substances  (including  pro¬ 
teins  and  water)  that  interfere  with  the  mea¬ 
surement  of  glucose.  Sophisticated,  and  typi¬ 
cally  expensive,  equipment  is  necessary, 
therefore,  (1)  to  record  sufficient  spectra  and  (2) 
to  perform  a  detailed  computational  analysis  of 
the  data,  so  that  a  calibration  model  can  be  es¬ 
tablished.  The  multivariate  chemometric  meth¬ 
ods  used  introduce  a  significant  the  risk  of  ei¬ 
ther  overfitting  the  data  or  of  finding  a 
correlation  between  spectroscopic  signal  and 
glucose-specific  information  by  chance.  McNi- 
chols  and  Cote7  have  described  this  problem 
aptly  and  stated  that:  “isolating  those  changes 
which  are  due  to  glucose  alone  and  using  them 
to  predict  glucose  concentration  is  a  significant 
challenge  in  itself,  and  to  some  extent  all  opti¬ 
cal  glucose  sensing  methods  rely  on  solving  the 
so-called  ‘calibration  problem.’  “  This  section 
illustrates  these  difficulties  with  a  number  of 
examples  using  “classical”  NIR  absorption  or 
attenuated  reflectance  measurements. 

Mid-infrared  (MIR)  and  NIR  absorption  and 
reflectance  measurements 

Optical  absorption  spectroscopy  for  glucose 
quantification  has  generally  been  restricted  to 
either  MIR  or  NIR  wavelengths.  Figure  9  shows 
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FIG.  9.  Optical  absorption  spectra  for  glucose.  A:  MIR  region  extending  from  1,600  to  900  cm-1  or  6.25  to  11  mm. 
B:  NIR  region  extending  from  2.0  to  2.5  mm  or  5,000  to  4,000  cm"1.  Note  that  the  magnitude  of  the  three  absorbance 
peaks  in  the  NIR  region  is  much  smaller.  Redrawn  with  permission  from  McNichols  and  Cote.7 


MIR  and  NIR  absorption  spectra  for  aqueous 
glucose  solutions  after  water  subtraction.  The 
selective  absorption  of  light  by  a  molecule  is 
described  by  Lambert-Beer’s  law: 

1=  Io  X  exp(-ecl)  (2) 

where  lo  is  the  intensity  of  the  incident  optical 
radiation,  I  is  the  transmitted  intensity,  e  is  the 
molar  absorptivity  in  (mol/L)-1  cm-1,  c  is  the 
molar  concentration,  and  1  is  the  pathlength  in 
cm.  The  molar  absorptivity  is  fixed  at  each 
wavelength  by  the  vibrational  properties  of  the 
molecule.  When  attempting  to  determine  glu¬ 
cose  concentrations  in  the  clinically  pertinent 
range  (2-22  mM)  with  all  tissue  components 
contributing  to  the  background  signal,  the  op¬ 
tical  pathlength  is  an  important  parameter. 
That  is,  it  must  be  long  enough  that  a  measur¬ 
able  glucose  absorbance  signal  is  produced,  but 
should  not  be  too  long  as  this  will  increase 
noise  and  light  attenuation  by  the  tissue.67 

In  the  MIR  region  of  the  spectrum  (2.5-50 
p.m,  or  4,000-200  cm-1),  absorption  bands  due 
to  fundamental  stretching  and  bending  modes 
of  the  molecule  are  observed.  This  so-called 
“fingerprint”  region  is  commonly  used,  there¬ 
fore,  for  compound  identification.  However, 
the  high  background  absorption  of  other  com¬ 
ponents  in  solution  (especially  water!)  mas¬ 
sively  limits  the  useful  pathlength  range  that 
can  be  used  (to  a  few  hundred  micrometers  or 
less),  and  little  information  on  the  commercial 
development  of  this  approach  is  available.48 


MIR  reflectance  spectroscopy  has  also  been 
used  to  measure  glucose  in  aqueous  solutions 
and  in  blood.7  In  human  whole  blood  samples, 
glucose  has  recently  been  quantified  with  a  pre¬ 
diction  error  of  0.95  mM109  On  the  other  hand, 
the  feasibility  of  reflectance  MIR  in  vivo,  across 
the  skin,  has  not  yet  been  demonstrated. 

The  NIR  region  of  the  spectrum  extends  from 
700  to  2,500  nm  (14,000-4,000  cm'"1)  and  con¬ 
tains  little  specific  information.  Absorption 
bands  are  due  to  low-energy  electronic  vibra¬ 
tions  (700-1,000  nm),  and  overtones  of  molec¬ 
ular  bond  stretching  and  combination  bands 
(1,000-2,500  nm).  Generally,  only  the  first,  sec¬ 
ond,  and  third  overtones  can  be  detected,  and 
then  only  at  high  concentrations  of  the  absorb¬ 
ing  species,  because  intensity  drops  off  rapidly 
with  overtone  order.  The  absorption  bands  are 
broad  and  easily  influenced  by  hydrogen  bond¬ 
ing  and  temperature  effects,  and  show  sub¬ 
stantial  overlap.  NIR  spectroscopy  is  therefore 
somewhat  empirical  and  is  not  particularly 
suited  for  the  identification  of  specific  chemi¬ 
cal  species.  On  the  other  hand,  NIR  is  attrac¬ 
tive  for  quantitative  spectroscopy  since  the 
spectra  in  that  region  are  less  affected  by  wa¬ 
ter,  thereby  allowing  pathlengths  of  1  mm  to  1 
cm  to  be  used.7  Additionally,  it  is  in  this  region 
that  light  penetrates  on  the  order  of  centime¬ 
ters  into  the  skin,  the  co-called  “optical  win¬ 
dow.  ”  Multivariate  statistical  techniques  allow 
quantitative  spectral  analysis. 

Glucose  has  been  quantified  in  aqueous  so¬ 
lutions,  whole  blood,  and  tissue  phantoms,  and 


across  the  finger  and  other  body  parts  (includ¬ 
ing  the  tongue67),  and  this  research  has  been 
extensively  reviewed.7’8,12,13  There  is  signifi¬ 
cant  commercial  activity  in  the  development  of 
the  NIR  approach  for  noninvasive  glucose 
monitoring  (Table  2).  Such  development,  how¬ 
ever,  is  confronted  with  the  significant  chal¬ 
lenge  of  producing  a  user-friendly,  and  ideally 
portable,  device  that  works  reliably  in  vivo. 
Making  the  transition  from  well-controlled 
model  systems  in  the  laboratory  to  real-world 
measurements  on  a  fingertip  or  earlobe  has  not 
proved  straightforward.8 

In  addition,  as  shown  in  Figure  10,  other  sub¬ 
stances  in  the  body  (proteins,  urea,  cholesterol, 
alcohols,  etc.)  have  overlapping  spectra  with 
glucose  and  complicate  the  calibration  pro¬ 
cess.45  Blood  flow  and  its  pulsatile  nature,  fur¬ 
thermore,  cause  the  optical  pathlength  and 
hence  the  measured  glucose  concentration  to 
vary.10,51  In  addition,  the  widely  variable  opti¬ 
cal  properties  of  tissue  in  the  NIR,  coupled  with 
the  fact  that  the  glucose  signal  is  low  for  con¬ 
centrations  in  the  physiological  relevant  range, 
remain  an  important  challenge.  Despite  ongo¬ 
ing  progress,32,39,1 10-1  12  therefore,  the  technol¬ 
ogy  has  a  long  way  to  go  before  it  will  provide 
reliable  glucose  monitoring  devices  for  patient 
use. 

Kromoscopy 

An  alternative  method,  called  “Kro¬ 
moscopy,”43  is  an  analogue  of  human  colour 
perception.  Unlike  the  classical  NIR  approach 


of  analyzing  spectra  for  glucose  absorption  at 
distinct  wavelengths,  kromoscopy  works  di¬ 
rectly  with  the  relative  intensities  of  overlap¬ 
ping  responses  from  four  detectors,  which 
record  spectra  over  broad,  different  wave¬ 
length  ranges.  Signals  are  processed  by  vector 
analysis,  which  is  reported  to  enhance  the  dif¬ 
ferentiation  between  analyte  and  interferents.43 
Recent  work  has  shown  that  the  magnitude  of 
the  kromoscopic  signal  is  produced  by  “water 
displacement,”  whereby  an  increase  in  the 
glucose  concentration  yields  a  lower  ab¬ 
sorbance.113  This  is  due  to  the  fact  that  an  in¬ 
creased  number  of  glucose  molecules  in  the  op¬ 
tical  path  means  a  greater  displacement  of 
water;  as  water  has  higher  absorptivity  than 
glucose,  an  increase  in  the  level  of  sugar  means 
a  lower  overall  absorbance.  However,  water 
displacement  is  unspecific  and  makes  calibra¬ 
tion  complicated.13  Nevertheless,  urea  and  glu¬ 
cose  have  been  distinguished  in  binary  solu¬ 
tions,113  suggesting  that  the  method  may  be 
feasible  in  vivo.114  Further  work  has  discussed 
calibration  in  vitro  and  in  vivo  and  has  deter¬ 
mined  the  influences  of  temperature,  scatter¬ 
ing,  and  other  factors  on  kromoscopic  mea¬ 
surements.115-118 

Thermal  infrared  measurements 

The  strong  dependence  of  the  infrared  signal 
on  temperature  presents  a  significant  source  of 
error  for  reflectance  measurements.  However, 
this  apparent  thermo-optical  response  of  the 
skin  can  also  provide  an  opportunity.  Indeed, 
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FIG.  10.  NIR  absorbance  of  interfering  substances  for  glucose  measurements.  A:  Whole  blood  and  water.  B:  Albu¬ 
min,  urea,  and  cholesterol  in  comparison  with  glucose.  Redrawn  with  permission  from  Heise.12 
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proach.7'8’12 1-123  Raman  scattering  is  observed 
when  monochromatic  radiation  is  incident 
upon  optically  transparent  media.  As  well  as 
the  transmitted/ absorbed  radiation,  a  portion 
of  the  light  is  scattered.  Most  of  the  latter  is  elas¬ 
tically  scattered  at  the  same  wavelength.  How¬ 
ever,  some  of  the  incident  light  of  frequency 
vo  =  c/Ao  is  inelastically  scattered  at  frequen¬ 
cies  equal  to  vq  ±  vj.  The  loss  (Stokes  shift)  or 
gain  (anti-Stokes  shift)  of  photon  energy  is  due 
to  transitions  between  the  rotational  and/or  vi¬ 
brational  energy  states  within  the  scattering 
molecule.  In  most  cases,  Raman  bands  of  in¬ 
terest  are  shifted  to  longer  wavelengths  relative 
to  the  excitation  wavelength.  The  observed 
shifts  Vj  are  independent  of  the  excitation  fre¬ 
quency  vo  and  are  very  characteristic  of  the 
scattering  molecule.  Like  infrared,  therefore, 

Raman  spectra  exhibit  highly  specific  bands, 
which  can  be  used  to  identify  and  quantify  a  ^ — - 

molecule.  Figure  11  shows  a  Raman  spectrum  <(F11 
for  glucose  in  water.  Because  of  anharmonic  os-  — " 

cillations  of  dipoles  (such  as  those  for  water), 
overtone  frequencies  are  apparent  as  well  as 
fundamental  vibrations.  In  contrast  to  the  in¬ 
frared,  though,  the  Raman  overtones  are  much 
weaker.  Raman  spectra  are  therefore  much 
simpler,  and  water  causes  much  less  interfer¬ 
ence.  The  Raman  signal  itself  is  nevertheless 
weak,  and  only  recently  have  highly  sensitive 
detectors  been  developed  for  the  quantitative 
measurement  of  physiological  glucose  levels 
by  Raman  spectroscopy.7 


a  new  method  is  based  on  the  assumption  that 
glucose  concentrations  in  tissue  have  a  quanti¬ 
tative  effect  on  the  cutaneous  microcircula¬ 
tion.45  Controlled,  periodic  temperature  varia¬ 
tion  enhances  this  effect  and  induces  periodic 
vasoconstriction  and  vasodilatation,  together 
with  concomitant  changes  in  light  scattering  by 
the  skin.  The  reflectance  signal  is  collected  from 
different  tissue  depths  and  is  then  correlated 
with  glucose  values.  Based  on  a  calibration  via 
an  OGTT,  glucose  concentrations  were  pre¬ 
dicted  in  three  volunteers  following  the  inges¬ 
tion  of  different  test  meals.  While  the  predic¬ 
tion  was  good  for  another  OGTT,  unconvincing 
data  were  obtained  following  high  protein  or 
low  carbohydrate  ingestion.  Considerable  im¬ 
provement  is  necessary,  therefore,  to  properly 
validate  this  approach  for  routine  use. 

Thermal  emission  spectroscopy  correlates 
MIR  emission,  which  depends  on  absolute 
body  temperature  and  tissue  composition,  with 
blood  glucose  levels.46  Enhanced  sensitivity  for 
glucose  detection  is  theoretically  possible  as  the 
information  from  the  fingerprint  region  is  used. 
In  20  subjects,  thermal  emission  from  the  tym¬ 
panic  membrane  allowed  development  of  a  cal¬ 
ibration  model,  which  was  then  used  to  predict 
serum  glucose  levels  in  six  further  volunteers. 
Good  correlation  (r  =  0.87)  was  found,  with  all 
data  falling  in  zones  A  and  B  of  a  Clarke  Error 
Grid. 

An  alternative  approach47  is  also  based  on 
“black  body  radiation,”  which  changes  when  a 
temperature  gradient  is  established  across  the 
tissue.  Emission  features  at  two  different  wave¬ 
lengths — one  representing  a  maximum  for  glu¬ 
cose  absorption,  the  other  a  minimum — are 
recorded  at  different  temperatures;  a  phase 
shift  between  the  two  signals  is  produced  that 
is  proportional  to  the  increase  in  glucose  con¬ 
centration  in  the  tissue.  To  date,  however,  the 
method  has  only  been  tested  on  tissue  phan¬ 
toms. 

Raman  spectroscopy 

Raman  spectroscopy  is  a  powerful  tool  for 
studying  a  variety  of  biological  molecules  and 
tissues  and  is  complementary  to  infrared.119,120 
Logically,  it  is  also  being  considered  as  a  po¬ 
tential  noninvasive  glucose  monitoring  ap- 


FIG.  11.  Typical  Raman  spectrum  for  glucose  in  aque¬ 
ous  solution.  The  Raman  spectrum  is  shown  as  vibra¬ 
tional  intensity  versus  shift  in  wavenumbers  from  the  514 
nm  excitation  wavelength.  The  background  signal  from 
water  has  been  subtracted.  Redrawn  with  permission 
from  McNichols  and  Cote.7 


Because  of  the  high  background  fluorescence 
in  the  skin  and  underlying  tissues  (from  pro¬ 
teins  and  other  molecules),  the  eye  has  been 
suggested  as  site  for  glucose  measurements  by 
Raman  spectroscopy  (Fig.  12). 122-124  As  for  in¬ 
frared  methodologies,  the  use  of  multivariate 
statistical  techniques  and  advances  in  instru¬ 
mentation  have  increased  significantly  the  fea¬ 
sibility  of  this  idea.122'125,126  The  primary  draw¬ 
back  concerns  the  laser  power  necessary.8  To 
prevent  injury,  the  power  must  be  low,  but  this 
decreases  the  signal-to-noise  ratio.  While  the 
high  background  fluorescence  can  be  circum¬ 
vented  by  the  use  of  longer  excitation  wave¬ 
lengths,  the  intensity  of  the  Raman  signal  falls 
off  with  decreasing  frequency  as  a  function  of 
vo4.  Therefore,  the  optimal  wavelength  is  a 
compromise  between  minimizing  fluorescence 
and  maintaining  the  Raman  signal.  In  addition, 
for  the  precise  quantification  of  glucose  levels 
in  vivo,  the  presence  of  other  compounds  that 
have  overlapping  Raman  spectra  must  be  taken 
into  consideration  (similar  to  infrared).  Recent 
work  using  a  confocal  Raman  microscope  on 
an  in  vitro  model  for  the  anterior  chamber  of 
the  eye  has  shown  that  glucose  can  be  deter¬ 
mined  with  clinically  acceptable  precision  in 
the  presence  of  the  principal  interfering  sub¬ 
stances,  namely,  urea,  ascorbate,  and  lactate.122 
However,  safety  and  clinical  efficacy  remain  to 
be  assessed  in  vivo.  Lastly,  increased  sensitiv¬ 
ity  for  glucose  measurements  can  be  achieved 


FIG.  12.  Optical  sensing  in  the  anterior  chamber  of  the 
eye.  A  typically  proposed  light  path  is  shown,  whereby 
incident  light  passes  through  and  interacts  with  the  aque¬ 
ous  humour.  Redrawn  with  permission  from  McNichols 
and  Cote.7 


with  surface-enhanced  Raman  scattering.127 
This  approach,  however,  is  invasive  and  would 
require  implantation  of  a  glucose  binding  sen¬ 
sor  in  the  eye  or  subcutaneous  tissue. 

Polarimetry 

Polarimetric  quantification  of  glucose  is 
based  on  the  phenomenon  of  optical  rotatory 
dispersion,  whereby  a  chiral  molecule  in  aque¬ 
ous  solution  rotates  the  plane  of  linearly  po¬ 
larized  light.  This  rotation  is  due  to  a  difference 
in  the  indices  of  refraction  (ni  and  or)  for,  re¬ 
spectively,  left  and  right  circularly  polarized 
light  passing  through  a  solution  of  the  mole¬ 
cule  in  question. 

The  net  rotation  is  expressed  as: 

$  =  ttAxlxc  (3) 

where  ax  is  the  specific  rotation  in  degrees 
dm-1  (g/mL)_1  at  wavelength  A,  1  is  the  path- 
length  (in  dm),  and  c  is  the  concentration  (in 
g/L) .  Glucose  in  the  body  is  dextrorotatory  and 
has  a  specific  rotation  of  +52.6°  dm-1 
(g/mL)-1  at  the  sodium  D-line  of  589  nm.  Be¬ 
sides  the  parameters  given  in  the  equation,  the 
rotation  depends  on  the  temperature  and  the 
pH  of  the  solvent. 

For  polarimetry  to  be  used  for  noninvasive 
glucose  measurements,  the  signal  must  be  able 
to  pass  from  the  source,  through  the  body,  and 
then  to  a  detector  without  total  depolarization 
of  the  beam.  But,  maintaining  polarization  in¬ 
formation  as  the  beam  passes  through  tissue 
that  may  be  as  thick  as  1  cm,  and  which  in¬ 
cludes  skin,  is  not  feasible.  The  polarimetric  de¬ 
vice  would  have  to  measure  millidegree  rota¬ 
tions  under  conditions  of  >95%  depolarization 
of  the  light  due  to  scattering.  At  the  very  least, 
this  criterion  demands  a  tissue  thickness  less 
than  4  mm,  rendering  the  polarimetric  mea¬ 
surement  of  glucose  originating  from  the  ISF 
unrealistic.128 

Alternatively,  the  polarimetric  measurement 
of  glucose  in  the  eye  is  reasonable.7  129-132  For 
a  normal  glucose  level  of  100  mg/dL  (5.55 
mM),  an  optical  rotation  of  — 4.562  millidegrees 
per  optical  pass  would  be  observed,  given  a 
specific  rotation  of  glucose  of  45.62°  dm-1 
(g/mL)-1  at  633  nm  and  a  pathlength  of  1  cm. 
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The  latter  corresponds  to  the  approximate 
width  of  the  anterior  chamber  of  the  eye  (Fig. 
12).  Before  this  approach  can  be  considered  vi¬ 
able  for  glucose  monitoring,  however,  the  con¬ 
founding  rotation  due  to  corneal  birefringence 
and  the  variation  in  this  rotation  because  of  ar¬ 
tifacts  due  to  eye  motion  must  be  addressed.8 
Recent  work  is  attempting  to  systematically  re¬ 
solve  this  challenge  via  a  better  characteriza¬ 
tion  of  the  problem  and  the  development  of 
new  configurations.133-136  And,  once  more,  the 
lag  time  between  glucose  concentrations  in  the 
blood  and  those  in  the  aqueous  humor  needs 
to  be  assessed  if  accurate  measurements  of  gly- 
caemia  are  to  be  made  in  the  eye.137 


Scattering 

As  described  previously,  light  scattering  is 
the  other  major  optical  interaction  with  tissue. 
In  the  NIR,  scattering  dominates  over  absorp¬ 
tion.138139  The  scattering  properties  of  a  tissue 
depend  on  the  relative  refractive  indices  (“mis- 
^ — '-v  match”)  of  the  scattering  particle  (r^)  and  the 

(  FI  3  V-  medium  (ni)  (Fig.  13A).  If  n2  is  greater  than  ni. 
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FIG.  13.  Glucose  measurements  by  light  scattering.  A: 
Scattering  in  turbid  media  depends  on  the  ratio  of  re¬ 
fractive  indices  of  the  solvent  (n\)  and  the  scattering  par¬ 
ticles  (n2).  Scattering  increases  with  a  rising  mismatch  of 
refractive  indices.  B:  An  increase  in  glucose  concentration 
in  vivo  increases  the  refractive  index  of  blood  and  ISF  (nj), 
while  the  refractive  index  of  the  scattering  particles  in  the 
skin  fe)  is  not  affected.  Because  of  the  lower  mismatch 
of  refractive  indices,  light  scattering  is  therefore  de¬ 
creased.  Redrawn  with  permission  from  Heinemann  and 
Schmelzein-Redeker.51 


significant  scattering  occurs;  as  the  ratio  n2/ni 
falls,  scattering  decreases,  and  when  n2  equals 
ni,  the  scattering  suspension  is  transparent.  In 
vitro  studies  of  turbid  suspensions  containing 
different  levels  of  glucose  have  confirmed  that 
increasing  the  glucose  concentration  results  in 
decreased  scattering.138'139  In  vivo,  as  the  glu¬ 
cose  level  is  raised,  the  refractive  indices  of 
blood  and  ISF  increase,  while  the  refractive  in¬ 
dex  of  the  scattering  particles  in  the  skin  re¬ 
mains  unchanged  (Fig.  13B).  Thus,  the  mis¬ 
match  of  the  refractive  indices  is  reduced,  and 
scattering  decreases.  The  opposite  is  observed 
when  glucose  levels  fall.140,141 

Proof-of-concept  for  this  approach  has  been 
demonstrated  in  healthy  subjects  and  patients 
with  diabetes,  using  a  custom-built  optical  sys¬ 
tem  operating  at  four  different  wave¬ 
lengths.51'52  The  decrease  in  the  scattering  co¬ 
efficient  was  approximately  1.0%  per  5.5  mM 
increase  in  blood  glucose  concentration  and 
was  relatively  independent  of  the  wavelength 
studied.  However,  considerable  inter-individ¬ 
ual  differences  in  the  scattering  coefficient  were 
reported,  and  drifting  sensor  responses,  vary¬ 
ing  up  to  2%  over  a  4-h  period,  were  observed. 
Following  an  OGTT,  73%  of  the  predicted  glu¬ 
cose  values  were  acceptable  (defined  as  r> 
0.75),  and  no  differences  between  patients  with 
diabetes  and  healthy  individuals  were  ob¬ 
served.  Sources  of  error  included  changes  in 
the  skin-sensor  interface  as  a  function  of  time, 
motion  artifacts,  temperature,  and  other  phys¬ 
iological  factors  that  altered  the  scattering 
properties  in  a  manner  independent  of  glucose 
levels.  A  1  m M  increase  in  glucose  concentra¬ 
tion  was  calculated  to  be  equivalent  to  a  0.2% 
increase  in  water  content,  a  0.1%  increase  in 
protein  level,  or  a  0.2%  decrease  in  tempera¬ 
ture.13'51  It  follows  that  careful  calibration  is  es¬ 
sential  to  avoid  artifactual  results.  Neverthe¬ 
less,  the  development  of  a  small  portable 
device  makes  this  approach  promising,  and 
further  in  vivo  data  on  a  larger  study  popula¬ 
tion  can  be  expected. 


Optical  coherence  tomography  (OCT) 

A  more  sophisticated  scattering  technique  is 
OCT.  The  method  was  first  introduced  to  per¬ 
form  tomographic  imaging  of  the  eye142  and  is 
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now  being  actively  developed  for  many  diag¬ 
nostic  applications.  An  OCT  system  is  a  Michel- 
son  interferometer  comprising  a  low  coherent 
laser  source,  an  in-depth  scanning  system,  a 
sampling  device,  and  a  photodiode.  After  the 
skin  is  irradiated  with  coherent  light,  the 
backscattered  radiation  is  recorded.  Scattered, 
coherent  light  (with  the  same  phase  but  a  dif¬ 
ferent  optical  pathlength)  interferes  with  light 
from  the  incident  source  and  provides  infor¬ 
mation  on  the  probed  tissue  depth.  This  allows 
two-dimensional  examination  of  the  tissue  to  a 
depth  of  1  mm  and  lateral  scans  with  high  res¬ 
olution  (about  10  /u,m  or  less).143 

For  the  determination  of  glucose  levels,  the 
analysis  is  focused  on  the  dermis,  where  a 
change  in  the  OCT  signal  indicates  a  modified 
scattering  coefficient  and,  hence,  a  different  an¬ 
alyte  concentration.  The  method  was  tested 
first  in  phantoms  and  in  animals,144  and  then 
in  healthy  volunteers  during  an  OGTT.145 
Good  correlation  (0.8  ^  r  ^  0.95)  between 
blood  glucose  and  the  OCT  signal  was  found: 
A  difference  of  10  mg/dL  (0.56  mM)  glucose 
corresponded  to  an  average  change  of  1.9%  in 
the  OCT  signal.  Error  sources  are  the  same  as 
those  seen  in  all  scattering  approaches,  includ¬ 
ing,  for  example,  motion  artifacts  and  tissue 
heterogeneity.  Animal  models  have  pointed 
out,  in  particular,  the  impact  of  motion  artifacts 
and  the  presence  of  interfering  species.143 
However,  changes  in  the  levels  of  urea,  KC1, 
and  NaCl,  as  well  as  moderate  temperature 
(±1°C),  blood  pressure,  heart  rate,  and  hemat¬ 
ocrit  fluctuations,  did  not  significantly  alter  the 
glucose  signal.  This  method  has  potential, 
therefore,  for  accurate  glucose  monitoring  and 
has  the  advantage  of  operating  at  a  laser  power 
that  is  safe.  For  glucose  monitoring  applica¬ 
tions,  studies  in  large  populations  and  minia¬ 
turization  of  the  apparatus  without  loss  of  sen¬ 
sitivity  are  now  required. 

Occlusion  spectroscopy 

Occlusion  spectroscopy  is  a  scattering  tech¬ 
nique  that  exploits  the  pulsatile  nature  of  blood 
circulation.53,54  Because  of  time-dependent 
erythrocyte  aggregation,  the  average  size  of 
scattering  particles  in  the  blood  increases,  and 
this  results  in  decreased  scattering  and  higher 


transmission  of  light.  For  quantitative  glucose 
measurements,  the  scattering  signal  is  en¬ 
hanced  by  applying  an  over-systolic  pressure 
(“occlusion”)  on  the  finger  of  the  patient  for  in¬ 
tervals  of  2-3  s  with  intermittent  pressure  re¬ 
lease.  Artificial  erythrocyte  aggregation  is  thus 
induced,  and  the  scattering  signal  is  measured. 
In  analogy  to  the  extravascular  response,  the 
change  in  the  scattering  coefficient  in  blood  de¬ 
pends  on  the  mismatch  between  the  erythro¬ 
cyte  and  plasma  refraction  indices,  with  the  lat¬ 
ter  being  related  to  the  blood  glucose  level.  The 
measured  differences  are  wavelength  depen¬ 
dent,  and  scans  over  the  frequency  range  allow 
the  glucose-related  signal  to  be  extracted.  With 
this  method,  hematocrit  and  oxygen  content  of 
blood  can  also  be  measured.54  Glucose  moni¬ 
toring  has  been  demonstrated  on  five  subjects 
with  diabetes.53 

Occlusion  spectroscopy  has  the  advantage  of 
measuring  glucose  in  the  arterial  component  of 
vasculature,  thus  avoiding  important  lag  times 
and  complex  glucose  blood-ISF  kinetics.  Before 
the  method  can  be  widely  applied,  however, 
the  calibration  model  needs  to  be  improved, 
and  possible  interferences  either  from  drugs  in¬ 
fluencing  aggregation  (anticoagulants,  an¬ 
tiplatelet  drugs)  or  postprandially  from  in¬ 
creased  serum  levels  of  nutrients  (free  fatty 
acids,  chylomicrons)  need  to  be  evaluated. 

Photoacoustic  spectroscopy 

The  photoacoustic  effect  involves  the  cre¬ 
ation  of  ultrasonic  waves  by  the  absorption  of 
light.  The  tissue  is  illuminated  with  laser  pulses 
at  selected  wavelengths.  Part  of  the  light  en¬ 
ergy  is  absorbed  and  can  be  dissipated  by  ra¬ 
diative  processes  (re-emission)  or  by  non-ra- 
diative  processes  in  which  the  absorbed  energy 
causes  localized  heating  of  the  sample.  This 
produces  a  small  temperature  rise,  which  de¬ 
pends  on  the  specific  heat  capacity,  and  leads 
in  turn  to  a  volumetric  expansion  of  the  region 
interacting  with  the  light.  Thereby,  an  ultra¬ 
sonic  pressure  pulse  is  generated,  which  can  be 
measured  by  a  piezoelectric  detector.146 

The  application  of  the  technique  for  glucose 
monitoring  is  based  on  the  fact  that  with  in¬ 
creasing  glucose  levels,  the  specific  heat  ca¬ 
pacity  of  a  solution  decreases,  while  the 
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acoustic  velocity  of  the  pulse  increases,  thus  al¬ 
lowing  for  quantification  of  the  analyte.  The 
use  of  MIR  radiation  to  excite  the  sample  suf¬ 
fers  from  the  same  disadvantages  as  classical 
infrared  spectroscopy.  More  recently,  there¬ 
fore,  NIR  wavelengths  have  been  used.  After 
initial  tests  in  aqueous  solutions,  gelatin-based 
tissue  phantoms,  and  whole  blood  sam¬ 
ples,13146  preliminary  in  vivo  studies  in  human 
volunteers  were  performed.147,148  Predicted 
blood  glucose  values,  based  on  individual  cal¬ 
ibration,  showed  good  precision,  but  substan¬ 
tial  baseline  shifts  were  also  observed.148 

Further  in  vitro  experiments  investigated  the 
effect  of  other  blood  analytes  on  the  photo¬ 
acoustic  effect.146  Spectra  of  sodium  chloride, 
cholesterol,  and  bovine  serum  albumin  were 
compared  with  that  of  glucose,  and  each 
showed  a  distinct  photoacoustic  response  after 
subtraction  of  water.  Interferences  with  other 
tissue  components,  however,  remain  to  be 
studied,  and  it  is  anticipated  that  more  sophis¬ 
ticated  methods  of  data  analysis  (chemomet- 
rics),  in  combination  with  other  optical  meth¬ 
ods,  may  be  necessary  for  the  determination  of 
absolute  blood  glucose  levels. 

The  photoacoustic  approach  has  been  devel¬ 
oped  to  the  level  of  a  prototype  wristwatch  de¬ 
vice.5556  Initial  studies  on  10  healthy  subjects 
and  seven  patients  with  diabetes  showed  good 
glucose  prediction,  with  all  data  points  falling 
in  regions  A  and  B  of  a  Clarke  Error  Grid  (r  = 


0.71).  Photoacoustic  measurements  have  a  sen¬ 
sitivity  superior  to  those  of  other  NIR  detection 
methods,13  and  recent  work  underlines  that  the 
photoacoustic  effect  is  coupled  to  the  modified 
scattering  coefficient  in  blood.149-151  Addi¬ 
tional  research  is  needed  in  identifying  inter¬ 
fering  sources  and  optimizing  calibration.57 
Clinical  data  on  a  larger  population  with  the 
prototype  device  (and  more  information  about 
the  apparatus)  are  now  awaited. 


IMPEDANCE  SPECTROSCOPY 

In  contrast  to  the  optical  methods  discussed 
so  far,  impedance  spectroscopy  (also  referred 
to  as  radio-wave  or  dielectric  spectroscopy) 
measures  the  dielectric  properties  of  the  tissue. 
A  small  alternating  current  is  applied,  and  the 
impedance  of  the  tissue  to  the  current  flow  is 
recorded  as  a  function  of  frequency.  In  skin  re¬ 
search,  impedance  spectroscopy  is  a  useful, 
noninvasive  tool  to  assess  transport  properties 
and  hydration  of  the  tissue.152  The  electric 
properties  of  the  skin  can  be  divided  into  a  re¬ 
sistive  component,  which  is  attributed  to  skin 
appendages  (“shunts”),  and  a  capacitive  com¬ 
ponent,  corresponding  to  the  lipid-protein  ma¬ 
trix  of  the  stratum  corneum.  Impedance  spec¬ 
troscopy  over  the  1  Hz-1  kHz  range  allows 
these  two  contributions  to  be  separated.  Skin 
impedance  is  sensitive  to  changes  in  membrane 
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FIG.  14.  Impedance  signal  measured  at  the  skin  surface  compared  with  blood  and  ISF  glucose  concentrations  in  one 
subject.  Redrawn  with  permission  from  Caduff  et  al.29 
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potentials  and,  hence,  to  the  movement  of  ions 
in  the  tissue. 

At  higher  frequencies,  between  1  and  200 
MHz,  the  interfacial  membrane  polarization  of 
erythrocytes  and  other  cell  membranes  (the  co¬ 
called  Maxwell-Wagner  effect)  in  the  dermis 
can  be  studied.  For  glucose  monitoring,  the 
concentration-dependent  interaction  of  glucose 
with  the  erythrocytes  is  measured,  and  results 
in  a  modified  membrane  potential.28 

An  impedance  sensor  has  been  incorporated 
into  a  wristwatch  device,  and  voltage  mea¬ 
surements  over  the  indicated  frequency  range 
allow  the  blood  glucose  concentration  to  be 
predicted  with  a  mean  impedance  change  of 
0.5-0.8  ft  per  1  mM  glucose.29  Glucose  clamp 
experiments  and  OGTT  showed  “good”  corre¬ 
lation  in  five  of  eight  human  volunteers.  Si¬ 
multaneous  microdialysis  measurements  con¬ 
firmed  that  the  glucose-related  signal  is 
^ ^  recorded  from  blood  rather  than  from  the  in- 
FI  4  terstitial  compartment  (Fig.  14).  Error  sources 
" — include  temperature,  sweating,  and  motion  ar¬ 
tifacts.  The  influence  of  the  latter  on  microvas- 
cular  blood  flow  variations  has  been  recently 
addressed.30  Individual  calibration  is  essential 
and  requires  sophisticated  data  acquisition 
over  a  2-day  period.  More  extended  clinical 
data  in  patients  with  diabetes  (for  whom  the 
electrolyte  balance  may  be  different  and  inter¬ 
fere  with  the  measurement)  are  awaited. 


scattering.  For  these  devices,  the  development 
of  appropriate  calibration  models  separating 
the  often  weak  glucose  signal  from  the  complex 
biological  matrix  represented  by  the  skin  is  a 
real  challenge.  It  remains  difficult  to  predict, 
therefore,  exactly  when  a  portable  and  afford¬ 
able  optical  device  will  eventually  provide  sen¬ 
sitive  and  accurate  glucose  measurements. 

Although  a  remarkable  technical  achieve¬ 
ment,  the  GlucoWatch  (like  all  the  technologies 
described  here)  requires  calibration  to  a  blood 
sample  on  at  least  a  daily  basis.  For  some  ap¬ 
proaches,  the  calibration  procedure  is  even 
more  intensive.  Clearly,  the  goal  of  this  field  is 
a  totally  no-invasive  technique  that  can  make 
accurate  measurements  of  glycaemia  in  a  com¬ 
partment  that  is  relevant  for  subsequent  dia¬ 
betes  therapy.  The  ultimate  “Holy  Grail,”  of 
course,  is  an  integrated  device  that  uses  the 
biofeedback  from  glucose  monitoring  to  deter¬ 
mine  insulin  input  dose  and  rate.  The  need  for 
such  a  system  is  clear  in  an  era  when  the  num¬ 
ber  of  individuals  with  diabetes  worldwide  is 
continuing  to  grow  at  an  alarming  level. 
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CONCLUSIONS 

Noninvasive  glucose  monitoring  is  a  broad 
and  fast-moving  field  of  research.  In  the  past  5 
years,  several  techniques  have  made  significant 
progress  or  have  been  newly  developed,  and 
some  have  even  become  available  to  patients. 
From  transdermal  fluid  extraction  approaches, 
glucose-specific  information  is  more  easily  ob¬ 
tained.  However,  some  of  these  methods  must 
still  be  refined  to  exclude  aggressive  extraction 
procedures,  and  must  prove  safety  and  perfor¬ 
mance  on  a  larger  scale.  In  the  optical  field, 
classical  absorption-based  methods  are  still 
hampered  of  a  lack  of  sensitivity,  and  a  num¬ 
ber  of  techniques  have  evolved  as  a  result  to 
exploit  other  tissue  properties  such  as  light 
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ABSTRACT:  Reverse  iontophoresis  is  used  by  the  GlucoWatch®  Biographer  to  non- 
invasively  extract  glucose  across  the  skin,  allowing  a  diabetic’s  glycemia  to  be  evaluated 
every  10  min  over  several  hours.  However,  before  each  use,  the  device  must  be  calibrated 
with  a  blood  sample  assayed  in  the  conventional  way.  The  objective  of  this  study  was  to 
identify  an  approach  by  which  to  avoid  this  invasive  step.  The  dermal  (anodal)  side  of 
porcine  skin  in  vitro  was  bathed  in  buffered  (pH  7.4)  solutions  containing  glucose,  at 
concentrations  from  3  to  10  mM,  and  physiological  levels  of  sodium  chloride.  Constant 
current  was  applied  and  the  cathodal  solution  contacting  the  outer  skin  surface  was 
analyzed  periodically  for  the  quantities  of  Na+  and  glucose  extracted  by  “reverse” 
electromigration  and  electroosmosis,  respectively.  Although  the  extracted  Na+  flux 
was  invariant,  as  expected,  given  the  essentially  fixed  NaCl  concentration  present  in  the 
physiological  system,  the  glucose  samples  reflected  proportionately  the  subdermal 
concentration.  Equally,  the  extracted  flux  ratio  (glucose/sodium)  varied  linearly  with 
the  subdermal  glucose/sodium  concentration  ratio;  knowing  the  gradient  of  this  cor¬ 
relation,  therefore,  means  that  a  measurement  of  the  extraction  flux  ratio  can  be  used 
to  determine  the  subdermal  glucose  concentration  (the  physiological  [Na+]  being 
known  and  fixed).  Thus,  a  refinement  of  the  reverse  iontophoresis  technology  using  the 
simultaneous  determination  of  the  extracted  fluxes  of  the  analyte  of  interest  (glucose) 
and  of  an  “internal  standard”,  whose  level  in  the  biological  system  is  invariant  (Na+), 
may  permit  a  noninvasive  sampling  methodology  free  of  the  need  for  calibration  with  a 
blood  sample.  ©  2003  Wiley-Liss,  Inc.  and  the  American  Pharmacists  Association  J  Pharm  Sci 
92:2295-2302,  2003 

Keywords:  skin;  transdermal;  iontophoresis;  noninvasive  glucose  monitoring;  elec¬ 
troosmosis 


INTRODUCTION 

Frequent  self-monitoring  of  glucose  is  essential 
for  a  safe  and  effective  diabetes  therapy.  Intensified 
insulin  treatment  coupled  to  frequent  monitoring 
significantly  reduces  the  long-term  complications 
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of  diabetes  mellitus,1  but  also  increases  the  risk 
of  hypoglycemic  events.  Conventional  self-test¬ 
ing  methods  require  a  drop  of  blood  for  each 
glucose  measurement,  a  painful  and  inconvenient 
procedure  with  poor  patient  compliance.  Conse¬ 
quently,  there  has  been,  and  continues  to  be,  a 
considerable  investment  in  the  development  of 
noninvasive  and  continuous  glucose  monitoring 
technologies.2 

Iontophoresis  is  one  such  approach,  which  uses 
a  small  electric  current  to  drive  charged  and  highly 
polar  compounds  through  the  skin  at  rates  very 
much  greater  than  their  passive  permeabilities. 
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Two  major  mechanisms  are  involved:  electromi¬ 
gration  and  electroosmosis.3  Electromigration  is 
the  movement  of  small  ions  across  the  skin  and  a 
direct  consequence  of  the  electric  field  applied. 
Electron  fluxes  are  transformed  into  ionic  fluxes 
via  the  electrode  reactions.  Ionic  transport  pro¬ 
ceeds  as  if  through  the  skin  to  maintain  elec¬ 
troneutrality.4  Electroosmosis  is  the  principal 
transport  mechanism  of  uncharged  molecules 
and  of  high  molecular  weight  cations.  The  skin 
is  negatively  charged  at  physiological  pH,  and  is 
thus  permselective  to  positive  ions.5  This  prefer¬ 
ential  passage  of  counterions  induces  an  electro- 
osmotic  solvent  flow  that  carries  neutral  molecules 
in  the  anode-to-cathode  direction.  The  symmetry 
of  iontophoresis  renders  it  useful  not  only  for  drug 
delivery  into  the  body,  but  also  for  the  extraction  of 
endogenous  substances  of  clinical  interest,  and,  in 
particular,  glucose.6 

This  latter  application  has  been  previously 
investigated  in  depth,  and  has  led  to  the  develop¬ 
ment  of  the  GlucoWatch®  Biographer  (Cygnus 
Inc. ,  Redwood  City,  CA) . 7-1 1  The  wrist- worn  device 
monitors  glucose  continuously  for  up  to  13  h,  re¬ 
cording  six  glucose  readings  per  hour.  However, 
before  each  use,  it  must  be  calibrated  with  a  con¬ 
ventional  blood  sample  to  correlate  the  extracted 
glucose  amounts  with  subdermal  levels.  This 
essential  step  has  been  perceived  as  a  disadvan¬ 
tage  despite  the  fact  that  the  GlucoWatch  provi¬ 
des  tremendously  more  information  to  the  diabetic 
than  one  or  two  “finger-sticks”  per  day  (the  current, 
normal  situation).  Right  or  wrong,  the  fact  that 
this  new  advance  does  not  eliminate  the  need  for 
an  invasively  obtained  blood  sample  has  led  some 
to  ask  “why  should  I  invest  in  (admittedly)  a  more 
sophisticated  device  if  I  still  have  to  prick  my  finger 
twice  a  day?”  It  follows  that  a  completely  non- 
invasive  calibration  approach  would  be  beneficial 
and  would  open  the  way,  perhaps,  to  other  appli¬ 
cations  of  the  reverse  iontophoresis  technology. 

The  concept  addressed  here  is  that  of  an  internal 
standard.  As  iontophoresis  is  nonspecific,  many 
ions  and  small  uncharged  species  (that  is,  in  ad¬ 
dition  to  the  analyte  of  interest)  are  moved  across 
the  skin  when  the  current  is  applied.  Instead  of 
detecting  uniquely  the  single-target  substance 
extracted  by  iontophoresis  and  calibrating  its 
transdermal  measurement  via  a  blood  assay,  we 
propose  to  monitor  the  extraction  of  two  species 
simultaneously:  the  compound  of  interest,  the 
temporal  change  in  whose  concentration  is  of 
clinical  importance  (i.e.,  glucose),  and  a  second 
analyte,  the  physiological  concentration  of  which 


is  known  and  essentially  fixed.  If  the  iontophoretic 
transport  of  the  analyte  (A)  and  the  latter  “internal 
standard”  (IS)  are  independent  of  one  another, 
then  their  fluxes  (J)  into  collection  devices  on  the 
skin  surface  should  obey  the  relationship: 

Ja/Jis  =  K*[A}/[IS}  (1) 

where  [A]  and  [7S]  are  the  blood  concentrations  of 
the  two  substances,  and  K  is  a  constant. 

The  aim  of  this  article  is  to  test  this  hypothesis 
in  vitro.  The  sodium  cation,  being  a  major  charge 
carrier  in  the  anode-to-cathode  direction  (i.e.,  from 
the  body  to  the  skin  surface  in  the  case  of  glucose 
monitoring),  was  selected  as  a  candidate  for  the 
internal  standard.  Its  concentration  is  constrained 
to  the  range  125  to  145  mM  in  vivo,  and  usually 
varies  much  less.12  It  satisfies  a  major  criterion, 
therefore,  for  a  suitable  internal  standard. 

In  a  first  set  of  experiments  to  explore  validity  of 
the  IS  idea,  mannitol  replaced  glucose.  Mannitol  is 
nonmetabolizable,  and  is  an  ideal  marker  for  the 
electroosmotic  extraction  of  the  endogenous  sugar 
in  that  its  molecular  weight  (182  Da)  differs  only 
slightly  from  that  of  glucose  (180  Da),  and  it  is 
otherwise  very  similar  physicochemically.  Subse¬ 
quently,  a  second  series  of  studies  showed  that 
glucose  behaved  very  similarly  to  mannitol,  and 
revealed  that  an  ideal  IS  for  the  uncharged  sugar 
would  be  a  similar  polar  nonelectrolyte  of  compar¬ 
able  characteristics. 

MATERIALS  AND  METHODS 
Materials 

[14C]-Mannitol  (specific  activity  51.0  mCi/mmol) 
was  obtained  from  NEN  Life  Science  Products 
(Paris,  France),  and  D-[6-3H]-Glucose  (specific 
activity  30.0  mCi/mmol)  was  purchased  from 
Amersham  Pharmacia  Biotech  (Orsay,  France). 
D-Mannitol,  D-Glueose,  Tris  base  (a,a,a-Tris- 
(hydroxymethyl)-methylamine),  sodium  chloride, 
potassium  chloride,  and  hydrochloric  acid  were 
analytical  grade  and  purchased  from  Sigma 
Aldrich  Co.  (Saint  Quentin  Fallavier,  France). 
Deionized  water  (resistivity  >18.2  Mohm/cm2) 
was  used  to  prepare  all  solutions. 

Skin  Preparation 

Porcine  ears  were  obtained  less  than  2  h  after 
slaughter  of  the  animal  (Societe  d’Exploitation 
d’Abbatage,  Annecy,  France)  and  cleaned  under 
running  cold  water.  The  whole  skin  was  removed 
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carefully  from  the  outer  region  of  the  ear  and 
separated  from  the  underlying  cartilage  with  a 
scalpel.  The  tissue  was  then  dermatomed  to  a 
750-pm  thickness  (Zimmer™  Air  Dermatome, 
Dover,  OH)  and  cut  into  small  squares  (~9  cm2), 
which  were  wrapped  individually  in  Parafilm™ 
and  maintained  at  -20°C  for  no  longer  than 
2  weeks  before  use. 

Reverse  Iontophoresis 

For  practical  reasons  related  to  the  need  for  facile 
exchange  of  the  subdermal  solution  (see  below), 
side-by-side  diffusion  cells  (transport  area  = 
0.78  cm2)  were  used  in  the  iontophoresis  experi¬ 
ments.  The  skin  was  clamped  between  the  two 
half  cells,  with  the  stratum  corneum  side  facing 
the  cathodal  chamber.  Both  chambers  were  in¬ 
itially  filled  with  25  mM  Tris  buffer  pH  7.4  for  a 
1-h  equilibration  period.  Chamber  volumes  were 
1  mL  for  the  anodal  and  3  mL  for  the  cathodal 
side. 

Constant  current  (0.5  mA/cm2)  was  applied  for 
6  hrs  via  Ag/AgCl  electrodes  connected  to  a  custom- 
made  power  supply  (Professional  Design  and 
Development  Services,  Berkeley,  CA)  controlled 
by  Labview™  software  (National  Instruments 
Inc.,  Austin,  TX).  All  experiments  were  performed 
in  quadruplicate,  using  skin  samples  from  at  least 
two  different  pigs. 

In  a  first  series  of  measurements,  mannitol  was 
used  as  a  model  for  glucose.  Its  concentration  in 
the  subdermal  compartment  was  varied  over  a 
range  (3-10  mM)  covering  hypo-  and  hyperglyce¬ 
mic  situations.  Three  experiments  were  perform¬ 
ed,  the  details  of  which  are  summarized  in  Table  1. 


Each  began,  after  the  1-h  equilibration  period, 
with  mannitol  present  in  the  subdermal  (anodal) 
compartment  at  a  nominally  “normal”  concen¬ 
tration  of  5  mM,  and  “spiked”  with  ~0.3  pCi/mL  of 
the  14C-labeled  sugar.  The  background  electrolyte 
was  133  mM  NaCl  and  4  mM  KC1  in  Tris  buffer  at 
pH  7.4;  the  solution  initially  present  at  the  skin 
surface  (cathodal  chamber)  was  fresh  25  mM  Tris 
buffer.  The  iontophoretic  current  was  passed  for 
3  h,  at  which  point  the  subdermal  solution  was 
changed  according  to  the  three  protocols  identified 
in  Table  1.  In  experiments  A  and  B,  the  back¬ 
ground  electrolyte  remained  fixed  while  the  man¬ 
nitol  level  was  either  doubled  (experiment  A),  or 
first  reduced  to  3  mM,  before  being  increased  to 
10  mM  (experiment  B).  For  experiment  C,  the 
mannitol  concentration  was  increased,  decreased, 
and  then  returned  to  5  mM  over  a  3-h  period.  At 
the  same  time,  the  subdermal  NaCl  concentra¬ 
tion  was  varied  between  its  physiological  limits  as 
well  passing  from  133  to  125  mM,  to  145  and  then 
back  to  133  mM.  Each  time  that  the  subdermal 
solution  was  changed  (i.e.,  every  60  min),  the  entire 
contents  of  the  cathodal  chamber  were  withdrawn 
(for  analysis  of  mannitol  and  Na+)  and  replaced 
with  fresh  buffer. 

In  a  second  set  of  measurements,  the  simulta¬ 
neous  reverse  iontophoretic  extraction  of  glucose 
and  mannitol  was  studied.  The  subdermal  solution 
always  contained  10  mM  sugar  comprising  glucose 
at  concentrations  of  10,  7,  5,  3,  and  0  mM  and 
mannitol  levels  of  0,  3,  5,  7,  and  10  mM,  respec¬ 
tively.  3H-glucose  was  “spiked”  into  the  solutions 
at  ~1  pCi/mL,  14C-mannitol  was  added  as  before. 
The  background  electrolyte  was  pH  7.4  Tris  buffer 
containing  133  mM  NaCl  and  4  mM  KC1.  After  a 


Table  1.  Reverse  Iontophoretically  Extracted  Fluxes  (Mean  ±  SD;  n  =  4)  of  Mannitol  and  Sodium  during  Three 
Experiments  in  Which  the  Subdermal  Concentration  Ratio  of  the  Two  Substances  Was  Varied 


Experiment 

Time  (min) 

[Mannitol]  (mM) 

[NaCl]  (mM) 

J Mannitol 

(nmol*cm“2*h-1) 

J Na+° 

(gmol*cm~2*h-1) 

A 

0-180 

5 

133 

25.2  ±4.3 

10.1  ±0.4 

180-360 

10 

133 

63.2  ±6.2 

10.6  ±0.6 

B 

0-180 

5 

133 

27.8  ±4.4 

10.4  ±0.7 

180-240 

3 

133 

14.1  ±2.8 

9.7  ±0.5 

240-300 

10 

133 

48.2  ±8.7 

9.3  ±0.4 

C 

0-180 

5 

133 

28.8  ±1.6 

10.9  ±0.3 

180-240 

10 

125 

52.2  ±4.1 

10.7  ±0.8 

240-300 

3 

145 

15.4  ±0.8 

10.6  ±0.3 

300-360 

5 

133 

29.3  ±0.8 

11.4±0.3 

An  analysis  of  variance  shows  no  significant  difference  was  found  between  sodium  fluxes  in  experiment  C. 
“If  all  the  measured  JNa+  are  considered,  an  overall  coefficient  of  variation  of  6.9%  is  found. 
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1-h  equilibration,  current  was  passed  and  the 
cathodal  chamber  was  sampled  every  hour  as 
before  for  glucose,  mannitol,  and  Na+.  Each  ex¬ 
periment,  during  which  the  subdermal  solution 
remained  unchanged,  lasted  6  h. 

Sample  Analysis 

From  each  3-mL  sample,  a  1-mL  aliquot  was 
analyzed  for  sodium  with  an  ion-selective  elec¬ 
trode  (Ross™  Sure-Flow  Sodium  Combination 
Electrode,  Orion  Research  Inc.,  Boston,  MA)  after 
addition  of  1  mL  of  an  ionic  force  adjustment 
solution  (Orion  Research  Inc.,  Boston,  MA).  The 
remaining  2  mL  were  mixed  with  5  mL  of  scintil¬ 
lation  cocktail  (Ultima  Gold  XR,  Packard  Instru¬ 
ments  SA,  Rungis,  France)  and  then  analyzed  by 
liquid  scintillation  counting  (LS  6500,  Beckmann 
Instruments  France  SA,  Gagny,  France)  for  3H- 
glucose  and/or  14C-mannitol. 

Statistical  Analysis 

The  fluxes  were  determined  as  the  mean  ±  stan- 
standard  deviation  (SD).  Linear  regressions  were 
tested  for  significance  by  ANOVA.  The  constant  K 
values  for  analyte  extraction  (eq.  1)  were  ex¬ 
pressed  as  mean  ±  confidence  interval  (a  =  0.05) 
and  were  compared  with  a  Student’s  two-sided 
t-test. 


RESULTS  AND  DISCUSSION 

A  first,  important  question  to  be  addressed  in  this 
study  was  the  constancy  of  the  reverse  ionto- 
phoretic  extraction  of  Na+,  the  potential  internal 
standard.  The  issue  is  particularly  pertinent  in 
diabetic  patients  because  the  systemic  sodium 
concentration  changes  inversely  with  glucose 
levels.  In  hyperglycemia,  the  blood  sodium  level 
may  fall  to  125  mM,  while  in  hypoglycemia,  the 
concentration  of  this  ion  may  reach  145  mM  to 
maintain  osmolarity.12  The  results  in  Table  1  and 
Figure  1  show  that  the  iontophoretic  extraction 
flux  of  Na+  was  independent  of  its  subdermal  level 
over  the  entire  physiological  range,  and  remain¬ 
ed  effectively  constant  while  mannitol  extraction 
responded  proportionally  to  changes  in  its  “sys¬ 
temic”  concentration. 

Sodium  ions  are  transported  by  electromigration. 
The  total  charge  transported  in  the  iontophoretic 
system  depends  on  the  strength  of  the  applied 
electric  field  and  for  how  long  it  is  applied.  Given 


C) 


Figure  1.  Simultaneous  reverse  iontophoretic  extrac¬ 
tion  fluxes  (mean  ±  SD;  re  =  4)  of  mannitol  (□)  and 
sodium  ( x )  as  a  function  of  time  and  subdermal  mannitol 
concentration  (#)  (see  Table  1).  Note  that  the  standard 
deviations  of  the  sodium  fluxes  are  smaller  than  the 
symbol  size. 

that  iontophoresis  sets  in  motion  a  number  of  ions 
across  the  skin,  the  total  current  is  shared  among 
these  different  carriers.  The  fraction  of  the  total 
current  carried  by  a  specific  ion  is  called  its  trans¬ 
port  number;  the  sum  of  the  transport  numbers  of 
the  ions  moving  in  the  circuit  equals  1.  According 
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to  Faraday’s  law,  the  contribution  of  each  ion  to  the 
total  electrotransport  in  given  by: 

Ji  =  (fI)/(F*zt)  (2) 

where  Ji  is  the  number  of  mol  of  the  ith.  ion  trans¬ 
ported  during  a  time  t ,  2  is  the  valence,  F  is 
Faraday’s  constant,  and  I  is  the  total  current  flow¬ 
ing.  Transport  numbers  are  a  complex  function 
of  the  distribution  and  relative  mobility  of  all  the 
mobile  ionic  species  in  the  membrane  and  are  dif¬ 
ficult  to  predict  theoretically.4  The  average  sodium 
flux  in  this  study  was  10.3  (±0.7)  pmol*h_1*cm_2, 
which  corresponds  to  a  transport  number  of  0.55 
(i.e.,  sodium  carried  0.79  out  of  a  total  charge 
transported  of  1.44  Coulombs).  The  value  of  the 
Na+  transport  number  agrees  well  with  an  earlier 
determination,5  for  which  excised  human  skin 
was  used  with  a  similar  buffer  and  background 
electrolyte  (though  without  K+),  and  confirms 
that  this  ion  is  the  major  carrier  of  current  across 
the  membrane. 

Here,  the  Na+  reverse  iontophoretic  extraction 
flux  did  not  change  significantly  despite  either  a 
6%  decrease  or  a  9%  increase  in  the  subdermal 
concentration.  That  is,  we  are  not  able  to  detect 
any  redistribution  of  the  responsibility  for  carry¬ 
ing  the  current  when  this  moderate  level  of  fluc¬ 
tuation  in  the  “systemic”  sodium  concentration 
occurs.  Perhaps  this  is  not  too  surprising,  given 
that,  in  the  physiological  milieu,  Na+  is  present  at 
a  30-  to  100-fold  higher  concentration  than  those  of 
its  logical  competitors,  such  as  K+,  Ca2+,  or  Mg24. 
The  result  is  also  consistent  with  a  previously  pub¬ 
lished  relationship  between  t^a+  and  concentra¬ 
tion,13  which  showed  that  the  fraction  of  current 
carried  by  Na+  increased  with  concentrations  up 
to  50  mM,  but  then  remained  constant.  An  im¬ 
portant  next  step,  therefore,  is  to  confirm  this 
independence  of  tNa+  in  vivo. 

Mannitol  and  glucose  are  neutral  molecules 
and  were  transported  by  electroosmosis,  the  con¬ 


vective  movement  of  solvent  that  occurs  through  a 
charged  membrane  in  response  to  the  preferential 
passage  of  counterions  when  an  electric  field  is 
applied.  The  isoelectric  point  of  the  pig  skin  model 
in  this  work  is  ~4.414  (similar  to  human  skin, 
~4.8),  therefore,  at  physiological  pH,  the  mem¬ 
brane  carries  a  net  negative  charge,  and  electro- 
osmotic  flow  moves  in  the  anode-to-cathode 
direction.5  Convective  transport  of  a  neutral  mole¬ 
cule  is  directly  proportional  to  its  concentration, 
and  the  mannitol  fluxes  determined  here  conform 
to  this  behavior  (Table  1  and  Figure  1).  It  should  be 
noted,  however,  that  the  mannitol  extraction  also 
“drifted”  (usually)  upwards  when  the  subdermal 
concentration  remained  fixed  for  a  relatively  long 
time  (see,  e.g.,  Figure  1A).  This  may  be  due  to  an 
increase  in  the  underlying  passive  permeability  of 
the  barrier  as  has  been  proposed  in  earlier  work 
examining  electroosmotic  transport.15 

The  second  series  of  experiments  first  confirmed 
that  the  results  obtained  for  mannitol  were  excel¬ 
lent  predictors  of  the  electrotransport  of  glucose 
(Table  2) .  Despite  the  fact  that  the  mannitol  values 
are  consistently,  albeit  slightly,  higher  than  those 
for  glucose  (a  fact  attributed  principally  to  the 
higher  counting  efficiency  of  14C  compared  to  3H), 
these  differences  only  attained  statistical  signifi¬ 
cance  at  a  concentration  of  7  mM  (Table  2).  It  is 
noted  that  the  radioactivity  detected  at  the  skin 
surface  in  the  glucose  experiments  must  corre¬ 
spond  to  glucose  itself.  Although  metabolism  of 
glucose  is  possible,  of  course,  the  metabolites,  pri¬ 
mary  lactate,  are  negatively  charged,  and  would 
therefore  not  be  extracted  towards  the  cathodal 
compartment. 

It  is  worth  noting  that,  with  a  subdermal  con¬ 
centration  of  3  mM,  the  reverse  iontophoretic 
extraction  fluxes  of  mannitol  and  glucose  after 
6  h  of  current  passage  were  20.0  (±2.3)  and  19.7 
(±1.2)  nmol*cm_2*h_1,  respectively.  Recently, 
under  similar  experimental  conditions,  but  using 


Table  2.  Reverse  Iontophoretic  Extraction  Fluxes  (Mean  ±  SD;  n  =  4)  of  Glucose  and 
Sodium  (and  Their  Ratios)  as  a  Function  of  Their  Subdermal  Concentration 


Donor  Concentration 
(mM) 

Mannitol  Flux 
(nmol*cm_2*h_1) 

Glucose  Flux 
(nmol*cm_z*h_1) 

Ratio  J glucose/^ Mannitol 

3 

20.0  ±2.3 

19.7  ±1.2 

0.98 

5 

30.9  ±3.3 

28.6  ±2.7 

0.92 

7 

47.7  ±2.9 

41.3  ±3.5 

0.87 

10 

63.2  ±6.2 

60.5  ±10.8 

0.95 

Only  the  values  at  7  mM  are  significantly  different  (p  <  0.05)  between  the  two  sugars.  See  text  for 
further  details. 
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a  HEPES  (N-2-Hydroxyethylpiperazine-N,-2-eth- 
ansulfonic  acid)  buffer  instead  of  Tris,  and  with  a 
concentration  of  only  1  mM,  the  electroosmotic 
flux  of  mannitol  was  found  to  be  3.0  (±1.0)  nmol* 
cm-2*h-1.  Normalization  with  respect  to  concen¬ 
tration  reveals  that  the  convective  solvent  flux 
reported  here  is  about  twofold  greater,  presumably 
due  to  the  differences  in  background  electrolyte. 

The  second  key  objective  was  to  test  the  inter¬ 
nal  standard  hypothesis  represented  by  eq.  1.  The 
ratio  of  the  extracted  flux  of  mannitol  or  glucose  to 
that  of  Na+  (at  each  time  point  measured)  was 
plotted  against  either  the  subdermal  concentra¬ 
tion  of  the  corresponding  sugar  or  against  the  ratio 
of  the  subdermal  concentrations,  [sugar]/[Na+]. 
The  excellent  correlations  (Figure  2)  show  that  the 
hypothesis  is  validated  and  that  the  constant  K 
in  eq.  1  is  truly  constant.  Similarity  between  the 
results  for  glucose  and  mannitol  is  reinforced  by 
the  fact  that  the  respective  K  values  are  not  statis¬ 
tically  different  (Table  3).  With  a  knowledge  of  this 
constant,  therefore,  it  follows  that  a  measurement 
of  the  extracted  flux  ratio  JgiUcose/«fNa+  permits  the 
subdermal  glucose  concentration  to  be  estimated, 
without  the  need  for  a  blood  sample,  from  the 
rearrangement  of  eq.  1: 

[Glucose]  =  (JGlucoseMNa+)*([Na+]/ir)  (3) 

with  [Na+]  assumed  to  be  fixed  at  a  value  of 
133  mM. 

The  gradients  of  the  plots  in  Figure  2B  (i.e., 
the  values  of  K)  are  much  less  than  1,  reflecting 
the  fact  that  the  iontophoretic  extraction  of  Na+  is 
considerably  more  efficient  than  that  of  a  neutral 
sugar.  This  is  because  the  mechanisms  of  electro¬ 
transport  of  Na+  and  glucose  are  different:  the 
former  is  electromigration,  the  latter  electroosmo¬ 
sis.  As  the  major  charge  carrier  in  the  system,  it  is 
logical  that  Na+  transport  is  driven  most  effici¬ 
ently  by  the  iontophoretic  current. 

Although  it  may  be  logical  to  expect  that  the 
magnitude  of  the  solvent  flow  will  be  related  to  the 
electromigration  of  the  principal  cationic  coun¬ 
terion  across  the  skin,  experimental  evidence  to 


[glucose]  or  [mannitol]  subdermal  (mM) 


Figure  2.  Ratio  of  the  reverse  iontophoretically 
extracted  flux  of  mannitol  (dashed  line,  •)  or  glucose 
(solid  line,  □)  to  that  of  Na+  as  a  function  of  (A)  the 
subdermal  concentration  of  the  corresponding  sugar,  or 
(B)  the  ratio  of  the  subdermal  concentrations,  [sugar]/ 
[Na+],  The  linear  regressions  through  the  data  points 
were:  (A)  for  mannitol,  104  •  <7lnanmtoi/'/rNa+  =  1-55  + 
5.46  •  [mannitol]  (r  =  0.98);  for  glucose,  104  Jg\umsJ 
■Jna+  =  0.23  +  5.31  •  [glucose]  (r  =  0.98);  (B)  for  mannitol, 
=/manmtoi/^Na+  =  0.16  +  0.073  •  ([mannitol]/[Na+])  (r  = 
0.98);  for  glucose,  Jgiucose/t/Na+ =  0.02  + 0.071  • 
([glucose]/[Na+])  (r  =  0.98). 

support  this  contention  is  not  readily  to  hand. 
Self-evidently,  for  a  neutral  analyte  such  as 
glucose,  the  ideal  internal  standard  would  be 
another  uncharged  compound,  of  similar  physio¬ 
logical  properties,  whose  systemic  concentration, 


Table  3.  Values  of  the  Proportionality  Constant  (K)  (Mean  ±95%  Confidence 
Interval)  between  the  Reverse  Iontophoresis  Extraction  Flux  Ratios  of  Analyte  and 
Internal  Standard  and  Their  Corresponding  Subdermal  Concentration  Ratio  (eq.  1) 


Mannitol/Na+ 

Glucose/Na+ 

Glucose/Mannitol 

K 

0.073  +  0.0019 

0.072  ±  0.0027 

0.87  ±0.016 

CV(%) 

14.7 

15.3 

4.2 

n 

113 

64 

48 
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Figure  3.  Ratio  of  the  reverse  iontophoretically 
extracted  flux  of  glucose  to  that  of  mannitol  as  a  function 
the  ratio  of  their  subdermal  concentrations,  [glucose]/ 
[mannitol].  The  linear  regression  through  the  data 
points  was:  Jgiucose/mannitoi  =  0.048  +  0.87  ■  ([glucose]/ 
[mannitol])  (r  =  0.99). 


of  course,  is  essentially  invariant.  We  can  use  the 
experiments  in  which  glucose  and  mannitol  were 
both  extracted  and  analyzed  to  demonstrate  this 
point,  taking  mannitol  as  the  internal  standard. 
Equation  1  then  becomes: 

J glucose  /  J mannitol  =  K*  [glucose]  /  [mannitol]  (4) 

Figure  3  plots  these  results  graphically,  and  now 
we  observe  that  K  approaches  the  “ideal”  value  of 
unity  (Table  3);  the  fact  that  K  —  0.87  is  probably 
due,  as  mentioned  before,  to  the  more  efficient 
quantification  of  14C  relative  to  3H,  rather  than  an 
inherent  difference  between  the  electroosmotic  ex¬ 
traction  of  glucose  and  mannitol.  In  vivo,  of  course, 
mannitol  is  not  a  practical  internal  standard,  and 
a  future  goal  is  the  identification  of  a  sensible 
alternative. 

In  summary,  the  results  presented  here  demon¬ 
strate  the  development  of  the  reverse  ionto¬ 
phoresis  approach  towards  a  truly  noninvasive 
system  that  would  not  require  calibration  with  a 
blood  sample.  This  obvious  advantage  must  be 
weighed  against  the  need  to  identify  a  suitable 
internal  standard  and  the  additional  analytical 
chemistry  necessary  for  the  practical  quantifi¬ 
cation  of  two  extracted  substances.  The  concept 
demonstrated  now  needs  to  be  confirmed  in  vivo, 
in  human  subjects.  Specifically,  it  is  now  essential 
to  determine  whether  (and  how)  K  varies  within 
and  between  subjects,  as  a  function  of  skin  site 
and  condition.  These  objectives  form  the  basis  of 
research  in  progress.  This  work  will  also  deter¬ 
mine  whether  the  apparently  higher  isoelectric 
point  of  human  skin  (relative  to  that  of  the  pig) 


leads  to  a  lower  convective  solvent  flow  at  pH  7.4. 
However,  a  lower  ionic  strength  in  the  cathodal 
chamber,  and  a  higher  pH  (~8,  e.g.),  may  compen¬ 
sate  for  this  difference. 16  Finally,  although  the  pre¬ 
sent  study  has  focused  upon  noninvasive  glucose 
monitoring,  the  generality  of  the  approach  clearly 
suggests  the  use  of  the  idea  in  other  applications, 
such  as  therapeutic  drug  monitoring  and  other 
areas  of  clinical  chemistry.17 
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Background:  The  GlucoWatch®  Biographer  uses  reverse 
iontophoresis  to  extract  glucose  across  the  skin  to  mon¬ 
itor  glycemia  in  diabetes.  The  invasive  daily  calibration 
with  a  conventional  "fingerstick"  has  been  perceived  as 
a  disadvantage.  We  used  an  "internal  standard"  to 
render  the  approach  completely  noninvasive. 

Methods:  The  simultaneous  extraction  of  glucose  and 
sodium  by  reverse  iontophoresis  was  performed  on 
human  volunteers  over  5  h,  and  blood  glucose  was 
measured  in  the  conventional  manner  at  each  collection 
interval.  These  data  were  used  for  each  volunteer  to 
calculate  an  extraction  constant  (K),  which  equals  the 
ratio  of  the  extracted  fluxes  (/Giucose//Na+)  normalized  by 
the  corresponding  ratio  of  the  concentrations  in  the 
blood  ([Glucose]/[Na+]).  The  values  of  K  were  compared 
between  and  within  volunteers. 

Results:  The  iontophoretically  extracted  glucose  flux 
reflected  the  glucose  concentration  profiles  in  the  blood, 
and  sodium  extraction  remained  essentially  constant, 
consistent  with  the  fact  that  its  systemic  concentration 
does  not  vary  significantly.  A  constant  value  of  K  was 
established  for  two-thirds  of  the  study  population. 
However,  the  efficiency  of  glucose  extraction  varied 
seasonally,  whereas  the  reverse  iontophoresis  of  Na+ 
did  not;  i.e.,  variation  in  K  became  apparent. 
Conclusions:  Use  of  the  sodium  ion  as  an  internal 
standard  might  refine  the  determination  of  glycemia  by 
reverse  iontophoresis  without  requiring  calibration 
with  a  blood  sample. 
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New  techniques  that  measure  analytes  in  the  body  non- 
invasively  are  subjects  of  considerable  interest.  The  mon¬ 
itoring  of  blood  sugar,  in  particular,  is  of  great  importance 
because  of  the  large  and  growing  population  of  people 
with  diabetes  who  require  regular  and  accurate  informa¬ 
tion  about  their  plasma  glucose  concentrations.  The  Dia¬ 
betes  Control  and  Complications  Trial  confirmed  that 
blood  glucose  control  can  reduce  the  long-term  complica¬ 
tions  of  diabetes  (1).  Conventional  self-testing  methods 
require  a  blood  sample,  typically  from  the  fingertip,  a 
painful  and  inconvenient  procedure  with  poor  patient 
compliance.  Consequently,  there  is  considerable  invest¬ 
ment  of  resources  at  present  in  the  development  of 
noninvasive  and  continuous  glucose  monitoring  technol¬ 
ogies  (2). 

One  such  approach  is  iontophoresis,  which  uses  a 
small  electric  current  to  drive  charged  and  highly  polar 
compounds  across  the  skin  at  rates  very  much  greater 
than  their  passive  permeabilities.  Two  major  transport 
mechanisms  are  involved:  electromigration  and  electroos¬ 
mosis.  Electromigration  is  the  movement  of  small  ions 
across  the  skin  under  the  direct  influence  of  an  electric 
field.  Electron  fluxes  are  transformed  into  ionic  fluxes  by 
the  electrode  reactions,  and  ionic  transport  proceeds 
through  the  skin  to  maintain  electroneutrality.  The  total 
charge  transported  depends  on  the  strength  of  the  electric 
field  and  the  duration  of  application.  Iontophoresis  sets  in 
motion  several  ions  across  the  skin,  and  all  of  them 
compete  to  carry  a  fraction  of  the  current.  The  contribu¬ 
tion  of  each  ion  to  charge  transport  is  called  the  transport 
number,  the  sum  of  which  equals  1.  According  to  Fara¬ 
day's  law,  the  flux  of  each  ion  in  the  iontophoretic  circuit 
is  given  by: 


where  /,  is  the  flux  of  the  zth  ion,  f,  is  its  transport  number, 
and  z,  is  the  valence;  F  is  Faraday's  constant;  and  I  is  the 
total  current.  Transport  numbers  depend  on  the  relative 
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mobilities  and  concentrations  of  all  mobile  ions  in  the 
iontophoretic  system  and,  given  that  NaCl  is  the  principal 
extracellular  electrolyte  in  the  body,  Na+  and  Cl-  carry  a 
major  fraction  of  the  current  in  iontophoresis. 

Electroosmosis  is  the  principal  transport  mechanism  of 
uncharged  molecules  and  of  high-molecular-weight  cat¬ 
ions.  The  skin  is  negatively  charged  at  physiologic  pH  and 
acts,  therefore,  as  a  permselective  membrane  to  cations. 
This  preferential  passage  of  counterions  induces  an  elec- 
troosmotic  solvent  flow  that  may  carry  neutral  molecules 
in  the  anode-to-cathode  direction.  The  volume  flow,  Jv 
[volume /(time  •  area)]  is  predicted  (3)  to  be  proportional 
to  the  potential  gradient  (-d4>/dr)  established  by  the 
electric  field: 

/  -d< P\ 

dx  )  (2) 


of  interest,  the  temporal  change  in  concentration  of  which 
is  of  clinical  importance  (i.e.,  glucose),  and  a  second 
analyte,  the  physiologic  concentration  of  which  is  known 
and  essentially  fixed.  If  the  iontophoretic  transport  of  the 
analyte  (A)  and  the  latter,  "internal  standard"  (IS),  are 
independent  of  one  another,  then  their  fluxes  (/)  out  of  the 
skin  should  obey  the  relationship: 


!±  =  KX^L 

Jis  CIS] 


where  [A]  and  [IS]  are  the  blood  concentrations  of  the  two 
substances,  and  K  is  a  constant.  The  Na+  ion,  being  a 
major  charge  carrier  in  the  anode-to-cathode-direction, 
was  selected  as  a  potential  internal  standard.  Previously,  aq;  g 
we  have  shown  in  vitro  (11)  that  the  relationship  in  Eq.  4 
is  obeyed  even  when  the  subdermal  Na+  concentration 


where  LVE  is  the  electroosmotic  flow  coefficient  describing 
the  direction  and  the  magnitude  of  the  volume  flow.  The 
molar  flux  of  a  solute  j  present  at  a  molar  concentration  c; 
is  then: 

/;  =  Jv  X  Cj  (3) 

Electroosmosis  depends  on  the  charge  on  the  membrane 
and  may  be  modified  by  solutions  (e.g.,  by  their  pH)  that 
"couple"  the  electrodes  to  the  skin,  thereby  changing  the 
value  of  Lve. 

In  clinical  chemistry,  iontophoresis  has  already  been 
established  as  a  tool  used  in  the  diagnosis  of  cystic  fibrosis 
(whereby  pilocarpine  is  administered  to  test  the  secre- 
tional  function  of  the  sweat  glands)  (4).  The  symmetry  of 
iontophoresis  renders  it  useful  not  only  for  the  delivery  of 
drugs,  but  also  for  the  extraction  of  endogenous  sub¬ 
stances  of  clinical  interest  and,  in  particular,  glucose  (5). 

This  latter  application  has  been  investigated  in  depth 
and  has  led  to  the  development  of  the  GlucoWatch® 
Biographer  (Cygnus  Inc.)  (6-10).  The  wrist-worn  device 
monitors  glucose  continuously  for  up  to  13  h,  recording 
six  glucose  readings  per  hour.  However,  the  device  needs 
to  be  calibrated  against  blood  glucose  from  the  fingertip 
to  correlate  the  extracted  glucose  amounts  with  subder¬ 
mal  concentrations.  This  essential  step  has  been  perceived 
as  a  disadvantage  despite  the  fact  that  the  GlucoWatch 
provides  tremendously  more  information  to  the  individ¬ 
ual  with  diabetes  than  (the  typical)  one  or  two  fingersticks 
per  day.  A  completely  noninvasive  calibration  approach 


was  allowed  to  vary  over  its  maximum  physiologic  range 
(125-145  mmol/L). 

The  aim  of  the  research  described  here  is  to  test  the 
internal  standard  hypothesis  in  vivo.  The  following  ques¬ 
tions  were  addressed:  (a)  what  is  the  flux  ratio  /gic//Na+  in 
vivo,  ( b )  can  a  common  proportionality  constant  K  be 
established  for  a  subject  population,  (c)  how  accurate  is 
the  prediction  of  blood  glucose  when  using  the  internal 
standard  concept,  and  (d)  what  is  the  significance  of  inter- 
and  intraindividual  variability  with  respect  to  ionto¬ 
phoretic  extraction?  In  addition,  the  potential  utility  of 
potassium  as  another  cationic  internal  standard  was  ex¬ 
amined. 

Materials  and  Methods 

STUDY  POPULATION 

Fourteen  nondiabetic  individuals  (age  range,  25-39  years; 
4  males  and  10  females)  with  no  history  of  skin  diseases 
participated  in  the  study.  Informed  consent  was  obtained, 
and  the  study  protocol  had  been  approved  by  the  internal 
review  board  of  the  University  of  Geneva  in  accordance 
with  the  principles  outlined  in  the  Declaration  of  Helsinki. 
In  total,  42  experiments  were  performed:  8  individuals 
participated  on  a  single  occasion;  the  6  other  volunteers 
participated  at  least  twice. 

CHEMICALS 

Tris  base,  NaCl,  KC1,  D-glucose,  HC1,  NaOH,  and  meth- 
anesulfonic  acid  were  purchased  from  Sigma- Aldrich  Co. 


would  therefore  be  beneficial  and  would  open  the  way  to  and  were  at  least  of  analytical  grade.  Deionized  water 
other  applications  of  the  reverse  iontophoresis  technol-  (resistivity  >18.2  Mfl/cm2)  was  used  to  prepare  all  solu- 


°gy- 


tions. 


The  concept  addressed  here  is  that  of  an  internal 


standard  (11 ).  Because  iontophoresis  is  nonspecific,  many  iontophoresis 

ions  and  small,  uncharged  species  (in  addition  to  the  Two  cylindrical  glass  cells  (diameter,  1.6  cm;  extraction 

analyte  of  interest)  are  moved  across  the  skin  by  the  surface,  2  cm2)  were  fixed  with  foam  tape  (3M;  Health 

applied  electric  field.  Instead  of  detecting  uniquely  the  Care)  on  each  volunteer's  ventral  forearm  with  a  distance 

single  target  substance  and  calibrating  its  transdermal  of  7  cm  between  them.  The  anodal  chamber  was  filled 

measurement  by  a  blood  assay,  the  idea  is  to  monitor  the  with  1.2  mL  of  10  mmol/L  Tris  buffer  (pH  8.5)  containing 

extraction  of  two  species  simultaneously:  the  compound  100  mmol/L  NaCl;  the  cathodal  chamber  contained  the 
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same  volume  of  10  mmol/L  Tris  buffer  alone.  Custom- 
made  Ag/AgCl  electrodes  were  inserted  into  the  solu¬ 
tions  and  fixed  3-4  mm  above  the  skin  surface  to  ensure 
that  no  physical  contact  with  the  skin  occurred.  Direct 
current  (I  =  0.6  mA,  current  density  =  0.3  mA/cm2)  was 
passed  for  a  total  of  5  h  and  was  controlled  by  a  Phoresor 
II  Auto  (Iomed),  a  US  Food  and  Drug  Administration- 
approved  constant  current,  iontophoretic  power  supply. 
Every  15  min  after  initiation  of  the  current,  the  entire 
cathodal  solution  was  collected  and  replaced  by  1.2  mL  of 
fresh  buffer.  The  samples  were  immediately  frozen  until 
analysis. 

After  2.5  h  of  iontophoresis,  the  volunteers  ingested 
either  a  meal  rich  in  carbohydrates  or  75  g  of  glucose 
dissolved  in  300  mL  of  water  (Glucosum  monohydricum, 
Pharmacopoeia  Europea;  Hanserler  AG),  so  as  to  provoke 
a  significant  change  in  blood  sugar.  From  this  point 
onward,  glycemia  was  measured  before  each  subsequent 
15-min  collection  interval  by  use  of  a  conventional  blood 
glucose  monitor  (Glucotrend  2;  Roche  Diagnostics).  The 
"within-run"  and  "day-to-day"  imprecision  of  the  glucose 
monitor  was  ^3%,  and  regression  analysis  of  a  compari¬ 
son  with  an  automated  hexokinase  reference  method  was: 
y  (mmol/L)  =  0.98x  +  0.08  mmol/L  (information  from 
the  supplier). 

ANALYSES 

Analytes  were  assayed  separately  by  HPLC  on  an  Ion 
Chromatograph  600  system  (Dionex).  Glucose  was  quan¬ 
tified  by  anion  separation  with  pulsed  amperometric 
detection  on  a  gold  electrode;  Na+  and  K+  were  quanti¬ 
fied  by  cation  separation  with  suppressed  conductivity 
detection.  Calibration  was  performed  with  at  least  six 
external  calibrators  in  each  chromatographic  run,  cover¬ 
ing  linear  ranges  (r2  2:0.999)  of  0-30  /xmol/L  for  glucose, 
0-5  mmol/L  for  Na+,  and  0-1  mmol/L  for  K+.  The  limits 
of  quantification  (defined  as  a  signal-to-noise  ratio  of  10) 
for  glucose,  Na+,  and  K+  were  0.15, 1.4,  and  2.5  jumol/L, 
respectively.  The  within-run  imprecision  (CV)  of  injection 
was  2.1%  for  a  mean  concentration  of  the  analytes. 

if,?: 

DATA  ANALYSIS  AND  STATISTICS 

Iontophoretic  fluxes  were  calculated  from  the  amounts 
extracted  in  each  collection  interval  and  plotted  at  the 
mid-time  point  of  each  interval;  blood  glucose  concentra¬ 
tions  were  at  the  actual  time  of  measurement. 

Data  are  expressed  as  the  mean  (SD).  Mean  Na+  fluxes 
in  each  experiment  were  determined  from  12  separate 
points.  Electroosmotic  volume  flows  were  determined  by 
normalizing  the  iontophoretic  flux  values  of  glucose  by 
the  corresponding  blood  concentrations;  according  to  Eq. 
3.  Statistical  differences  were  assessed  by  two-tailed  Stu¬ 
dent  f-test  and  ANOVA,  followed  by  a  Newman-Keuls 
multiple  comparison  test,  calculated  with  GraphPad 
Prizm  3.02  software.  Individual  values  of  K  were  deter¬ 
mined  by  linear  regression  (extracted  flux  ratio  vs  blood 
concentration  ratio),  the  significance  of  which  was  tested 


by  ANOVA;  goodness-of-fit  is  given  by  r2.  A  common 
value  of  K  was  computed  by  pooled  regression  based  on 
six  experiments  from  different  volunteers  using  analysis 
of  covariance  as  described  in  Ref.  (12).  The  accuracy  of 
prediction  was  tested  by  plotting  the  predicted  glucose 
values  against  the  measured  blood  glucose  in  a  Clark 
Error  Grid  (13). 

Results  and  Discussion 

LOCAL  EFFECTS  OF  IONTOPHORESIS 
All  volunteers  experienced  a  mild  tingling  sensation 
when  the  current  was  applied.  The  sensation  was  typi¬ 
cally  asymmetric,  with  more  tingling  felt  at  the  anode 
than  at  the  cathode.  Generally,  the  sensation  diminished 
with  time  of  current  application  and  lasted  no  longer  than 
30  min.  Iontophoresis  caused  the  skin  sites  beneath  the 
electrode  chambers  to  become  slightly  erythematous,  an 
effect  that  disappeared  within  24  h.  In  addition,  a  few, 
small  punctuate  lesions  remained  after  the  redness  disap¬ 
peared;  these  marks  persisted  for  several  days.  These 
completely  reversible  effects  are  similar  to  those  that  have 
been  reported  in  the  literature  (7)  and  do  not  appear  to 
impair  skin  barrier  function.  In  two  individuals,  after  60 
min  of  current  application,  small  blisters  were  seen  be¬ 
neath  the  electrode  chambers,  and  the  experiment  was 
interrupted.  The  blisters  subsequently  diminished  in  size 
and  disappeared  completely  within  a  few  hours.  It  is 
believed  that  hypersensitivity  to  Tris  buffer  caused  this 
reaction  (14).  These  two  individuals  were  excluded  from 
further  study. 

GLUCOSE  TRACKING 

The  iontophoretic  transport  of  glucose,  an  uncharged, 
polar  molecule,  occurs  by  electroosmosis  and  is  directly 
proportional  to  the  subdermal  concentration  (3).  How¬ 
ever,  a  "warm-up"  period  is  necessary  to  establish  a 
pseudo-steady-state  electroosmotic  flow  and  to  empty  the  aq:  q 
glucose  reservoir  from  the  skin.  The  latter  is  attributable 
to  local  metabolism  and  is  not  reflective  of  glucose  con¬ 
centrations  in  the  blood.  The  recommended  warm-up 
period  for  the  GlucoWatch  G2  is  2  h,  a  period  similarly 
adopted  in  this  study.  Subsequently,  extraction  every  15 
min  over  the  next  3  h  allowed  blood  glucose  tracking  in  8 
of  the  12  volunteers  studied.  In  these  volunteers,  elec¬ 
troosmotic  flow  was  >5  /xL/h  (Table  1).  Fig.  1  shows  the  FI 
glucose  extraction  profiles  for  three  volunteers  who  in¬ 
gested  on  separate  occasions  either  a  carbohydrate-rich 
meal  or  75g  of  a  standard  glucose  load  at  150  min.  The 
glucose  reverse  iontophoretic  extraction  fluxes  accurately 
followed  the  systemic  glucose  concentration.  A  time  delay 
between  the  extraction  rate  and  the  blood  concentration 
was  apparent  in  those  volunteers  receiving  the  oral  glu¬ 
cose  load.  Rapid  absorption  of  glucose  occurred  with  a 
higher  peak  value  obtained  (14  vs  10  mmol/L)  relative  to 
those  volunteers  who  received  a  carbohydrate-rich  meal. 

In  contrast,  ingestion  of  the  carbohydrate-rich  meal  led  to 
more  gradual  glucose  absorption  from  the  gastrointestinal 
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Table  1.  Mean  (SD)  normalized  reverse  iontophoretic 
glucose  fluxes  (with  respect  to  the  corresponding  blood 
sugar  concentration)  and  absolute  values  of  sodium 
electrotransport  in  12  volunteers. 


Volunteer 

Normalized 
glucose  flux, 
fiL/h 

Na+  flux, 
/xL/h 

K* 

ra 

1 

10.9  (0.9) 

11.8  (0.4) 

0.137  (0.010)b 

0.95 

2 

12.5  (0.7) 

12.1  (0.2) 

0.110  (0.012)b 

0.90 

3 

10.5  (1.2) 

12.8  (0.9) 

0.114  (0.019)b 

0.85 

4 

10.3  (1.4) 

13.3  (0.3) 

0.105  (0.107)6 

0.80 

5 

9.4  (1.0) 

11.8  (0.3) 

0.136  (0.014)b 

0.90 

6 

1.1  (0.2) 

12.7  (0.5) 

0.007  (0.003) 

0.47c 

7 

0.5  (0.1) 

12.9  (0.3) 

0.023  (0.007) 

0.53c 

8 

1.3  (0.5) 

12.5  (0.6) 

NSb 

<0.1c 

9 

1.0  (0.2) 

10.7  (1.6) 

NSb 

<0.1c 

10 

8.5  (1.2) 

11.9  (1.0) 

0.136  (0.014)b 

0.90 

11 

8.4  (0.7) 

13.2  (0.8) 

0.280  (0.108) 

0.57b 

12 

11.2  (2.0) 

12.7  (0.5) 

NS 

0.25d 

a  The  constant  K  was  determined  from  Eq.  4.  The  values  in  parentheses  are 
the  SE  of  the  slope. 


b  Results  used  to  compute  the  mean,  population  value  of  K. 
c  Efficiency  of  glucose  extraction  was  poor,  markedly  increasing  the  error  in  the 
determination  of  glycemia  from  the  iontophoretic  data  (see  text).  The  values  of  K 
were  not  significantly  different  (NS)  from  zero. 

"For  these  individuals,  blood  sugar  changes  during  the  experiment  were 
relatively  small,  such  that  the  regression  covered  a  rather  narrow  range  (and 
yielded  a  poor  r2).  Nevertheless,  glucose  tracking  was  accurate,  and  the  data 
were  therefore  included  in  the  Clark  Error  Grid  analysis. 


tract,  such  that  differences  between  the  plasma  kinetics 
and  the  rate  of  extraction  were  blurred. 

It  is  acknowledged  that  reverse  iontophoresis  samples 
the  interstitial  fluid  (ISF)  and  that  real  differences  exist 
between  glucose  kinetics  in  this  compartment  and  those 
in  the  blood;  this  divergence  is  clearly  relevant  to  the 
development  of  continuous  glucose  monitoring  devices 
and  the  site(s)  at  which  glucose  is  determined.  For  exam¬ 
ple,  Aussedat  at  el.  (15)  have  described  a  delayed  re¬ 
sponse  between  increasing  glucose  concentrations  in  the 
interstitium  compared  with  those  in  the  blood  in  rats.  On 
the  other  hand,  a  faster  and  more  pronounced  decrease!  in 
glucose  concentrations  in  the  interstitium  was  observed 
when  blood  sugar  was  lowered.  This  physiologic  lag 
(estimated  to  be  somewhat  <4  min)  was  similarly  ob¬ 
served  in  humans  using  the  GlucoWatch  (16).  The  possi¬ 
bility  that  insulin  increases  skin  blood  flow  has  also  been 
reported  (17),  and  this,  in  turn,  might  influence  glucose 
extraction  by  reverse  iontophoresis. 

The  warm-up  period  of  2  h  of  iontophoresis  was 
sufficient  to  establish  pseudo-steady-state  electroosmosis. 
However,  in  volunteer  6  (see  Fig.  1),  an  additional  45  min 
was  necessary  before  glucose  fluxes  stabilized;  from  this 
point,  good  tracking  of  glycemia  was  observed. 

Accurate  glucose  measurements  by  iontophoresis  re¬ 
quired  efficient  extraction.  Only  moderate  or  poor  (r2 
sQ. 53)  correlation  with  plasma  glucose  was  found  when 


the  normalized  glucose  fluxes  were  <5  p. L/h  (volunteers 
6-9;  Table  1);  above  this  threshold,  however,  good  to 
excellent  (r2  sO.80)  correlations  were  obtained  (volunteers 
1-5  and  10;  Table  1). 

CATION  EXTRACTION 

Reverse  iontophoretic  extraction  fluxes  of  sodium  are 
shown  in  Table  1  for  all  volunteers.  These  values  stabi¬ 
lized  30  min  after  the  initiation  of  iontophoresis  (not 
shown)  and  remained  essentially  constant  throughout  the 
experiments  even  when  significant  changes  in  glycemia 
were  occurring  (see  Fig.  1).  The  calculated  mean  (SD) 
transport  number  of  sodium  in  these  experiments  was 
0.55  (0.04).  This  is  consistent  with  the  in  vitro  results  (11) 
and  demonstrates  that  Na+  is  the  principal  charge  carrier 
across  the  skin.  Given  that  Na+  is  present  in  extracellular 
fluids  at  concentrations  30-50  times  higher  than  those  of 
other  potential  charge  carriers,  such  as  K+,  Ca2+,  or  Mg2+, 
this  result  is  not  surprising.  At  this  high  concentration, 
Na+  iontophoresis  is  effectively  independent  of  its  sub- 
dermal  concentration  over  the  physiologic  range  of  125- 
145  mmol/L  and  is  unlikely  to  be  affected  by  changes  in 
the  plasma  concentrations  of  the  other  cations.  Thus, 
alterations  in  the  systemic  Na+  concentration  during 
hypo-  or  hyperglycemia  were  not  anticipated  to  affect  the 
usefulness  of  Na+  as  an  internal  standard.  The  results 
from  this  study  support  this  assumption  in  that  reverse 
iontophoretic  extraction  of  Na+  was  remarkably  constant 
within  and  between  individuals  and  was  not  significantly 
altered  even  when  large  excursions  in  glycemia  occurred 
(see  Fig.  1). 

Potassium  fluxes  varied  between  individuals  and 
within  the  same  experiment  (data  not  shown),  being 
higher  at  the  beginning  of  iontophoresis  before  gradually 
decreasing  after  2  h  of  iontophoresis  to  values  between  0.7 
and  3.9  /xmol/h;  the  calculated  mean  (SD)  transport 
number  was  0.07  (0.04),  corresponding  to  a  CV  more  than 
10  times  greater  than  that  for  sodium  transport.  Interest¬ 
ingly,  the  highest  potassium  fluxes  were  found  in  indi¬ 
viduals  with  the  lowest  electroosmotic  flux,  an  observa¬ 
tion  that  needs  to  be  confirmed  in  a  larger  population  and 
for  which  (if  real)  the  reason  is  unclear.  The  higher 
variability  and  lower  transport  number  of  potassium 
precluded  its  use  for  the  calibration  of  glucose  extraction, 
and  no  further  work  was  pursued. 

COMMON  EXTRACTION  CONSTANT  ( K) 

The  ratio  of  subdermal  concentrations  of  glucose  and  Na+ 
(assumed  to  be  133  mmol/L)  were  calculated  and  plotted  p2 
against  the  corresponding  ratio  of  extracted  fluxes  (Fig.  2). 
There  was  no  systematic  time  delay  between  the  blood 
concentration  and  extraction  rate  profiles.  Linear  regres¬ 
sion  (see  Eq.  4)  for  each  individual  yielded  an  individual 
value  of  K,  given  in  Table  1.  These  data  are  from  six 
volunteers,  for  whom  the  normalized  glucose  flux  was 
^8.5ju,L/h,  and  were  used  to  determine  a  mean  value  of  K. 
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Fig.  1.  Blood  glucose  profiles  and  reverse  iontophoretically  extracted  glucose  and  sodium  fluxes  for  three  volunteers  who  ingested  at  150  min  a 
carbohydrate-rich  meal  (A)  or  a  75-g  oral  glucose  load  (B). 

O,  blood  glucose  concentration;  A,  glucose  flux;  x,  Na+  flux. 


Analysis  of  covariance  showed  no  significant  differences 
in  the  individual  K  values.  Pooled  ANOVA  yielded  a 
common  slope,  i.e.,  the  common  mean  extraction  con¬ 
stant,  namely,  0.12  (SD,  0.018). 


PREDICTION  OF  BLOOD  GLUCOSE 

The  mean  K  can  be  used  to  estimate  blood  glucose  from 
the  iontophoretic  extraction  flux  data  by  rearrangement  of 
Eq.  4; 
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$ 


[glu]/[Na+] 

Rg.  2.  Ratio  of  glucose  to  Na+  extraction  fluxes  plotted  against  the 
corresponding  ratio  of  glucose  and  Na+  concentration  in  the  blood  (Eq. 
4). 

Lines  of  linear  regression  have  been  drawn  through  the  data  for  six  volunteers. 
The  slopes  and  r2  for  each  line  are  given  in  Table  1;  the  ^intercepts  were  in  all 
cases  less  than  ±0.0020. 

.  /Glucose  [Na  ] 

[Glucose]  =  -= - X  — — —  (1) 

JNa+  K 

Data  from  an  additional  16  experiments,  in  which  elec¬ 
troosmosis  was  again  S:8.5p.L/h,  were  analyzed  in  this 
way,  and  the  estimated  blood  glucose  concentrations 
were  then  compared  with  glycemia  measured  from  the 
fingertip.  The  results,  plotted  as  a  Clark  Error  Grid,  are 
shown  in  Fig.  3.  Of  a  total  of  181  data  points,  142  (78.5%) 
fell  in  region  A,  and  39  (21.5%)  fell  in  region  B;  that  is,  all 
results  were  in  the  clinical  acceptable  region  A  +  B.  It 


[glucose]  blood  measured  (mmol/L) 

Rg.  3.  Prediction  of  blood  glucose  values  from  iontophoretic  flux  data 
and  the  previously  determined  value  of  K  from  16  additional  experi¬ 
ments  in  volunteers  1-5  and  10-12. 

The  Clark  Error  Grid  contains  181  data  points  with  78.5%  in  region  A  and  21.5% 
in  region  B. 


must  be  accepted,  however,  that  the  range  of  glycemia 
covered  by  these  experiments  was  limited:  4-13  mmol/L. 
Additional  work  is  necessary  to  determine  whether  the 
predictions  remain  robust  at  more  extreme  degrees  of  aQ:  G 
hypo-  and  hyperglycemia.  Linear  correlation  through  all 
the  data  points  in  Fig.  3  yielded  a  slope  (SE)  of  0.96  (0.05) 
and  an  intercept  (SE)  of  0.10  (0.36).  The  correlation  coef¬ 
ficient  was  0.80.  For  this  analysis,  no  attempt  was  made  to  AQ:  H 
temporally  adjust  the  extraction  profile  to  better  overlap 
the  corresponding  blood  glucose  values,  even  when  an 
apparent  time  lag  could  be  clearly  discerned  (e.g..  Fig.  IB). 
Although  such  a  manipulation  would  have  improved  the 
goodness  of  fit  for  the  determination  of  individual  K 
values  (and  hence  yielded  a  better  blood  sugar  prediction 
for  certain  data  points),  a  significant  change  in  the  abso¬ 
lute  result  is  unlikely.  This  is  because  increasing  glucose 
concentrations  in  the  blood  typically  precede  increases  in 
the  ISF  concentrations,  whereas  decreasing  blood  concen¬ 
trations  lag  behind  those  in  the  ISF  (15).  The  objective 
here,  in  any  case,  was  to  analyze  the  results  from  the 
perspective  of  practical  glucose  monitoring,  for  which  an 
individual's  actual  lag  between  blood  and  ISF  concentra¬ 
tion  profiles  is  generally  unknown. 

INTER-  AND  INTRAINDIVIDUAL  VARIABILITY 
Glucose  fluxes  differed  significantly  in  volunteers  6-9 
from  the  rest  of  the  population  (see  Table  1).  Electroos- 
motic  glucose  transport  was  approximately  an  order  of 
magnitude  lower  than  that  seen  in  the  other  volunteers.  In 
contrast,  essentially  no  differences  in  sodium  extraction 
were  found,  with  all  values  falling  in  the  range  of  10.7- 
13.3  pmol/h.  This  contrast  is  shown  in  Fig.  4.  As  a  result,  F4 
the  K  values  for  volunteers  6-9  were  clearly  smaller 
(Table  1),  and  the  use  of  the  previously  discussed  com¬ 
mon  K  value  would  not  yield  accurate  predictions  of 
glycemia  in  these  individuals. 

It  might  then  be  argued  at  this  point  that  instead  of 


Subject 

Rg.  4.  Intersubject  variability  in  normalized  glucose  extraction  (in  /xL/h; 
■)  to  reverse  iontophoretic  sodium  transport  flux  (in  jxmol/h;  □). 

*,  the  normalized  glucose  fluxes  from  volunteers  5-11  were  significantly  lower 
than  those  of  the  other  volunteers. 
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Fig.  5.  Intrasubject  (volunteer  1)  variability  in  normalized  glucose 
extraction  flux  as  a  function  of  time  over  a  calendar  year. 

■,  normalized  glucose  flux  (in  (iL/h);  □,  sodium  flux  (in  jimol/h).  Significant 
decreases  in  glucose  extraction  (*,  P  <0.001)  were  observed  during  the  winter 
months  (November  through  February). 

attempting  to  use  a  common  K  for  all  individuals,  K  be 
determined  for  each  individual  in  a  separate  calibration 
experiment.  However,  such  an  approach  also  demands 
that  the  within-subject  variability  as  a  function  of  time  is 
reasonable.  To  test  this  hypothesis,  we  performed 
monthly  experiments  on  volunteer  1  over  the  course  of  a 
calendar  year.  The  results  for  the  normalized  glucose  flux 
and  the  iontophoretic  Na+  extraction  kinetics  are  shown 
in  Fig.  5.  Whereas  Na+  transport  remained  constant, 
significant  decreases  in  electroosmosis  were  observed  in 
the  winter  months.  Additional  data  were  also  acquired  in 
other  volunteers  (see  Table  2)  and  revealed  no  clear 
pattern.  Volunteers  2  and  10  behaved  similarly  to  volun¬ 
teer  1,  whereas  two  other  volunteers  (3  and  4)  showed  no 


Table  2.  Mean  (SD)  normalized  reverse  iontophoretic 


glucose  fluxes  (with  respect  to  the  corresponding  blood 
sugar  concentration)  and  absolute  values  of  sodium 
electrotransport  in  six  volunteers  as  an  effect  of  season. 


Normalized 
glucose  flux, 

Na+  flux, 

Volunteer 

Season" 

Hl/h 

fL/h 

K* 

10.9  (0.9) 

11.8  (0.4) 

0.137  (0.010) 

0.95 

W 

6.6  (1.2)° 

11.1  (1.4) 

0.071  (0.007) 

0.91 

2 

S 

12.5  (0.7) 

12.1  (0.2) 

0.110  (0.012) 

0.90 

w 

9.0  (1.2)° 

11.7  (0.2) 

0.087  (0.021) 

0.65 

3 

s 

10.5  (1.2) 

12.8  (0.9) 

0.114  (0.019) 

0.85 

w 

9.7  (1.0) 

12.5  (0.7) 

0.083  (0.009) 

0.91 

4 

s 

10.3  (1.4) 

13.3  (0.3) 

0.105  (0.017) 

0.80 

w 

11.4  (2.4) 

12.5  (0.5)d 

0.140  (0.017) 

0.87 

6 

s 

1.1  (0.2) 

12.7  (0.5) 

0.007  (0.003) 

0.47 

w 

8.4  (3.3)° 

12.6  (0.5) 

0.125  (0.020) 

0.79 

10 

s 

8.5  (1.2) 

11.9  (1.0) 

0.136  (0.014) 

0.90 

w 

5.2  (l.Of 

12.6  (0.3)d 

0.029  (0.004) 

0.86 

s  S,  summer;  W,  winter. 

6  The  constant  K  was  determined  from  Eq.  4.  The  values  in  parentheses  are 
the  SE  of  the  slope. 

c'd  Values  measured  during  the  winter  were  significantly  different  from  those 
determined  in  summer:  c  P  <0.0001;  d  P  <0.001. 


seasonal  effect;  volunteer  6,  in  contrast,  manifested  a 
lower  electroosmotic  flow  in  the  summer.  In  only  two 
volunteers  (4  and  10)  were  Na+  fluxes  significantly  dif¬ 
ferent,  although  the  disparities  would  not  have  practical 
importance.  Taken  together,  therefore,  it  appears  that 
even  an  individual  calibration  for  each  individual  might 
not  permit  an  accurate  prediction  of  glycemia  at  all  times 
by  the  internal  standard  approach. 

Although  the  fundamental  reason  for  the  variability  in 
glucose  extraction  cannot  be  unequivocally  deduced  from 
this  work,  it  can  be  concluded  that  a  more  appropriate 
internal  standard  will  probably  be  another  neutral  sub¬ 
stance  that  is  transported  by  the  same  electroosmotic 
mechanism.  In  this  way,  any  effects  that  change  the 
charge  on  the  skin  (and/or  its  permselectivity)  will  simi¬ 
larly  alter  the  extraction  of  glucose  and  the  internal 
standard.  The  sodium  ion,  on  the  other  hand,  as  the  major 
charge  carrier  across  the  skin  is  not  very  sensitive  to 
relatively  subtle  differences  in  skin  charge.  As  such,  it  is  a 
less  than  ideal  internal  standard  for  glucose.  On  the  other 
hand,  recent  work  has  demonstrated  the  very  appropriate 
use  of  Na+  as  an  internal  standard  for  the  use  of  reverse 
iontophoresis  as  a  noninvasive  tool  in  the  therapeutic 
monitoring  of  lithium.  In  this  case,  the  normalization  of 
lithium  extraction  flux  with  that  of  Na+  gave  improved 
prediction  of  the  serum  concentration  of  lithium  in  bipo¬ 
lar  patients  in  vivo  (18). 

COMPARISON  WITH  IN  VITRO  DATA 
The  mean  K  measured  in  this  work  is  somewhat  higher 
than  that  measured  in  vitro  with  porcine  skin  (11);  in  that 
study,  a  mean  electroosmotic  flow  of  5.1  /xL/h  together 
with  a  mean  sodium  flux  of  8.0  pmol/h  gave  a  constant  of 
0.07  (11).  At  least  two  factors  may  contribute  to  the  better 
extraction  in  vivo:  First,  the  electrode  formulations  were 
modified  to  maximize  as  far  as  possible  the  electroosmotic 
flow  (e.g.,  pH  8.5  was  used),  and  second,  the  presence  of 
a  functioning  microcirculation  provides  for  more  facile 
access  to  the  subdermal  compartment.  Particularly  inter¬ 
esting,  however,  is  that  the  marked  variability  in  glucose 
extraction  in  vivo  was  not  observed  in  vitro.  At  pH  7.4, 
electroosmosis  varied  no  more  than  30%,  and  a  seasonal 
difference  was  not  observed.  A  possible  explanation  may 
lie  in  the  physiology  of  the  skin  appendages  (e.g.,  the 
sweat  glands),  which  have  been  recognized  as  important 
transport  pathways  in  iontophoresis  (19).  Interindividual 
differences  in  appendageal  morphology  and  effects  of 
climate  on  function  have  been  reported  (20, 21 )  and  may 
account  for  the  greater  variation  observed  in  vivo  as  a 
function  of  ambient  conditions.  Additional  work  is  clearly 
needed  to  better  understand  these  observations. 

In  summary,  this  study  demonstrates  the  development  of 
the  reverse  iontophoresis  approach  to  monitor  glucose 
noninvasively  without  calibration  with  a  blood  sample. 
The  internal  standard  hypothesis,  using  the  Na+  ion  as 
the  invariant  endogenous  calibrator,  was  confirmed  for  a 
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significant  subset  of  the  study  population.  However,  Na+, 
being  extracted  by  a  different  mechanism  than  glucose, 
did  not  reflect  the  entire  range  of  variability  in  glucose 
extraction. 
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ABSTRACT  Reverse  iontophoresis  uses  a  small  low  electric  current  to  noninvasively  extract  blood  analytes,  e.g.,  glucose, 
across  the  skin.  The  simultaneous  quantification  of  the  analyte  extracted  and  of  an  additional  endogenous  substance  of  fixed  and 
known  concentration  in  the  body  permits  the  blood  level  of  interest  to  be  found  without  the  need  for  an  invasive  calibration 
procedure.  The  transport  phenomena  underlying  this  approach,  applied  to  glucose  monitoring,  has  been  investigated  in  vitro,  using 
Na+  and  neutral  model  solutes  as  endogenous  “internal  standards"  (specifically,  urea,  glycerol,  mannitol,  and  sucrose).  The 
cathodal  extracted  fluxes  of  glucose  under  conditions  of  modified  skin  permselectivity  were  related  to  those  of  the  different, 
potential  internal  standards.  Flux  ratios  depended  upon  the  iontophoretic  conditions  and  the  size  of  the  neutral  internal  standards, 
whereas  high  variability  was  observed  with  Na+.  Constant  flux  ratios  were  obtained  with  mannitol,  glycerol,  urea,  and  sucrose  for 
which  the  mechanism  of  electrotransport  was  identical  to  that  of  glucose.  The  advantage  of  using  a  neutral  internal  standard, 
however,  must  be  weighed  against  the  need  to  identify  and  validate  the  marker  under  physiological  conditions  and  the  additional 
analytical  chemistry  necessary  for  the  practical  quantification  of  this  substance. 


INTRODUCTION 

Human  skin  acts  as  a  biological  barrier,  which  renders 
transdermal  drug  delivery  a  significant  challenge  despite  the 
skin’s  easy  accessibility  and  large  available  surface.  Ionto¬ 
phoresis  enhances  the  delivery  of  charged  and  uncharged 
polar  species  via  application  of  a  low  electric  current  (Kalia 
et  al.,  2004).  The  symmetry  of  iontophoresis  makes  the 
technique  equally  interesting,  furthermore,  for  the  clinical 
monitoring  of  drugs  (Delgado-Charro  and  Guy,  2003; 
Leboulanger  et  ah,  2004a, b,c)  and  biomarkers  such  as  glu¬ 
cose  (Glikfeld  et  ah,  1989;  Potts  et  ah,  2002,  Rao  et  al.,  1995; 
Tamada  et  ah,  1995;  Tierney  et  ah,  2001). 

The  total  flux  of  a  solute  ( Jt )  during  iontophoresis  is  the  sum 
of  electromigration  (/EM),  convective  flow  (/EO),  and  passive 
diffusion  (/p): 

J\  J EM  T  J eo  T  Jp .  ( 1 ) 

Electromigration  is  the  movement  of  small  ions  across  the 
skin  under  the  direct  influence  of  the  electric  field.  Electron 
fluxes  are  transformed  into  ionic  fluxes  via  the  electrode 
reactions;  and  ionic  transport  proceeds  through  the  skin  to 
maintain  electroneutrality.  The  total  charge  transported 
depends  on  the  strength  of  the  electric  field  and  the  duration 
of  application.  Iontophoresis  sets  in  motion  a  number  of  ions 
across  the  skin,  and  all  of  them  compete  to  carry  a  fraction  of 
the  current.  The  contribution  of  each  ion  to  charge  transport  is 
called  its  transport  number,  the  overall  sum  of  which  equals  1. 
According  to  Faraday’s  law,  the  electromigration  flux  of  each 
ion  in  the  iontophoretic  circuit  is  given  by 
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where  f  is  the  transport  number,  z;  is  the  valence  of  the  ith 
ion,  F  is  Faraday’s  constant,  and  /  is  the  total  current.  The 
transport  number  depends  on  the  ion’s  relative  mobility  (uf) 
and  charge  z;  and  upon  its  relative  concentration  c\\ 


—  n  WJ 

Z(CjXZjXMj) 
j=i 

Given  that  sodium  and  chloride  ions  are  the  principal 
extracellular  electrolytes  present  in  the  body  at  high  concen¬ 
trations,  they  will  invariably  carry  a  major  part  of  the  current 
during  iontophoresis  in  vivo. 

Electroosmosis  is  the  principal  transport  mechanism  of 
uncharged  molecules  and  of  high  molecular  weight  cations 
(Pikal,  1992).  The  skin  is  negatively  charged  at  physiological 
pH,  and  acts  therefore  as  a  permselective  membrane  to  cat¬ 
ions.  This  preferential  passage  of  counterions  induces  an  elec- 
troosmotic  solvent  flow  that  carries  neutral  molecules  in  the 
anode-to-cathode  direction.  The  volume  flow  /v  (volume  X 
time-1  X  area-1)  is  proportional  to  the  potential  gradient  es¬ 
tablished  by  the  electric  field  (Pikal,  1992) 


Jy  —  LVe  X  — —  (4) 

ax 

where  Lve  is  the  electroosmotic  flow  coefficient  describing 
the  direction  and  the  magnitude  of  the  volume  flow  resulting 
from  the  driving  force,  -d<S>/dx.  The  electroosmotic  flux 
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contribution  to  the  transport  of  a  solute  s  present  in  the 
anodal  compartment  at  molar  concentration  cs  is  then 


J] EO  —  Jy  X  Cs 


(5) 


Electroosmosis  assists  the  transport  of  high  molecular 
weight  cations  and  retards  the  passage  of  anions  at  pH  7 .  It  can 
be  modified  by  altering  the  permselectivity  of  the  membrane 
and  by  manipulation  of  the  formulation  in  the  electrode 
chambers,  that  is  by  changing  the  value  ofLVE  (Santi  and  Guy, 
1996a). 

Passive  diffusion  of  the  solute  j  may  be  expressed  as 

/p=DjX^  (6) 

where  Z)j  is  the  aqueous  diffusivity  of  the  solute,  and  \c-Jh 
represents  its  concentration  gradient  across  the  skin. 

The  contributions  of  electromigration,  electroosmosis,  and 
passive  diffusion  to  the  total  iontophoretic  flux  depend  on  the 
structure  and  physicochemical  properties  of  the  species  being 
transported.  For  small  ions  such  as  Na+  or  Cl-,  electro¬ 
migration  dominates;  on  the  other  hand,  neutral  solutes  are 
transported  by  electroosmosis  and  (usually)  to  a  much  lesser 
extent  by  passive  diffusion. 

The  reverse  iontophoretic  extraction  of  glucose  across  the 
skin  is  primarily  electroosmotic  and  has  been  successfully 
used  to  monitor  glycemia  in  diabetics  (GlucoWatch  Bio¬ 
grapher,  Cygnus,  Redwood  City,  CA)  (Potts  et  al.,  2002; 
Tamada  et  al.,  1995;  Tierney  et  al.,  2001).  The  commercially 
available  wrist-worn  device  tracks  glucose  continuously  for 
up  to  13  h,  making  six  measurements  per  hour.  However, 
because  the  glucose  extraction  efficiency  varies  significantly 
within  and  between  patients,  the  device  must  be  calibrated 
against  a  conventional  fingertip  blood  glucose  reading  before 
each  use.  This  essential  step  has  been  perceived  as  a 
disadvantage  despite  the  fact  that  the  GlucoWatch  provides 
tremendously  more  information  to  the  diabetic  than  one  or 
two  “finger-sticks”  per  day. 

The  long-term  objective  of  the  research  presented  here  is  to 
refine  the  iontophoresis  technology  so  as  to  avoid  the  invasive 
calibration  step.  The  use  of  an  internal  standard  has  been 
proposed  as  a  strategy  to  attain  this  goal.  As  iontophoresis  is 
nonspecific,  many  ions  and  small  uncharged  species  (in 
addition  to  the  analyte  of  interest)  are  moved  across  the  skin. 
Instead  of  detecting  uniquely  the  single  target  substance 
extracted  by  iontophoresis  and  calibrating  its  transdermal 
measurement  via  a  blood  assay,  we  propose  to  monitor  the 
extraction  of  two  species  simultaneously:  the  compound  of 
interest,  the  temporal  change  in  the  concentration  of  which  is 
of  clinical  importance  (i.e.,  glucose),  and  a  second  analyte,  the 
physiological  concentration  of  which  is  known  and  essen¬ 
tially  fixed.  If  the  iontophoretic  transport  of  the  analyte  (A) 


and  the  latter  internal  standard  (IS)  are  independent  of  one 
another,  then  their  fluxes  (J)  out  of  the  skin  should  obey  the 
relationship 


Ja-kxW 

jTs~  W) 


(7) 


where  [A]  and  [75]  are  the  blood  concentrations  of  the  two 
substances,  and  A"  is  a  constant.  Previous  work  (Sieg  et  al., 
2003)  established  the  validity  of  this  equation  in  vitro,  in 
a  series  of  experiments  in  which  glucose  and  sodium  con¬ 
centrations  were  varied  over  their  clinically  relevant  ranges. 
However,  subsequent  in  vivo  studies  (Sieg  et  al.,  2004) 
found  much  more  variability  in  glucose  extraction,  both 
within  and  between  subjects  (Sieg  et  al.,  2004).  As  a  conse¬ 
quence,  the  “constant”  K  was  only  truly  constant  for  about 
two-thirds  of  the  population. 

A  first  objective  of  the  work  described  here,  therefore,  is  to 
understand  the  in  vitro-in  vivo  differences  that  have  been 
observed.  Further  in  vitro  experiments  have  been  performed 
under  conditions  known  to  modify  the  skin’s  net  charge  (i.e., 
its  permselectivity).  Specifically,  by  manipulating  the  pH  on 
either  side  of  the  barrier  (Santi  and  Guy,  1996a;  Marro  et  al., 
200 1 ),  it  was  possible  to  investigate  whether  the  iontophoretic 
extraction  of  Na+  and  glucose  varied  in  parallel  and  to  assess 
the  impact  of  these  changes  on  the  constancy  of  the  parameter 
K  in  Eq.  7.  A  second  objective  was  to  examine  different, 
small,  neutral  solutes  as  alternative  internal  standards  for 
glucose  extraction.  In  this  case,  both  analyte  and  internal 
standards  were  moved  across  the  skin  by  electroosmosis.  So 
as  to  evaluate  the  robustness  of  this  approach,  electroosmosis 
was  modified  to  different  degrees  using  different  background 
electrolytes  (Santi  and  Guy,  1996b). 


MATERIALS  AND  METHODS 
Chemicals 

D-glucose,  Tris  base  (a,a,a-Tris-(hydroxymethyl)-methylamine),  sodium 
chloride,  potassium  chloride,  D-mannitol,  urea,  glycerol,  D-sucrose,  calcium 
chloride,  EDTA,  sodium  hydroxide,  and  hydrochloric  acid  were  analytical 
grade  and  purchased  from  Sigma-AIdrich  (Saint  Quentin  Fallavier,  France). 
D-[l-14C]-mannitol,  [14C]-urea,  [14C(U)]-glycerol,  [14C(U)]-sucrose  (specific 
activities  51.5, 54.3, 142.7,  and  401 .0  mCi/mmol,  respectively)  were  obtained 
from  PerkinElmer  Life  Sciences,  Rungis,  France),  and  D-[6-3H]-glucose 
(specific  activity  35.0  mCi/mmol)  was  purchased  from  Amersham  Pharmacia 
Biotech  (Orsay,  France).  Deionized  water  (resistivity  >18.2  MOhm/cm2) 
was  used  to  prepare  all  solutions. 


Skin  preparation 

Porcine  ears  were  obtained  <2  h  after  slaughter  of  the  animal  (Societe 
d’Exploitation  d’Abbatage,  Annecy,  France)  and  cleaned  under  running  cold 
water.  The  whole  skin  was  removed  carefully  from  the  outer  region  of  the  ear 
and  separated  from  the  underlying  cartilage  with  a  scalpel .  The  tissue  was  then 
dermatomed  to  a  thickness  of 750  fim  (Zimmer  Air  Dermatome,  Dover,  Ohio) 
and  cut  into  small  squares  (~9  cm2),  which  were  wrapped  individually  in 
Parafilm  and  maintained  at  — 20°C  for  no  longer  than  2  weeks  before  use. 
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Reverse  iontophoresis 

Side-by-side  diffusion  cells  (transport  area  =  0.78  cm2)  with  three 
compartments  representing  the  anodal,  subdermal,  and  cathodal  chambers 
(Leboulanger  et  al.,  2004b)  were  used  in  the  iontophoresis  experiments. 
Volumes  were  1.5  ml  for  the  electrode  chamber  and  3.5  ml  for  the  subdermal 
compartment. 

A  piece  of  excised  skin  was  clamped  between  the  central  compartment 
and  each  electrode  chamber,  with  the  dermal  surface  facing  the  central 
compartment,  and  the  cell  was  assembled  as  shown  in  Fig.  1.  The 
background  buffer,  10  mM  Tris,  was  used  for  all  experiments  at  pH  6.3, 7.4, 
or  8.5.  All  chambers  were  initially  filled  with  this  buffer  for  a  1-h 
equilibration  period.  After  replacing  the  buffer  by  the  appropriate  electrode 
and  subdermal  solutions,  constant  current  (0.5  mA/cm2)  was  applied  for  6  h 
via  Ag/AgCl  electrodes  connected  to  a  constant  current  power  supply 
(KEPCO  APH-1000DM,  KEPCO  Inc.,  Flushing,  NY).  After  each  hour,  the 
current  was  interrupted,  and  the  entire  contents  of  anodal  and  cathodal 
chamber  were  withdrawn  and  replaced  by  fresh  receiver  solution.  All 
experiments  were  performed  in  quadruplicate,  using  skin  samples  from  four 
different  pigs.  The  fluxes  shown  correspond  to  the  5-6th  h  of  iontophoresis; 
steady  values  were  typically  attained  after  3  h  of  current  passage. 

Glucose  and  sodium  extraction  at  different  pH 

In  these  experiments,  the  subdermal  (donor)  solution  comprised  10  mM 
glucose,  133  mM  NaCl,  and  4  mM  KC1  in  Tris  buffer  at  pH  6.3, 7.4,  or  8.5, 
respectively.  The  anodal  compartment  contained  100  mM  NaCl  in  Tris  buffer, 
the  cathodal  compartment  Tris  buffer  alone  at  the  same  pH  as  the  donor 
solution.  A  control  experiment  with  pH  7.4  in  the  donor  and  pH  8.5  in  the 
electrode  chambers  was  also  performed. 

Simultaneous  extraction  of  neutral  compounds 

To  study  the  simultaneous  extraction  of  glucose  and  model  neutral 
compounds,  the  subdermal  solution  contained  133  mM  NaCl,  4mM  KC1, 
5  mM  glucose,  and  either  urea,  glycerol,  mannitol,  or  sucrose,  (again,  at 
a  concentration  of  5  mM);  further,  the  solution  was  spiked  with  —0.2  /xCi/ml 
of  the  corresponding  14C-isotope  and  —0.5  p.Ci/ml  of  3H-glucose.  The  pH  of 
the  subdermal  solution  was  7.4  for  all  experiments  except  for  the  measure¬ 
ments  at  pH  6.3  when  this  lower  pH  was  also  maintained  in  the  central 
compartment  (see  Results  and  Discussion).  In  all  experiments,  the  anodal  and 
cathodal  solutions  were  identical  and  comprised  10  mM  Tris  buffer  at  pH  6.3 


FIGURE  1  Schematic  view  of  the  setup  for  the  reverse  iontophoresis 
experiments. 


or  pH  8.5  together  with  additional  electrolytes  as  described  below.  Passive 
controls,  following  the  same  experimental  procedure  without  current  ap¬ 
plication,  were  performed  for  the  experiments  with  urea  and  glycerol. 

Sample  analysis 

Samples  from  the  first  series  of  measurements  were  quantified  by  high- 
performance  ion  chromatography  using  a  Dionex  IC  600  system  (Dionex, 
Sunnyvale,  CA).  Glucose  was  assayed  by  anion  separation  with  pulsed 
amperometric  detection;  Na+  was  quantified  by  cation  separation  with  sup¬ 
pressed  conductivity  detection  (Sieg  et  al.,  2004). 

For  the  experiments  using  radioactivity,  samples  from  the  electrode 
chambers  were  mixed  with  5  ml  scintillation  cocktail  (Ultima  Gold  XR, 
PerkinElmerLife  Sciences)  and  then  analyzed  by  liquid  scintillation  counting 
(LS  6500,  Beckmann  Instruments  France  SA,  Gagny,  France)  for  3H-glucose 
and  the  14C-isotope  from  the  second  neutral  compound. 

Statistical  analysis 

Iontophoretic  fluxes  and  values  of  K  were  determined  as  the  mean  ±  SD  and 
were  compared  with  a  one-way  ANOVA  followed  by  Tukey’s  Multiple 
Comparison  Test.  Excel  MS  Windows  97  and  GraphPad  Prism  3.02  Software 
(GraphPad  Software,  San  Diego,  CA)  were  used  for  data  analysis. 

RESULTS  AND  DISCUSSION 

As  earlier  explained,  at  conditions  close  to  physiological  pH, 
electroosmosis  is  predominantly  in  the  anode-to-cathode 
direction.  All  solutes  investigated  were  much  more  efficiently 
extracted,  therefore,  at  the  cathode,  and  attention  is  focused 
specifically  on  these  data  alone. 

pH  dependence  of  glucose  and  Na+  transport 

By  modification  of  the  pH,  we  aimed  to  gradually  change  the 
skin’s  permselectivity  and  hence  to  modify  the  extraction 
of  glucose  by  electroosmosis.  If  Na+  electromigration  was 
affected  in  a  similar  manner,  then  we  would  expect  the  ex¬ 
traction  constant  K  (Eq.  7)  to  remain  essentially  constant. 

Although  the  pH  and  composition  of  the  subdermal  milieu 
in  vivo  cannot  be  manipulated,  it  is  possible  to  perform  rather 
specific  modifications  in  the  in  vitro  experimental  setup.  To 
avoid  the  additional  complication  of  a  pH  gradient  across  the 
skin,  therefore,  it  was  decided  initially  to  vary  the  pH  on  both 
sides  of  the  skin  in  systematic  steps  of  1.1  pH  units  between 
8.5  and  6.3.  In  this  way,  the  skin  retained  its  cation 
permselectivity  (the  isoelectric  point  of  porcine  ear  skin 
having  been  shown  to  be  —4.4  (Marro  et  al.,  2001)),  and  the 
variability  in  electroosmotic  behavior  observed  with  a  signif¬ 
icant  pH  gradient  across  the  skin  (Kim  et  al.,  1993)  was 
precluded. 

The  skin’s  permselectivity  depends  strongly  on  the  pH  of 
the  surrounding  media  (Marro  et  al.,  2001;  Phipps  and  Gyory, 
1 992).  With  a  change  in  the  fixed  charge  on  the  membrane,  the 
preferential  passage  of  cations  and  the  extent  of  electroos¬ 
motic  flow  can  be  modified.  Glucose  and  Na+  fluxes  after  6  h 
of  iontophoresis  at  different  pHs  are  shown  in  Table  1. 
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TABLE  1  Simultaneous  glucose  and  Na+  extraction  fluxes  and  the  deduced  sodium  transport  number  (tjja),  together  with 
calculated  proportionality  constant  K  (Eq.  7),  as  a  function  of  pH 


pH  subdermal/electrodes 

Glucose  flux 
(nmol  X  cm-2  X  h-1) 

Na+  flux 

(p.mol  X  cm-2  X  h-1) 

f+ 

*Na 

K 

63/63 

27.4  ±  8.6 

8.0  ±  0.3 

0.43  ±  0.01 

0.045  ±  0.014 

7.4/7.4 

54.3  ±  5.5 

10.7  ±  0.7 

0.57  ±  0.02 

0.068  ±  0.007 

8.578.5 

56.8  ±  4.0 

11.5  ±  1.2 

0.62  ±  0.07 

0.066  ±  0.005 

7.478.5 

56.4  ±  9.4 

11.7  ±  0.7 

0.62  ±  0.04 

0.064  ±  0.007 

Although  no  differences  were  observed  when  the  pH  was 
changed  from  7.4  to  8.5,  both  glucose  and  sodium  electro¬ 
transport  were  reduced  significantly  when  the  pH  was 
decreased  to  6.3.  However,  the  amplitude  of  this  modification 
was  not  the  same  for  the  two  solutes.  Whereas  sodium  fluxes 
decreased  to  —75%  of  its  value  at  pH  7.4  (that  is,  from  10.7 
(±0.7)  to  8.0  (±0.3)  /rmol  X  cm-2  X  h_1),  electroosmotic 
transport  of  the  glucose  decreased  by  one  half  (from  54.3 
(±5.5)  to  27.4  (±8.6)  nmol  X  cm-2  X  h_1).  Given  that 
the  subdermal  glucose  and  Na+  concentrations  were  kept 
constant,  the  proportionality  constant  K  (calculated  from  Eq. 
7)  fell  significantly  from  0.068  ±  0.007  to  0.045  ±  0.014. 
Note  that  the  values  for  Na+  extraction  are  2-3  orders  of 
magnitude  higher  than  those  for  glucose;  in  other  words, 
sodium  electromigration  is  much  more  efficient  than  glucose 
extraction  by  electroosmosis  at  concentrations  close  to  physi¬ 
ological  conditions.  This  difference  is  reflected  in  the  value 
of  the  constant  K,  which  is  <0.1. 

This  differential  modification  of  electromigration  and 
electroosmosis  across  the  skin  has  been  alluded  to  previously 
(Marro  et  al.,  2001;  Phipps  and  Gyoiy,  1992).  The  transport 
number  of  Na+  in  iontophoresis  under  normal  physiological 
conditions  (~0.6  at  pH  7.4  (Phipps  and  Gyoiy,  1992))  reflects 
the  net  negative  charge  on  the  skin  and  is  significantly  higher 
than  in  simple  aqueous  solution  (~0.4)  (Burnette  and 
Ongpipattanakul,  1987).  Similarly,  because  of  this  cationic 
permselectivity,  electroosmosis  proceeds  in  the  anode-to- 
cathode  direction,  achieving  ~  I  p\  X  cm-2  X  h_1  at  neutral 
pH  (Burnette  and  Ongpipattanakul,  1987;  Marro  et  al.,  2001). 
However,  if  the  pH  of  the  solution  bathing  the  skin  is  lowered 
to  4,  while  the  Na+  transport  number  decreases  by  —40%, 
electroosmotic  flow  is  completely  attenuated  from  the  anode 
and  now  occurs  in  the  opposite,  cathode-to-anode,  direction 
(Marro  et  al.,  2001).  That  is,  alteration  of  the  net  charge  on  the 
skin  has  a  far  more  dramatic  impact  on  convective  flow  than 
on  electromigration.  For  reverse  iontophoresis,  it  is  clear  that 
the  high  subdermal  concentration  of  NaCl  guarantees  that 
Na+  will  dominate  the  carrying  of  current  toward  the  cathode, 
regardless  of  the  level  of  negative  charge  of  the  skin;  on  the 
other  hand,  changes  in  the  latter  parameter  will  result  in 
significant  changes  in  electroosmosis. 

In  previous  experiments  in  vivo  in  man,  Na+  transport 
numbers  from  0.48  to  0.64  were  determined  at  pH  8.5  (/  =  0.6 
mA)  (Sieg  et  al.,  2004).  Normalized  glucose  fluxes  ranged 
from  0.25  to  6.25  /xl  X  cm-2  X  h-1,  and  the  inferred  constant 
K  varied  between  0.01  and  0.13.  Compared  to  the  results  from 


this  investigation,  the  Na+  transport  numbers  were  in  good 
agreement:  average  values  in  vitro  and  in  vivo  0.60  vs.  0.55, 
respectively).  Notably,  this  overlap  was  found  despite  the 
facts  that  i),  the  in  vitro  subdermal  solution  did  not  contain  all 
physiologically  relevant  ions,  and  ii),  porcine  rather  than 
human  skin  was  used.  The  normalized  glucose  flux  at  pH  8.5 
in  vitro  was  5.7  p\  X  cm-2  X  h-1  (/  =  0.4  mA),  and  is  com¬ 
parable  to  the  upper  value  observed  in  vivo.  It  is  important  to 
emphasize  that  the  in  vivo  experiments  were  performed  with 
a  slightly  higher  current,  and  that  the  up  to  10-fold  difference 
in  glucose  fluxes  was  not  observed  in  vitro.  To  correct  for 
these  important  interindividual  differences  that  are  not  mir¬ 
rored  by  the  Na+  extraction  flux,  attention  was  next  focused 
on  the  identification  of  a  potential  neutral  internal  standard 
transported  by  the  same  mechanism  as  glucose,  namely 
electroosmosis. 

Simultaneous  extraction  of  neutral  solutes 
and  glucose 

In  examining  the  transport  behavior  of  the  neutral  internal 
standard  candidates  relative  to  that  of  glucose,  it  was 
particularly  interesting  to  determine  the  flux  ratios  under 
different  conditions  of  skin  permselectivity.  In  addition  to 
exogenous  factors,  such  as  the  composition  of  the  electrode 
formulations  and  the  current  applied,  iontophoretic  extrac¬ 
tion  in  vivo  depends  on  a  number  of  biological  factors  (in¬ 
cluding  net  charge  on  the  skin,  local  blood  flow,  etc.)  that  are 
difficult  to  control  and  modulate  in  vitro.  Nevertheless,  the 
electrical  properties  of  the  skin  can  be  modified  in  vitro  by 
changing  the  pH,  as  before,  and  by  the  use  of  different 
background  electrolytes,  and  this  was  the  strategy  adopted 
here. 

The  candidates  for  the  internal  standard  were  chosen  based 
upon  their  molecular  weight  (MW,  ranging  from  60  to  342), 
biological  relevance  (urea  and  glycerol  are  present  at 
sufficiently  high  concentrations  in  the  blood  to  be  extracted 
by  reverse  iontophoresis  in  amounts  sufficient  for  relatively 
straightforward  analysis),  and  similar  physicochemical  prop¬ 
erties  (glycerol,  mannitol,  and  sucrose  having  multiple-OH 
functions  like  glucose).  The  cathodally  extracted  fluxes  of 
glucose  and  the  model  solutes  at  6  h  are  shown  in  Table  2.  For 
urea  and  glycerol,  passive  diffusion  contributed  significantly 
to  the  overall  transport,  and  the  uniquely  electroosmotic 
contribution  (JEO)  was  therefore  calculated  after  subtracting 
passive  transport  from  total  measured  flux.  If  extraction  into 
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TABLE  2  Cathodal  extraction  fluxes  (nmol  x  h  1  x  cm  ^  at  6  h  for  glucose  and  the  neutral  internal  standard  candidates 


MW 

pH  8.5  +  30  mM 
NaCl 

pH  8.5  +  30  mM 

NaCl  +  10  mM  EDTA 

pH  8.5  +  100  mM 
CaCl2* 

pH  6.3  +  30  mM 
NaCl* 

n 

Urea 

60 

41.4  ±  7.9+ 

52.0  ±  6.6+ 

26.5  ±  10.5+ 

27.2  ±  7.9+ 

4 

Jeq 

33.2  ±  3.6 

46.5  ±  3.9 

20.1  ±  6.2 

25.5  ±  6.8+ 

4 

Glycerol 

92 

36.7  ±  8.5+ 

49.6  ±  9.2 

21.7  ±  11.8 

16.1  ±  6.5 

4 

Jeo 

33.9  ±  7.9 

47.4  ±  8.4 

18.7  ±  9.4 

14.2  ±  5.4 

4 

Mannitol 

182 

28.2  ±  2.6 

41.5  ±  4.7 

14.7  ±  2.6 

11.8  ±  4.4 

4 

Glucose 

180 

26.2  ±  3.7 

39.6  ±  5.0 

15.2  ±  5.5 

12.4  ±  4.1 

16 

Sucrose 

342 

27.2  ±  5.0 

40.8  ±  6.0 

16.0  ±  5.8 

12.6  ±  6.7 

4 

The  electroosmotic  contributions  (corrected  for  passive  diffusion)  for  urea  and  glycerol  fluxes  are  given  as  JEO, 

*The  extraction  fluxes  at  pH  8.5  +  100  mM  CaCI2  were  not  significantly  different,  for  any  solute,  from  those  at  pH  6.3  +  30  mM  NaCl. 
trThese  values  are  significantly  different  (p  <  0.01)  from  all  others  in  the  corresponding  columns. 


a  solution  at  pH  8.5  in  the  presence  of  a  relatively  low  level  of 
background  electrolyte  is  considered  as  a  reference  value, 
addition  of  10  mM  EDTA  significantly  increased  electroos¬ 
mosis.  On  the  other  hand,  supplementing  the  formulation  with 
100  mM  CaCl2  decreased  convective  transport  by  50%.  A 
comparable  reduction  was  induced  by  simply  lowering  the  pH 
of  the  cathode  solution  to  6.3,  an  effect  already  observed  in  the 
first  part  of  this  study.  Calcium  has  been  shown  to  shield  the 
skin’s  net  negative  charge  (presumably  via  an  interaction  with 
carboxylic  acid  groups  in  the  skin  (Phipps  and  Gyory,  1992)). 
Conversely,  EDTA  has  been  suggested  to  increase  the  skin’s 
permselectivity  by  complexing  endogenous  divalent  cations, 
such  as  Ca2+,  thus  enhancing  electroosmosis  toward  the 
cathode  (Santi  and  Guy,  1996b).  It  is  noted  that,  for  all  solutes 
(except  urea  at  pH  6.3),  convective  flow  was  essentially  the 
same  at  each  set  of  experimental  conditions  studied.  Although 
there  is  evidence  of  molecular  hindrance  (i.e.,  a  sieving  effect 
as  the  convective  volume  flow  passes  through  narrow  chan¬ 
nels)  under  certain  iontophoretic  conditions  (Ruddy  and 
Hadzija,1992),  the  results  described  here  are  consistent  with 
the  hypothesis  that  electrotransport  via  electroosmosis  is  rela¬ 
tively  constant  for  low  molecular  weight  solutes  (Pikal,  1992). 

In  the  second  part  of  the  study,  the  subdermal  concentration 
of  all  the  neutral  solutes  considered  was  5  mM.  Under  these 
conditions,  according  to  Eq.  7,  the  flux  ratio  (glucose/intemal 
standard)  must  equal  the  constant  K,  which  represents, 
therefore,  the  relative  efficiency  of  glucose  transport  to  that 
of  the  candidate  internal  standard.  Thus,  if  K  is  greater  than 
unity,  glucose  transport  is  higher  than  that  of  the  standard, 
whereas  K  <  1  indicates  that  the  standard  is  more  efficiently 
extracted  than  glucose.  Modification  of  skin  permselectivity 


had  a  significant  impact  on  K  (Table  3,  Fig.  2),  the  values  of 
which  increased  gently  with  increasing  molecular  weight.  Not 
surprisingly,  mannitol,  as  an  isomer  of  glucose,  was  reverse 
iontophoretically  extracted  at  the  same  rate  as  glucose, 
yielding  K  values  close  to  unity  under  all  experimental 
conditions.  This  behavior  is  entirely  consistent  with  an  earlier 
in  vitro  study  (Sieg  et  al.,  2003).  Urea  (MW  60)  transport  was 
significantly  higher  than  that  of  glucose,  and  K  values,  which 
differed  significantly  between  the  iontophoretic  conditions, 
were  consistently  <1.  Glycerol  (MW  92)  showed  behavior 
intermediate  between  mannitol  and  urea.  Finally,  sucrose 
(having  the  highest  MW,  nearly  double  that  of  glucose) 
yielded  values  of  K  sensitive  to  the  composition  of  the  cathode 
formulation.  At  pH  8 .5 ,  in  the  presence  or  not  of  EDTA,  K  was 
close  to  1;  on  the  other  hand,  at  high  calcium  concentration 
and  at  lower  pH,  K  equaled  1 .2. 

Although  the  values  of  K  determined  in  this  series  of 
experiments,  over  all  solutes  and  all  cathodal  solution  con¬ 
ditions,  differed  by  no  more  than  a  factor  of  2,  (i.e.,  ranging 
from  ~0.6  at  the  lowest  for  urea  up  to  —  1 .2  at  the  highest  for 
sucrose),  the  trend  in  Fig.  2,  with  respect  to  molecular  weight, 
deserves  further  discussion.  The  K  values  reported  were 
determined  from  Eq.  7  using  the  absolute  fluxes  measured  at 
6  h.  Although  these  fluxes  have  no  electromigration  con¬ 
tribution  (Eq.  1),  they  do  include  passive  diffusion  as  well  as 
electroosmosis.  As  mentioned  above,  the  passive  transport  of 
urea  and  glycerol  did  contribute  significantly  to  the  total  and  it 
might  be  anticipated,  therefore,  that  this  phenomenon  would 
explain,  at  least  in  part,  why  K  deviates  from  unity.  That  is, 
when  glucose  and  the  internal  standard  are  present  subder- 
mally  at  equal  concentrations 


TABLE  3  Calibration  constant  K  (glucose/internal  standard)  (n  =  4) 


Internal 

standard 

MW 

pH  8.5  +  30  mM 

NaCl 

pH  8.5  +  30  mM 

NaCl  +  10  mM  EDTA 

pH  8.5  +  100  mM 
CaCl2* 

pH  6.3  +  30  mM 
NaCl* 

Na+ 

23 

0.064  ±  0.007 

- 

_ 

0.045  ±  0.014 

Urea 

60 

0.61  ±  0.04 

0.71  ±  0.05 

0.51  ±  0.11 

0.47  ±  0.03 

Glycerol 

92 

0.75  ±  0.05 

0.79  ±  0.05 

0.71  ±  0.06 

0.74  ±  0.03 

Mannitol 

182 

0.92  ±  0.01 

0.92  ±  0.02 

0.95  ±  0.04 

0.95  ±  0.03 

Sucrose 

342 

0.98  ±  0.02 

1.00  ±  0.06 

1.19  ±  0.12 

1.20  ±  0.15 

*The  extraction  fluxes  at  pH  8.5  +  100  mM  CaCI2  were  not  significantly  different,  for  any  solute,  from  those  at  pH  6.3  +  30  mM  NaCl. 
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FIGURE  2  Values  of  the  calibration  constant  K  (mean  ±  SD;  n  —  4)  for 
each  internal  standard  candidate  at  each  set  of  experimental  conditions 
studied  (see  Table  3). 


„  _  '^Glu  _  (Jeo.GIu  +  ^p,Glu) 

As  (Jeo,\s  +  -/p,is) 

where  JEO  and  Jv  refer  to  the  electroosmotic  and  passive 
fluxes  during  iontophoresis  of  the  solutes  concerned:  i.e., 
glucose  ( Glu )  and  the  internal  standard  (IS).  It  follows, 
therefore,  that  if  the  JEO  are  identical,  K  will  not  equal  1  if  the 
passive  contributions  for  glucose  and  the  internal  standard 
are  different,  and  if  they  make  up  a  measurable  component  of 
the  experimentally  measured  fluxes. 

Although  this  issue  is  of  mechanistic  interest,  and  relevant 
to  previous  work  that  has  focused  on  the  relative  contributions 
of  electromigration  and  electroosmosis  to  the  iontophoresis  of 
cationic  drugs  (Guy  et  al„  2000;  Yoshida  and  Roberts,  1993), 
it  must  nevertheless  be  emphasized  that  this  phenomenon 
elicited  only  a  modest  (no  more  than  two-fold)  effect  on  the 
absolute  value  of  the  calibration  constant  K.  Of  greater 
practical  importance  is  whether,  for  any  particular  candidate 
internal  standard,  the  value  of  K  remains  fixed  despite  changes 
in  the  skin’s  permselectivity.  Such  was  clearly  not  the  case 
when  Na+  was  examined  for  this  role  in  vivo  (Sieg  et  al., 
2004).  For  mannitol  and  glycerol,  deviations  of  K  were  small. 
However,  these  solutes  are  either  present  physiologically 
at  levels  too  low  (mannitol,  ~34  ±  18  /xM  (Lentner,  1984)) 
or  are  subject  to  significant  systemic  variation  (unbound 
glycerol,  ~120  ±  65  /xM  (Lentner,  1984))  to  be  useful 
internal  standards  for  glucose  monitoring  in  vivo.  Sucrose  and 
urea  showed  slightly  greater  deviations  in  K.  Again,  sucrose 
(plasma  concentration  ~  1.8  ±  1 .2 /xM  (Lentner,  1984))  is  not 
a  practical  option  for  the  same  reason  as  mannitol.  Urea 
outperformed  Na+,  both  in  terms  of  absolute  divergence  of 
the  observed  K,  and  in  terms  of  variability.  The  fact  that  K  for 
urea  is  >  10  times  the  corresponding  Na+  value  confirms  that 
its  extraction  is  primarily  achieved  by  the  same  mechanism  as 
glucose.  In  addition,  blood  concentrations  of  urea  are 
relatively  stable,  sufficiently  high  (4-8  mM  (Bankir  and 


Trinh-Trang-Tan,  2000))  and  in  rapid  equilibrium  with  those 
in  the  extracellular  fluid  (the  tissue  compartment  sampled  by 
reverse  iontophoresis)  to  offer  a  pragmatic  option  for  a  useful 
internal  standard  (Rosdahl  et  al.,  1 998).  Finally,  it  is  important 
to  point  out  that  the  variability  observed  (coefficients  of 
variation  typically  <10%)  in  the  values  of  K  obtained  with 
urea  as  an  internal  standard  would  be  acceptable  in  clinical 
practice.  In  a  recent  study,  in  which  lithium  serum  levels  in 
bipolar  patients  were  successfully  predicted  using  sodium  as 
an  internal  standard,  the  variability  in  K  was  on  the  order  of  no 
more  than  7%  (Leboulanger  et  al.,  2004c). 

Of  course,  it  remains  to  be  seen  whether  the  conclusions 
from  this  work  are  directly  applicable  in  vivo,  in  human 
subjects.  It  should  be  recalled  that  the  skin  model  used, 
although  considered  extremely  useful  and  faithful,  was  from 
pig  rather  than  man.  In  addition,  the  subdermal  milieu  in  vivo 
is  much  more  complex  than  that  employed  in  the  in  vitro 
reported  here.  Equally,  although  it  has  been  possible  to 
deliberately  modify  skin  permselectivity  in  these  experiments 
by  modulating  the  cathodal  formulation,  there  are  undoubt¬ 
edly  other  physiological  and/or  environmental  factors  that  can 
also  play  a  role  in  the  real  world  and  these  issues  can  only  be 
elucidated  and  examined  in  vivo  (for  example,  although  the 
intraindividual  variation  in  the  blood  concentration  of  urea 
over  a  24-h  period  is  quite  small,  intersubject  variability  is 
greater,  which  means  that  it  may  be  necessary  to  verify 
periodically  a  “personal”  K  for  each  diabetic  (Bankir  and 
Trinh-Trang-Tan,  2000)).  Such  is  clearly  the  next  logical  step 
in  this  research. 
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Purpose.  Reverse  iontophoresis  extracts  glucose  across  the  skin  in  the 
GlucoWatch  Biographer,  a  device  to  monitor  glycemia  in  diabetes. 
However,  the  device  must  first  be  calibrated  with  an  invasive  “finger- 
stick”  and  this  has  been  perceived  as  a  disadvantage.  Here,  urea,  a 
neutral  “internal  standard”  is  extracted  simultaneously  in  an  attempt 
to  render  the  technique  completely  non-invasive. 

Methods.  In  a  5-h  experiment  in  human  volunteers,  reverse  ionto- 
phoretic  fluxes  of  glucose  and  urea  (Jg]u  and  Jurea,  respectively)  were 
measured  periodically  and  correlated  with  the  corresponding  blood 
levels.  In  the  case  of  glucose,  a  finger-tip  blood  sample  was  taken  at 
the  beginning  of  each  collection  interval;  for  urea,  three  blood 
samples  were  assayed:  one  before,  one  during,  and  one  at  the  end  of 
iontophoresis. 

Results.  The  ratio  Jg|u/J„re!,  divided  by  the  ratio  of  the  systemic  con¬ 
centrations  (Cglu/Curea)  yielded  an  extraction  coefficient  (K)  that 
could  be  compared  between  subjects.  Though  Jglucose  tracked  Cg,„ 
faithfully  when  the  volunteers  were  challenged  with  an  oral  glucose 
load,  Jurea  remained  quite  stable  reflecting  the  fact  that  Curea  did  not 
change  appreciably  during  the  experiment.  However,  whereas  the 
variability  (expressed  as  the  coefficient  of  variation)  in  the  normal¬ 
ized  extraction  flux  of  urea  (Jurea/Curea)  was  on  the  order  of  25%,  that 
for  glucose  was  greater  (>45%),  with  the  result  that  the  values  of  K 
(0.45  ±  0.25)  were  less  constant  than  anticipated. 

Conclusions.  Although  urea  performed  quite  reasonably  as  an  inter¬ 
nal  standard,  in  that  its  extraction  flux  and  systemic  concentration 
both  remained  quite  constant,  the  normalized,  transdermal,  ionto- 
phoretic  flux  of  glucose  showed  interindividual  variability  due  to 
mechanisms  that  were  not  entirely  governed  by  electrotransport. 
That  is,  despite  good  qualitative  tracking  to  blood  levels,  there  appear 
to  be  other  (biochemical,  metabolic,  contamination?)  factors  that  im¬ 
pact  upon  the  quantitative  results  obtained. 

KEY  WORDS:  electroosmosis;  iontophoresis;  non-invasive  glucose 
monitoring;  skin;  transdermal. 

INTRODUCTION 

The  GlucoWatch  Biographer  uses  reverse  iontophoresis 
to  non-invasively  extract  glucose  across  the  skin  (1).  It  allows 
glycemia  in  diabetics  to  be  monitored  over  the  course  of  a 
day.  The  iontophoretic  extraction  is  based  on  the  application 
of  a  low  electric  current,  which  drives  the  migration  of  ions 
across  the  skin.  This  biologic  membrane,  under  physiologic 


1  School  of  Pharmacy,  University  of  Geneva,  1211  Geneva  4,  Swit¬ 
zerland. 

2  Procter  &  Gamble,  Rusham  Park  Technical  Centre,  Egham,  Surrey, 
TW20  9NW,  United  Kingdom. 

3  Department  of  Pharmacy  and  Pharmacology,  University  of  Bath, 
Claverton  Down,  Bath,  BA2  7AY,  United  Kingdom. 

4  To  whom  correspondence  should  be  addressed,  (e-mail:  B.Delgado- 
Charro@bath.ac.uk  or  r.h.guy@bath.ac.uk) 


Research  Paper 


conditions,  is  negatively  charged  and,  as  a  result,  permselec¬ 
tive  to  cations.  The  preferential  passage  of  counter-ions 
across  the  skin  induces  electroosmosis,  a  convective  solvent 
flow,  which  carries  small  neutral  molecules  such  as  glucose 
toward  the  skin  surface.  The  electroosmotic  flux  of  a  solute 
(JEO)  is  proportional  to  the  potential  gradient  established  by 
the  electric  field  (-ddVdx)  and  the  subdermal  concentration  of 
the  analyte  Q  (2): 

-d<t> 

Jeo  =  We  '  ^  '  Q  (1) 

where  the  electroosmotic  flow  coefficient  LyE  describes  the 
direction  and  the  magnitude  of  the  volume  flow.  In  addition 
to  convective  flow,  passive  diffusion  may  additionally  contrib¬ 
ute  to  the  total  transport  across  the  skin.  For  a  neutral  species, 
the  total  flux  J;  (nmol  •  h-1)  can  therefore  be  expressed  as  the 
sum  of  the  electroosmotic  (JEO)  and  passive  diffusion  contri¬ 
butions  (Jp): 

Ji  =  JEO  +  A'Jp  (2) 

where  A  (cm2)  is  the  surface  area  of  the  skin  across  which 
transport  is  occurring.  Note  that  Jp  is  typically  expressed,  for 
example,  in  units  of  nmol  ■  cm-2  ■  h-1  and  the  total  amount 
transported  across  a  membrane  by  this  mechanism  depends 
directly  on  the  available  diffusion  area  (A).  Further,  it  is  gen¬ 
erally  accepted  that  Jp  will  be  a  function  of  the  size  of  the 
diffusing  molecule  (3).  In  contrast,  at  constant  current,  JEO  is 
governed  by  the  charge  on,  and  hence  the  permselectivity  of, 
the  skin  and  appears  to  be  area-independent  (4).  Addition¬ 
ally,  JEO  is  insensitive,  or  at  least  much  less  sensitive,  to  the 
size  of  the  convected  species  (2).  The  magnitude  of  convective 
flow  may  be  an  important  factor  behind  the  variability  in 
iontophoretic  fluxes  of  neutral  solutes. 

Such  inter-  (and  even  intra-)  individual  differences  mean 
that  glucose  monitoring  with  the  GlucoWatch  requires  cali¬ 
bration  against  a  conventional  blood  sample  at  each  use.  The 
invasive  calibration  procedure  (a  classic  “finger-stick”  to  ob¬ 
tain  a  blood  sample)  has  been  perceived  as  a  disadvantage, 
despite  the  fact  that  the  device  provides  highly  valuable  in¬ 
formation  about  the  blood  glucose  profile  over  time  and  al¬ 
lows  hypoglycaemia  to  be  anticipated  (5). 

The  goal  of  the  work  presented  here  is  to  avoid  the  con¬ 
ventional  calibration  step  via  the  use  of  an  “internal  stan¬ 
dard.”  This  approach  involves  the  extraction  and  subsequent 
analysis  of  two  species  simultaneously,  the  analyte  of  interest 
(glucose)  whose  concentration  varies  as  a  function  of  time, 
and  the  internal  standard  (IS),  an  endogenous  molecule  of 
known  and  essentially  fixed  physiologic  levels  (6).  If  the  ion¬ 
tophoretic  transport  of  glucose  is  independent  of  that  of  the 
other,  then  their  iontophoretic  extraction  fluxes  (Jglu  and  JIS, 
respectively)  should  obey  the  following  relationship: 


where  Cglu  and  CIS  are  the  blood  concentrations  of  the  two 
substances,  and  K  is  a  proportionality  constant  (or  extraction 
coefficient),  which  may  be  defined  by  the  combination  and 
rearrangement  of  Equations  2  and  3: 
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„  _  Jglu  Qs  _  (JEO.glu  +  A  •  Jp.glu)  C1S 
Jis  Cg|u  (JeO.IS  +  A  •  Jp  is)  cglu 

Initial  work  investigated  this  idea  in  vitro  and  in  vivo  using  the 
sodium  ion  as  the  internal  standard  (6,7).  Though  encourag¬ 
ing  results  were  obtained  in  vitro,  significant  inter-  and  intra¬ 
individual  variation  in  K  was  observed  for  a  subset  of  the 
study  population  in  vivo.  This  variability  was  due  to  fluctua¬ 
tions  in  the  extraction  efficiency  of  glucose;  the  Na+  electro¬ 
transport  remained  remarkably  constant  as  hypothesized. 
Further  in  vitro  studies  suggested  that  a  small  neutral  mol¬ 
ecule  extracted  by  the  same  mechanism  as  glucose  would  bet¬ 
ter  reflect  modified  electroosmotic  transport  (Sieg  et  al.,  sub¬ 
mitted),  and  urea  was  identified  as  a  potentially  interesting 
internal  standard  candidate  for  in  vivo  evaluation.  This  article 
presents  the  results  from  a  preliminary  evaluation  of  this  idea. 

MATERIALS  AND  METHODS 

Study  Population 

Nondiabetic  subjects  (age  range:  25  to  40  years;  1  male,  5 
females),  with  no  history  of  skin  disease  participated  in  the 
study.  Informed  consent  was  obtained,  the  study  protocol 
having  been  approved  by  the  internal  review  board  of  the 
University  of  Geneva  in  accord  with  the  principles  outlined  in 
the  Declaration  of  Helsinki.  Five  subjects  participated  on  a 
single  occasion,  while  1  volunteer  participated  twice. 

Chemicals 

Tris  base  (a,a,a-Tris-(hydroxymethyl)-methylamine), 
sodium  chloride,  D-glucose,  hydrochloric  acid,  sodium  hy¬ 
droxide,  diacetylmonoxime,  thiosemicarbazid,  sulfuric  acid, 
and  iron  (III)  chloride  were  purchased  from  Sigma-Aldrich 
(St.  Quentin  Fallavier,  France)  and  were  at  least  analytical 
grade.  Deionized  water  (resistivity  >  18.2  Mohm/cm2)  was 
used  to  prepare  all  solutions. 

Iontophoresis 

Two  cylindrical  glass  cells  (diameter  1.6  cm,  extraction 
surface  2  cm2),  separated  by  a  distance  of  7  cm,  were  fixed 
with  foam  tape  (3M  Health  Care,  St.  Paul,  MN,  USA)  on  the 
subject’s  ventral  forearm.  The  anodal  chamber  was  filled  with 
1.2  ml  of  10  mM  Tris-buffer  at  pH  8.5  containing  100  mM 
NaCl;  the  cathodal  chamber  contained  the  same  volume  of  10 
mM  Tris  buffer  alone.  The  slightly  alkaline  pH  was  used  to 
maximize  electroosmotic  flow,  a  strategy  already  adopted  in 
the  GlucoWatch  (8).  Custom-made  Ag/AgCl  electrodes  were 
inserted  into  the  solutions  and  fixed  3^1  mm  above  the  skin 
surface  to  ensure  that  no  physical  contact  occurred.  Direct 
current  (I  =  0.6  mA,  current  density  =  0.3  mA/cm2)  was 
passed  for  a  total  of  5  h  and  was  controlled  by  a  Phoresor  II 
Auto  (Iomed,  Salt  Lake  City,  UT,  USA),  an  FDA-approved, 
constant  current,  iontophoretic  power  supply.  Every  15  min 
post-initiation  of  the  current,  the  entire  cathodal  solution  was 
collected  and  replaced  by  1.2  ml  of  fresh  buffer.  The  samples 
were  immediately  frozen  until  analysis. 

After  2.5  h  of  iontophoresis,  the  subjects  ingested  75  g  of 
glucose  dissolved  in  300  ml  of  water  (Glucosum  monohydri- 
cum  Ph.Eur.,  Hanserler  AG,  Herisau,  Switzerland),  so  as  to 
provoke  a  significant  change  in  blood  sugar.  From  this  point 


onward,  glycemia  was  measured  before  each  subsequent  15- 
min  collection  interval  using  a  conventional  blood  glucose 
monitor  (Glucotrend  2,  Roche  Diagnostics,  Mannheim,  Ger¬ 
many).  Blood  urea  levels  were  determined  in  32  jxl  of  capil¬ 
lary  blood  from  the  finger-tip  using  a  Reflotron  Benchtop 
Analyser  (Roche  Diagnostics,  Mannheim,  Germany).  Three 
spot  measurements  were  made:  immediately  before  starting 
iontophoresis,  during  the  experiment  at  the  time  of  the  first 
blood  glucose  measurement,  and  directly  after  termination  of 
iontophoresis. 

Analytical  Chemistry 

Glucose  was  assayed  by  high-performance  anion  chro¬ 
matography  with  pulsed  amperometric  detection  on  a  gold 
electrode  using  an  ion  chromatograph  (Dionex  600  system, 
Dionex,  Sunnyvale,  CA,  USA)  (7).  Urea  was  determined  by 
a  colorimetric  reaction  using  diacetylmonoxime  reagent 
(9,10).  This  method  had  a  linear  response  over  the  concen¬ 
tration  range  from  5  to  70  p-M;  only  citrulline  provided  a 
significant  interference.  The  colored  complex  was  allowed  to 
form  at  room  temperature,  and  absorption  was  measured  at  a 
wavelength  of  520  nm  (Perkin  Elmer  554  Spectrophotometer, 
Perkin  Elmer,  Norwalk,  CT,  USA). 

Data  Analysis  and  Statistics 

Iontophoretic  fluxes  were  calculated  from  the  amounts 
extracted  in  each  collection  period  and  plotted  at  the  mid¬ 
time  point  of  each  interval;  blood  glucose  concentrations 
were  the  values  at  the  actual  time  of  measurement.  Blood 
urea  levels  for  each  sampling  interval  were  estimated  by  lin¬ 
ear  extrapolation  between  the  three  spot  measurements;  for 
each  volunteer,  the  regression  (r2  >  0.97)  indicated  that  this 
approximation  was  reasonable.  Typically,  urea  concentrations 
declined  slightly  over  the  5-h  experiment  (0.25  ±  0.05  mM/h). 

Normalized  fluxes  were  determined  by  dividing  the  ion¬ 
tophoretic  flux  values  of  glucose  and  urea  by  the  correspond¬ 
ing  blood  concentrations  at  each  interval.  Statistical  differ¬ 
ences  were  assessed  by  ANOVA,  followed  by  a  Newman- 
Keuls  multiple  comparison  test,  using  GraphPad  Prism  3.02 
software  (San  Diego,  CA,  USA).  Individual  values  of  K  were 
determined  by  linear  regression  of  the  extracted  flux  ratio  vs. 
the  ratio  of  the  corresponding  blood  levels,  for  which  signifi¬ 
cance  was  tested  by  ANOVA.  Slopes  of  the  regression  line 
were  then  compared  by  analysis  of  covariance  as  described  in 
Ref.  11.  Unless  otherwise  stated,  data  are  expressed  as  mean 
±  SD. 

RESULTS  AND  DISCUSSION 

Local  Effects  of  Iontophoresis 

All  subjects  experienced  a  mild  tingling  sensation  when 
the  current  was  applied.  The  sensation  was  typically  asym¬ 
metric,  being  more  noticeable  at  the  anode  than  at  the  cath¬ 
ode.  Generally,  the  sensation  diminished  with  time  of  current 
application  and  lasted  no  longer  than  30  min.  Iontophoresis 
caused  the  skin  beneath  the  electrode  chambers  to  become 
slightly  erythematous,  an  effect  which  disappeared  within  24 
h  of  current  termination.  In  addition,  a  few,  small,  punctuate 
lesions  remained  after  the  redness  disappeared;  these  marks 
persisted  for  several  days.  These  completely  reversible  effects 
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are  similar  to  those  that  have  been  reported  in  the  literature 
(12),  and  do  not  appear  to  impair  skin  barrier  function. 

Glucose  Extraction 

The  iontophoretic  transport  of  glucose,  an  uncharged, 
polar  molecule,  occurs  by  electroosmosis  and  is  directly  pro¬ 
portional  to  the  subdermal  concentration  (2).  However,  a 
“warm-up”  period  is  necessary  to  establish  a  pseudo-steady 
electroosmotic  flow  and  to  empty  the  glucose  reservoir  from 
the  skin.  The  latter  is  due,  at  least  in  part,  to  local  metabolism 
and  is  not  reflective  of  glucose  levels  in  the  blood.  The  rec¬ 
ommended  “warm-up”  period  for  the  GlucoWatch  G2  is  2  h, 
a  period  similarly  adopted  in  this  study.  Figure  1  shows  the 
reverse  iontophoretic  extraction  profiles  of  glucose  for  3  vol¬ 
unteers.  Though  the  fluxes  accurately  tracked  the  systemic 
glucose  concentration,  the  extraction  efficiency  varied  be¬ 
tween  subjects.  Table  I  illustrates  this  point  and  shows,  for 
each  experiment,  the  average  extraction  fluxes  of  glucose  nor¬ 
malized  by  the  corresponding  blood  concentrations  (i.e.,  the 
values  of  Jgiu/Cglu  which,  in  turn,  are  equal  to  the  apparent 
electroosmotic  flow  rates).  Although  the  intra-individual  vari¬ 
ability  was  modest  (the  mean  coefficient  of  variation  was 
21%),  there  were  considerable  differences  between  individu¬ 
als:  for  the  seven  experiments  performed,  JK,U/Cglu  =  8.5  ±  3.2 
pi  •  h" 1  (CV  =  38%).  While  it  is  tempting,  when  considering 
the  Jg|U/Cglu  data  in  Table  I,  to  suggest  that  two  sub¬ 
populations  might  exist,  there  are  insufficient  data  from  this 
study  to  justify  the  premise.  However,  if  the  results  are  com¬ 
pared  to  the  earlier  in  vivo  investigation  (7),  then  this  trend  is 
supported  more  clearly.  Previously,  it  was  found  that,  in  12 
experiments,  Jglu/Cgiu  =  7.1  ±  4.7  pi  ■  hr1,  a  result  not  signifi¬ 
cantly  different  from  that  found  here.  Again,  intra-individual 
differences,  with  one  exception,  showed  CVs  of  no  more  than 
20%.  But  more  striking  is  the  observation  shown  in  Fig.  2, 
wherein  the  combined  data  for  normalized  glucose  flux  from 
the  earlier  work  and  from  this  study  appear  to  separate  into  a 
“high-extraction”  group  (Jglu/Cglu  >  8  jxl  ■  IT1),  and  a  group 
for  which  extraction  is  less  (and,  sometimes,  much  less)  effi¬ 
cient. 

Urea  Extraction 

Reverse  iontophoresis  has  been  used  to  monitor  blood 
urea  in  patients  with  renal  insufficiency  (13),  and  a  linear 
correlation  between  the  iontophoretically  extracted  analyte 
and  the  corresponding  blood  levels  was  obtained.  Extraction 
was  performed,  however,  for  only  5  min,  during  which  time 
the  samples  almost  certainly  included  significant  levels  of 
endogenous  urea  from  the  skin  (14).  This  is  supported  by 
the  normalized  fluxes  reported,  which  ranged  from  190  to 
610  pi  ■  h_1  •  cm”2  ■  mA"1,  that  is  15-20  times  higher  than 
those  observed  in  the  study  described  here  (17.4  ±  4.7 
pi  •  h”1  •  cm”2  •  mA-1;  CV  =  27%). 

Typical  reverse  iontophoretic  urea  fluxes  are  shown  in 
the  lower  panels  of  Fig.  l(A-C).  After  the  initially  very  high 
levels  obtained,  which  were  outside  the  calibration  range  of 
the  assay  (and  therefore  not  shown),  fluxes  stabilized  after 
-60  min  and  generally  followed  the  slight  decrease  in  urea 
blood  levels  that  occurred  during  the  5-h  experiment.  As  for 
glucose,  the  small,  neutral  urea  is  principally  extracted  by 
electroosmosis.  Passive  diffusion,  nevertheless,  has  been 
shown  to  contribute  significantly  to  urea  electrotransport 
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Kg.  1.  Glucose  (upper  panels)  and  urea  (lower  panels)  extraction 
profiles  in  3  subjects.  -O-  blood  glucose  (mM),  -A-  glucose  extraction 
flux  (nmol  •  h”1),  blood  urea  (mM),  urea  extraction  flux 
(nmol  ■  h_1) 


(Sieg  et  al.,  submitted),  meaning  that  Jurea/Curea  is  greater 
than  Jgiu/Cglu,  and  that  K  should  be  less  than  1  (see  Eq.  4). 
Though  the  normalized  urea  fluxes  (20.7  ±  5.6  pi  •  h_1)  also 
showed  some  inter-individual  variation  (Table  I),  the  coeffi¬ 
cient  of  variation  (27%)  was  reasonable. 
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Table  I.  Iontophoretic  Glucose  and  Urea  Extraction  Fluxes  Normalized  to  the  Corresponding  Blood  Levels” 


Subject 

Blood  glucose  range 
(mM) 

Blood  urea  range 
(mM) 

Normalized  glucose  flux 
(pl-h-1) 

Normalized  urea  flux 
(pl-h-1) 

K  ±  SD 

1 

4.4-9.6 

5.0-63 

11.8  ±  0.9 

17.6  ±  0.8 

0.67  ±  0.04c 

2 

4.8-10.9 

3.6-5 .3 

5.8  ±  2.\b 

26.1  ±  3.6* 

0.34  ±  0.05rf 

3 

4.6-10.3 

3.8-5.4 

11.1  ±  3.1 

16.5  ±2.2 

0.86  ±  0.1  lc 

4 

4.4-8.3 

4.4-5.8 

13.6  ±1.5 

16.5  ±  1.1 

0.63  ±  0.09'’ 

5 

2.6-10.9 

53-7.1 

5.8  ±  1.56 

15.9  ±  2.1 

0.44  ±  0.05'' 

6 

3.7-7.6 

5.0-6.2 

4.6  ±  1.06 

28.5  ±  2.56 

0.16  ±  0.04rf 

3B 

4.7-93 

3.8-5.0 

6.5  ±  l.l6 

24.0  ±  2.T 

0.29  ±  0.07rf 

r2 


“  The  extraction  constant  K  was  determined  from  linear  regression  as  shown  in  Fig.  2,  and  the  goodness  of  fit  is  expressed  with  r2. 
b  Significantly  different  from  the  fluxes  of  subjects  1-3  (p  <  0.001). 
c,d  Slopes  are  not  significantly  different  from  one  another. 


The  apparent  “bimodal”  behavior  with  respect  to  glucose 
electrotransport  was  reinforced  when  the  urea  and  glucose 
data  were  combined  and  analyzed  by  Eq.  3.  Figure  3  plots  the 
ratio  Jglu/Jurea  against  the  corresponding  ratio  of  the  blood 
concentrations,  and  suggests  quite  persuasively  that  the  sub¬ 
ject  population  is  divided  into  two  subsets.  Statistically,  three 
of  the  seven  regression  slopes  (i.e.,  the  values  of  K  given  in 
Table  I)  were  significantly  different  from  the  other  four  (0.72 
±  0.12  vs.  0.31  ±  0.12).  Inspection  of  Table  I  reveals  that  this 
divergence  originates  primarily  from  the  glucose  data,  rather 
than  from  those  for  urea,  the  CV  for  the  normalized  glucose 
fluxes  being  nearly  twice  that  for  urea.  The  effect  is  exacer¬ 
bated  by  the  fact  that  there  is  a  weak  inverse  relationship 
between  the  measured  values  of  Jurea/Curea  and  JgU,/Cg|U. 

Mechanism 

Mechanistically,  it  was  anticipated  that  the  normalized 
glucose  and  urea  fluxes  would  be  closely  correlated  given  that 
both  molecules  are  moved  across  the  skin  by  the  same  prin¬ 
cipal  mechanism,  i.e.,  electroosmosis.  The  higher  passive  per¬ 
meation  of  urea  was  expected  to  result  in  a  value  of  K  less 
than  1  (Sieg  et  al.,  submitted)  but,  given  the  relatively  stable 
values  of  Jurea/Curea,  this  cannot  account  for  the  divergent 
extraction  coefficients  observed.  Equally,  it  seems  unlikely 
that  the  explanation  lies  in  the  potential  interference  of  ci- 
trulline  in  the  urea  assay.  Although  this  substance  is  present 


1  23456  3BABCDEFGH  I  JKL 
Subject  number 

Fig.  2.  Normalized  reverse  iontophoretic  extraction  fluxes  of  glucose 
in  vivo  (mean  ±  SD)  from  this  study  (□)  and  from  a  previous  inves¬ 
tigation  (■).  The  subjects  showing  more  efficient  extraction  (some¬ 
what  arbitrarily  set  at  8  pi  •  h-1)  have  an  average  electroosmotic  flow 
of  10.7  (±  1.6)  pi  •  h-1.  For  the  less  efficient  group,  the  mean  (±  SD) 
convective  flow  is  3.3  (±  2.6)  pi  •  h"1. 


in  the  epidermis  as  a  part  of  the  skin’s  “natural  moisturizing 
factor”  (15,16),  this  reservoir  will  have  been  substantially,  if 
not  completely,  depleted  by  the  2  h  of  iontophoresis  (17), 
which  were  performed  before  any  measurements  were  made. 
Rather,  it  appears  that  there  are  possibly  a  diverse  range  of 
biochemical  processes  ongoing  in  living  tissue  (Fig.  4)  that  are 
more  likely  to  impact  upon  the  amount  of  glucose  extracted 
(as,  in  fact,  has  been  observed). 

Iontophoretic  extraction  is  thought  to  occur  via  two  ma¬ 
jor  pathways,  namely  the  appendageal  (sweat  glands,  hair  fol¬ 
licles)  and  intercellular  routes  (18).  In  human  skin,  sweat 
glands  and  hair  follicles  have  been  identified  as  important 
low-resistance  pathways  (19);  these  structures  are,  at  the  same 
time,  highly  metabolically  active  (20),  and  glucose  serves  as  a 
critical  substrate  for  energy  production  in  these  and  other 
skin  cells  (21).  It  is  possible,  therefore,  that  a  fraction  of  the 
glucose  being  extracted  through  the  skin  by  electroosmosis  is 
“conscripted”  for  metabolism  and  this  would  lead  to  a  signifi¬ 
cant  reduction  in  the  apparent  normalized  flux. 

Additional  physiologic  factors  that  may  interfere  with 
the  iontophoretic  sampling  of  analytes  are  also  highlighted  in 
Fig.  4.  As  previously  mentioned,  skin  reservoirs  of  glucose 
(12)  and  urea  exist  but  have  not  been  quantified,  and  the 
kinetics,  with  which  these  reservoirs  can  be  emptied,  have 
only  been  studied  empirically.  Thus,  despite  the  2-h  pre¬ 
iontophoresis  period,  there  is  no  certainty  at  the  moment  as  to 
whether  the  skin  depot(s)  has  (have)  been  completely  de¬ 
pleted.  Furthermore,  the  skin  surface  is  another  complicating 
factor.  For  example,  perspiration  may  leave  an  elevated 
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[glu]/[urea] 

Fig.  3.  Linear  regressions  of  the  ratio  Jgiu/Jurea  against  the  corre¬ 
sponding  ratio  of  their  blood  concentrations  (Cglu/Curea).  The  slope  of 
each  line  corresponds  to  the  value  of  K,  as  defined  in  Eq.  3. 
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Fig.  4.  Schematic  diagram  of  the  reverse  iontophoresis  sampling  pro¬ 
cess.  Iontophoresis  extracts  substances  from  the  interstitial  skin  fluid 
(ISF)  via  the  follicular  (a)  and  the  stratum  comeum  intercellular  (b) 
pathways  by  electroosmosis,  electromigration,  and  enhanced  passive 
transport.  Samples  from  capillary  blood  are  used  as  references  for 
concentration  in  the  assumption  that  blood  and  ISF  levels  equilibrate 
relatively  fast.  ISF  levels  may  also  change  as  a  consequence  of  local 
metabolism.  Furthermore,  a  skin  reservoir  may  exist  due  to  local 
metabolism  and  distribution  and/or  SC  differentiation.  This  depot, 
whose  magnitude  is  not  necessarily  related  to  the  ISF  levels,  will  also 
be  sampled  by  the  application  of  iontophoresis.  The  skin  surface  may 
also  contribute  to  the  extracted  sample  via,  for  example,  perspiration, 
microbial  activity,  or  contamination  from  personal-care  products.  Fi¬ 
nally,  local  metabolism  and/or  additional  contamination  may  origi¬ 
nate  in  skin  appendages  (including  hair  follicles  and  sweat  glands). 

amount  of  an  analyte  at  the  exit  of  the  sweat  gland  (21,22); 
contamination  of  the  skin  surface  by  personal  care  products  is 
also  possible  (23,24);  and  the  skin  microflora  can  be  expected 
to  play  a  role  as  well  (25)  in  terms  of  glucose  consumption  and 
the  apparent  extraction  rate  of  this  analyte. 

CONCLUSIONS 

In  summary,  urea  may  prove  to  be  a  useful  internal  stan¬ 
dard,  in  that  its  systemic  concentration  is  quite  stable  and  its 
reverse  iontophoretic  extraction  flux  proved  to  be  quite  con¬ 
stant  (of  course,  this  would  probably  not  be  the  case  for  pa¬ 
tients  in  severe  renal  failure  who  need  to  undergo  regular 
dialysis).  The  electrotransport  of  glucose,  however,  continued 
to  show  inter-individual  variability  due  to  other  factors  that 
remain  to  be  fully  characterized.  We  would  submit,  therefore, 
that  the  real  challenge  for  calibrating  the  reverse  iontopho¬ 
retic  extraction  of  glucose  via  an  internal  standard  is  to  un¬ 
derstand  and  control  the  biochemical  and  metabolic  processes 
occurring  on  and  within  the  skin  that  have  the  potential  to 
significantly  perturb  the  outward  movement  of  the  analyte. 
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Polyelectrolyte-modified  short  microchannel  for 
cation  separation 

Three  alkali  cations,  potassium,  sodium,  and  lithium,  have  been  separated  within  15  s 
in  a  1  cm  long  polymer  microchip.  The  separation  microchannel  is  modified  by  a  poly¬ 
cation,  po!y(allylammonium  chloride),  which  makes  the  channel  surfaces  positively 
charged  leading  to  a  reversed  electroosmotic  flow  (EOF)  when  compared  to  bare  chan¬ 
nels.  Due  to  the  decreased  apparent  mobility  of  the  cations,  the  separation  resolution 
is  improved  allowing  the  use  of  shorter  channels. 


Keywords:  Capillary  electrophoresis  /  Cation  separation  /  MicroChannel  /  Miniaturization  /  Poly¬ 
electrolyte  /  Surface  modification  DOI  10.1002/elps.200305771 


1  Introduction 

Micrototal  analysis  systems  (pTAS)  allow  fast  and  efficient 
chemical  separation  within  small  volumes.  This  is  the  main 
reason  why  they  have  attracted  so  much  interest  in  recent 
years  [1].  For  pumping,  electroosmotic  flow  (EOF)  is 
usually  the  method  of  choice  as  it  is  rather  easy  to  imple¬ 
ment  experimentally  compared  to  pressure-driven  flow 
[2-5].  However,  the  main  weakness  of  EOF  is  the  stability 
of  the  flow  rate,  and  perhaps  this  is  why  capillary  electro¬ 
phoresis  (CE)  as  a  separation  technique  is  not  always  as 
reproducible  as  required.  To  stabilize  the  EOF,  it  has  been 
proposed  to  control  the  pH  of  the  eluent,  or  to  fix  the  zeta 
potential  of  the  capillary  either  by  chemical  modification  or 
by  adsorption,  in  the  latter  case,  adsorption  of  polyelectro¬ 
lytes  is  rather  an  easy  route  to  achieve  this  goal  [6-10]. 
Except  for  modulating  the  EOF,  these  adsorption  methods, 
both  covalent  and  noncovalent,  have  also  been  used  to 
prevent  nonspecific  adsorption,  or  as  a  means  to  attach 
active  molecules  (such  as  antibodies)  to  the  surface.  In 
the  present  paper,  we  demonstrate  that  polyelectrolyte 
adsorption  can  be  used  both  to  obtain  a  stable  EOF  as 
well  as  to  improve  the  separation  efficiency. 

The  separation  of  small  ions  is  routinely  carried  out  by  tra¬ 
ditional  CE  in  silica  capillaries  [11-1 9],  the  ions  being  typi¬ 
cally  separated  in  minutes  when  the  capillary  length 
ranges  from  10  to  80  cm.  Analysis  of  small  inorganic/ 
organic  charged  species  has  also  been  performed  on 
microchip  platforms  by  capillary  zone  electrophoresis. 
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For  example,  separation  of  potassium,  lithium,  and 
sodium  [20]  was  observed  on  a  8.4  cm  long  glass  micro¬ 
chip  within  1  min.  Calcium  and  magnesium  have  also 
been  separated  within  15  s  in  a  2.5  cm  long  quartz  micro¬ 
chip  [21],  The  separation  of  ammonium,  methylammo- 
nium,  and  sodium  has  been  obtained  within  40  s  in  a 
4  cm  long  polymer  chip  by  using  a  movable  contactless- 
conductivity  detector  [22], 

Fast  anion  separation  has  been  obtained  using  the  co- 
electroosmotic  separation  mode  on  adding  a  cationic  sur¬ 
factant  to  the  electrolyte  that  reverses  the  EOF,  so  that  the 
anionic  solutes  electrophoretically  migrate  in  the  same 
direction  as  EOF  [23-25].  Here,  the  same  methodology  is 
applied  to  generate  a  counter-electroosmotic  mode  of 
cation  separation  in  order  to  decrease  the  length  of  the 
capillary.  The  length,  as  one  of  the  size  parameters,  is  an 
important  aspect  of  microchip  design  where  patterning 
density  is  a  major  issue.  The  present  work  describes  a 
capillary  electrophoresis  analysis  of  Li+,  Na+,  and  K+  on 
a  polymer  chip  using  a  polyelectrolyte  coating  of  the 
micro  channel  surface  with  the  objectives  of  performing 
a  separation  in  15  s  within  a  1  cm  long  separation  chan¬ 
nel.  The  long-term  objective  of  this  work  is  to  design  a 
lithium  sensor  for  EOF  reversed  electrophoresis  of 
extracted  subcutaneous  fluid  where  sample  volume  is  a 
major  issue. 


2  Materials  and  methods 
2.1  Chemicals 

Polyethylene  terephthalate  (PET)  sheets  (100  pm  thick 
Melinex)  were  purchased  from  Dupont  (Geneva,  Switzer¬ 
land).  2-(/V-Morpholino  (ethanesulfonic  acid)  (MES),  L-his- 
tidine  (His),  poly(allylamine  hydrochloride)  (PAA-HCI)  and 
hydroquinone  (HQ)  were  obtained  from  Sigma  (St.  Louis, 
MO,  USA).  The  standard  ionic  solutions  with  a  concentra- 
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tion  of  0.1  m  were  from  Fluka  (Buchs,  Switzerland).  Milli-Q 
water  (Millipore,  Bedford,  MA,  USA)  was  used  to  prepare 
ail  solutions.  Freshly  prepared  solutions  were  used  for  the 
experiments. 


2.2  Microchip  fabrication 

The  fabrication  of  microchip  has  been  previously 
described  [26].  Briefly,  the  PET  sheet  is  photoablated  by 
a  UV  excimer  laser  (Argon  Fluor  Excimer  Laser  at  1 93  nm; 
Lambda  Physik  LPX  2051 ,  Gottingen,  Germany).  The  typi¬ 
cal  channel  obtained  has  a  trapezoidal  cross-section 
shape.  Carbon  ink  is  pasted  into  a  photoablated  micro- 
channel  (with  a  depth  of  20  nm  and  a  width  of  100  pm) 
and  dried  at  80°C  for  30  min  to  form  a  conductive  track. 
A  photoresist  solution  (Shipley  Europe,  Herald  Way,  Cov¬ 
entry,  UK)  is  used  to  seal  and  protect  the  carbon  track,  by 
spin-coating  over  the  carbon  track  and  thermally  treating 
at  90°C  for  1  h.  In  a  second  step,  the  main  separation 
channel  (corresponding  to  the  horizontal  channel  shown 
in  Fig.  la)  is  photoablated  perpendicularly  to  the  carbon 
track  so  as  to  expose  two  face-to-face  microelectrodes 
on  the  opposite  vertical  walls  of  the  separation  channel 
(Fig.  1  b).  The  separation  channel  is  usually  about  40  pm 
deep  and  50  pm  wide  at  the  top.  Two  side  channels  (cor¬ 
responding  to  the  two  vertical  side  channels  shown  in 
Fig.  la)  are  photoablated  for  injection  purposes,  which 
feature  a  so-called  double-T  design  with  a  typical  center- 
to-center  distance  of  100  pm.  The  microchip  obtained  is 
thermally  laminated  by  a  polyethylene/polyethylene  ter- 
ephthalate  (PE/PET)  layer  (35  gm  thick;  Morane,  Oxon, 
UK)  at  135°C  and  2  bar.  The  obtained  microchip  is  similar 


Figure  1.  Scheme  (a)  of  the  top  view  of  microchip  and 
(b)  the  cross-section  at  the  detector  position.  Two  0.9  cm 
long  side  channels  (vertical)  feature  a  double-T  for  injec¬ 
tion  purpose,  two  face-to-face  microelectrodes  are  per¬ 
pendicularly  located  at  the  end  of  the  main  separation 
channel. 
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to  that  shown  in  Fig.  la  (the  top  view)  and  Fig.  1b  (the 
cross-section)  except  the  effective  separation  length 
(from  the  double-T  to  the  detection  electrode)  which 
may  be  different  depending  on  the  chip  surface  chemis¬ 
try.  The  chip  shown  in  Fig.  la  is  indeed  a  polycation- 
coated  microchip  that  has  a  shorter  effective  length  of 
1  cm. 


2.3  CE  on  microchip 

The  microelectrodes  are  connected  to  a  Metrohm  con¬ 
ductivity  meter  (732  conductivity  detector;  Metrohm,  Her- 
isau,  Switzerland)  controlled  by  a  PC  through  an  interface 
(762  interface,  Metrohm)  [27],  A  floating  battery  with  5  kV 
output  and  a  locally  made  switching  box  are  controlled  by 
a  PC  through  a  Labview  VI  program  (National  Instru¬ 
ments,  Austin,  TX,  USA).  An  electrokinetic  floating  injec¬ 
tion  is  used  to  inject  the  sample:  a  positive  potential  of 
500  V  is  applied  for  20  s  between  the  sample  and  sample 
waste  reservoirs  to  fill  the  sample  segment  of  the  channel 
between  these  two  reservoirs  while  the  buffer  and  waste 
reservoirs  are  kept  floating  (no  pinch).  A  positive  potential 
of  800  V  or  2  kV  is  applied  between  the  buffer  reservoir 
and  the  waste  reservoir  during  a  typical  separation  time 
of  50  s  whilst  the  sample  reservoirs  are  floating.  Special 
attention  has  been  given  to  the  volume  of  the  solutions  in 
all  the  reservoirs.  It  is  observed  that  when  the  solution  vol¬ 
ume  in  the  buffer  reservoir  is  smaller  than  that  of  other 
reservoirs,  the  sample  plug  in  the  double-T  section 
migrates  to  the  buffer  reservoir  during  injection  due  to 
the  effect  of  the  hydrodynamic  pressure,  and  a  sample 
leakage  from  the  sample  channel  to  the  main  channel  is 
observed  after  injection.  A  solution  of  20  mM  MES  with 
20  mM  His  (pH  at  6)  is  used  as  background  electrolyte 
(BGE)  to  separate  cations  [18].  HQ  is  added  to  the  BGE 
to  avoid  the  bubble  generation  due  to  an  electrical  cross¬ 
talk  between  the  AC  detection  field  (between  the  two 
face-to-face  carbon  electrodes)  and  the  main  DC  high 
voltage.  According  to  the  redox  potential  of  HQ  (0.699  V 
vs.  standard  hydrogen  electrode  (SHE)),  it  can  be  easily 
oxidized  into  benzoquinone  before  water  (1 .23  V  vs.  SHE) 
to  prevent  the  electrolysis  of  water  that  leads  the  forma¬ 
tion  of  hydrogen  (at  cathode)  and  oxygen  (at  anode).  The 
EOF  measurement  follows  Huang’s  current  monitoring 
method  [28].  The  principle  of  the  measurement  is  to  follow 
the  conductivity  change  in  a  channel  by  monitoring  the 
current  at  a  constant  voltage.  When  a  solution  of  slightly 
higher  conductivity  is  pumped  (using  a  high  voltage)  in¬ 
side  a  microchannel  containing  the  same  solution  with 
lower  conductivity,  an  increase  and  finally  a  stabilization 
of  the  current  is  observed,  which  indicates  the  time  re¬ 
quired  by  the  solution  to  run  through  the  channel.  Meas¬ 
urement  is  performed  with  4  mM  and  20  mM  MES/His 
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solutions  to  obtain  an  obvious  current  change,  and  a  typi¬ 
cal  electrical  field  of  330  V/cm  (by  Spellman  CZE  1000R 
Power  Supply;  Hauppauge,  NY,  USA)  is  applied  to  the 
microchannel. 


2.4  Surface  modification  of  microchannel 

The  surface  modification  of  the  PET  channel  by  PAA-HCI 
is  similar  to  that  in  a  previously  published  work  [29],  It  was 
reported  that  the  PAA-HCI  absorbs  on  PET  at  low  pH  but 
reacts  by  amidation  at  high  pH  as  a  free  base  to  form  a 
covalently  attached  PAA-HCI  layer.  Therefore,  PET-NH2 
samples  prepared  at  high  pH  (such  as  1 1 .5)  contain  phy- 
sisorbed  PAA-HCI  as  well  as  chemisorbed  PAA-HCI. 
Briefly,  after  washing  with  distilled  water,  the  microchan¬ 
nel  is  filled  with  a  PAA-HCI  solution  of  0.02  m  repeat  unit 
(corresponding  to  the  concentration  of  the  monomer)  at 
pH  1 1 .5  (adjusted  by  addition  of  0.1  m  NaOH)  for  1  h.  The 
channel  is  washed  again  with  distilled  water  before  filling 
with  HCI  (pH  2)  for  30  min.  The  channel  finally  needs  to  be 
cleaned  by  distilled  water  and  kept  in  air  when  it  is  not  in 
use.  The  formation  of  the  PAA-HCI  layer  is  confirmed  by 
EOF  measurements.  The  electroosmotic  mobility  of  a 
bare  PET  channel  was  measured  to  be  3.15  x10~4 
cm2V_1s_1  and  the  electroosmotic  mobility  of  a  PAA-HCI 
coated  PET  channel  was  -3.52  xIO”4  cm2V_1s_1.  It 
shows  that  the  magnitude  of  the  electroosmotic  mobility 
does  not  change  much  after  surface  coating  but  the  flow 
direction  is  reversed.  This  layer  is  quite  stable  when  the 
chip  is  kept  in  air,  similar  results  can  be  reproduced  after 
several  days. 


3  Results  and  discussion 


A  baseline  separation  of  three  cations,  potassium, 
sodium,  and  lithium,  is  obtained  in  a  bare  PET  microchip 
with  an  effective  length  of  4.5  cm  (electric  field  of  308 
V/cm),  as  shown  in  Fig.  2.  The  resolutions  between  potas¬ 
sium  and  sodium,  sodium  and  lithium  are  2.14  and  1.63, 
respectively.  The  theoretical  plate  number  is  calculated  as 
35  600/m  for  potassium  ion. 

The  resolution  of  the  separation  is  given  by 


_  t2  -  fi 
2  (wq  +  w2) 


(1) 


where  f  is  the  migration  time  and  w  is  the  baseline  band¬ 
width  of  the  signal,  proportional  to  the  difference  of  the 
migration  time,  Af.  This  difference  can  be  expressed  in 
terms  of  the  apparent  mobility  u 


At  =  t2- 1 1 


L  fu  i  -u2\ 
£  V  u-\  u2  ) 


(2) 


Figure  2.  Electropherogram  of  ions.  Channel  dimension, 
50  ]im  wide,  40  pm  deep,  and  with  4.5  cm  effective 
separation  length;  sample,  1  itim  K+,  Li+,  and  Na+, 
injected  at  500  V  for  25  s  and  separated  at  an  electrical 
field  of  308  V/cm;  BGE,  20  itim  MES/His,  pH  at  6. 


where  L  is  the  effective  length  of  the  separation  channel 
and  E  is  the  electrical  field  strength.  The  resolution  is  also 
related  to  the  width  of  the  peak,  which  can  be  represented 
by  the  variance  a  and  therefore  to  the  apparent  mobility, 

w  =  4cr  =  4\/2Df  =  4^/2°-l  (3) 


where  D  is  the  diffusion  coefficient.  Then,  the  separation 
resolution  can  be  written  as 


Rs  = 


u  i  —  u2 

u2v/u7  +  uiv/ui 


(4) 


The  apparent  mobility  is  the  sum  of  the  electroosmotic 
mobility  and  the  electrophoretic  mobility.  The  sign  of  the 
former  depends  on  the  sign  of  the  zeta  potential.  For  a 
bare  channel,  the  charges  on  the  channel  are  negative, 
e.g.,  carboxy  groups,  the  zeta  potential  is  therefore  nega¬ 
tive  and  the  electroosmotic  mobility  is  positive,  i.e.,  the 
EOF  goes  in  the  same  direction  as  the  electric  field.  The 
sign  of  the  electrophoretic  mobility  depends  on  the  sign  of 
the  ions,  and  is  positive  for  the  cations.  By  reversing  the 
charges  on  the  microchannel  walls  by  adsorption  of  the 
polycation,  the  electroosmotic  mobility  becomes  nega¬ 
tive.  The  difference  — 1/2  in  Eq.  (2)  is  not  altered  by  re¬ 
versing  the  flow  direction,  but  the  apparent  mobility  u  of 
the  cations  becomes  smaller  when  the  flow  is  reversed. 
Indeed,  for  a  bare  channel  the  electroosmotic  and  the 
electrophoretic  mobilities  add  for  cations,  whereas  in 
the  modified  channel  the  electroosmotic  mobility  is  sub- 
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traded  from  the  electrophoretic  one.  As  a  consequence, 

the  ratio  - — — —  is  increased  upon  the  modification 

(u2n/uT+uiv^) 

of  the  channel.  In  other  words,  to  obtain  a  similar  separa¬ 
tion  with  a  fixed  resolution,  either  the  length  of  the  channel 
could  be  decreased  or  the  electrical  field  strength  could 
be  increased. 

The  following  experiment  confirms  this  approach.  A 
microchip  with  a  short  effective  separation  length,  1  cm 
(as  shown  in  Fig.  1  a),  is  used  to  separate  the  same  cations 
as  mentioned  before.  The  electrophoregrams  obtained  in 
this  microchip  before  and  after  PAA-HCI  coating  are  com¬ 
pared  in  Fig.  3.  As  it  can  be  seen  from  Fig.  3a,  although 


Time/s 


Figure  3.  Comparison  of  the  electropherograms  ob¬ 
tained  on  a  microchip  (a)  before  and  (b)  after  a  PAA- 
HCI  coated  layer  on  the  channel  surface.  Effective  length, 
1  cm;  sample  injection  at  500  V  for  20  s,  separation  at  an 
electrical  field  of  (a)  296  or  (b)  741  V/cm;  BGE,  20  mM 
MES/His+4  mM  HQ,  pH  at  6.  Other  conditions  as  in  Fig.  2. 


each  ion  has  not  been  identified  respectively,  the  three 
ions  cannot  be  separated  in  the  bare  PET  microchannel 
when  the  electrical  field  is  296  V/cm,  i.e.,  about  the 
same  electric  field  strength  as  in  Fig.  2.  It  has  to  be 
pointed  out  that  the  other  broadening  effects,  such  as 
the  detector  region  width  and  the  injection  plug  width, 
may  improve  the  detected  signal.  For  instance,  the 
separation  can  be  accelerated  by  injecting  a  very  small 
plug,  and  a  confocal  fluorescence  detection  focusing  in 
the  center  of  the  channel  can  also  improve  the  resolu¬ 
tion  of  the  separation  [30].  However,  those  are  out  of  the 
scope  of  the  present  work  and  therefore  have  not  been 
evaluated  here.  According  to  Eq.  (4),  when  the  effective 
separation  length  is  decreased  by  a  certain  factor,  the 
electrical  field  should  be  decreased  by  the  same  factor 
in  order  to  obtain  a  separation  with  the  same  resolution. 
For  this  microchannel  with  an  effective  length  of  1  cm, 
the  electrical  field  should  be  68  V/cm  to  obtain  a  sepa¬ 
ration  similar  to  that  shown  in  Fig.  2.  When  the  channel 
is  coated  with  a  PAA-HCI  layer,  a  baseline  separation 
is  obtained  even  at  an  electrical  field  of  740.7  V/cm, 
(Fig.  3b).  With  this  flow  reversal  method,  a  high  electri¬ 
cal  field,  instead  of  a  much  lower  electrical  field  as  in 
the  usual  CE,  can  be  applied  when  the  effective  length 
is  highly  decreased.  The  resolution  between  potassium 
and  sodium  is  calculated  to  be  1 .68  and  1 .23  between 
sodium  and  lithium.  The  relatively  small  value  of  the 
resolution  between  sodium  and  lithium  is  mainly  due 
to  the  broadening  of  the  lithium  signal.  The  theoretical 
plate  number  for  potassium  is  29  000/m.  Compared  to 
the  separation  shown  in  Fig.  2,  both  the  resolution  and 
the  theoretical  plate  number  are  only  slightly  decreased. 
As  shown  in  Eqs.  (2)  and  (4),  the  migration  time  can  be 
further  decreased  by  increasing  the  applied  electrical 
field,  at  the  cost  of  reduced  resolution  (linear  depend¬ 
ence  vs.  square  root  dependence).  Those  data  show 
that  the  short  channel  coated  with  a  PAA-HCI  layer 
yields  a  similar  electrophoresis  efficiency  for  the  small 
cations  separation  compared  to  the  longer  bare  chan¬ 
nel. 

The  presented  experiments  show  a  separation  of  cations 
for  whose  electrophoretic  mobility  is  higher  than  the  elec- 
troosmotic  one.  This  method  can  also  be  applied  to 
cations  that  have  relatively  small  electrophoretic  mobility. 
In  this  case,  the  electric  field  direction  needs  to  be 
reversed  for  the  cations  to  pass  the  detector  and  the 
apparent  mobility  is  then  negative. 

In  conclusion,  we  developed  a  surface  modification 
method  for  polymer  microchip  to  decrease  the  effective 
separation  length  of  the  chip  whilst  maintaining  the  reso¬ 
lution.  This  is  important  to  microdevice  design  strategies 
as  microfabrication  techniques  impose  restriction  on  the 
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size  of  the  devices.  The  present  method  therefore  allows 
higher  packing  densities  when  fabricating  CE,  e.g.,  by 
plasma  etching  methods  [31]. 
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SUMMARY: 

A  non-invasive,  calibration-free  method  to 
extract  glucose  across  the  skin  was  developed.  It 
comprises  the  simultaneous  iontophoretic  extraction 
and  quantitation  of  the  analyte  glucose  and  an 
internal  standard  (the  sodium  ion)  allowing  glycemia 
to  be  determined  without  the  need  for  a  calibrating 
blood  sample. 
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INTRODUCTION: 

Frequent  self-monitoring  of  glucose  is  essential 
for  a  safe  and  effective  diabetes  therapy. 
Conventional  self-testing  methods  require  a  blood 
sample  and  have  poor  patient  compliance. 
Consequently,  there  is  considerable  interest  in 
providing  non-invasive  and  continuous  glucose 
monitoring  technologies.  The  use  of  reverse 
iontophoresis  is  an  example  and  has  led  to  the 
development  of  the  GlucoWatch®  Biographer 
(Cygnus  Inc.,  Redwood  City,  CA).  The  device 
monitors  glucose  continuously  for  up  to  13  hours, 
recording  six  glucose  readings  per  hour.  However, 
before  each  use,  it  must  be  calibrated  with  a 
conventional  blood  sample  to  correlate  the  extracted 
glucose  amounts  with  subdermal  levels.  This 
essential  step  has  been  perceived  as  a 
disadvantage. 

The  concept  addressed  here  is  that  of  an 
internal  standard.  As  iontophoresis  is  non-specific, 
many  ions  and  small  uncharged  species  are  moved 
across  the  skin  when  the  current  is  applied.  We 
monitor  the  extraction  of  two  species  simultaneously: 
(i)  glucose,  and  (ii)  Na+,  the  physiological 
concentration  of  which  is  known  and  essentially 
fixed.  If  the  iontophoretic  transport  of  glucose  (G) 
and  the  “internal  standard”  (Na+)  are  independent  of 
one  another,  then  their  fluxes  (J)  into  collection 
devices  on  the  skin  surface  should  obey  the 
relationship:  Jg/Jns  =  K  *  [G]/[Na],  where  [G]  and 
[Na]  are  the  respective  blood  concentrations,  and  K 
is  a  constant. 

EXPERIMENTAL  METHODS: 

In  vitro 

Dermatomed  porcine  ear  skin  was  clamped  into 
side-by-side  diffusion  cells  (transport  area  =  0.78 
cm2),  with  the  stratum  corneum  side  facing  the 


cathodal  chamber.  Constant  current  (0.5  mA/cm2) 
was  applied  for  6  hrs  via  Ag/AgCI  electrodes.  In  a 
first  study,  mannitol  was  used  as  a  model  for 
glucose.  Its  concentration  in  the  subdermal 
compartment  was  varied  from  3  to  10  mM  (and 
“spiked”  with  14C-mannitol).  The  background 
electrolyte  was  NaCI,  varied  over  its  physiological 
range  (125-145  mM),  and  4  mM  KCI  in  25  mM  Tris 
buffer  at  pH  7.4.  Each  time  that  the  subdermal 
solution  was  changed  (i.e.,  every  60  minutes),  the 
entire  contents  of  the  cathodal  chamber  were 
withdrawn  (for  analysis  of  mannitol  by  liquid 
scintillation  counting  and  Na+  by  an  ion-selective 
electrode)  and  replaced  with  fresh  buffer.  Secondly, 
the  simultaneous  reverse  iontophoretic  extraction  of 
glucose  and  mannitol  was  studied.  The  subdermal 
solution  always  contained  10  mM  sugar  comprising 
symmetric  mixtures  of  glucose  (“spiked”  with  3H)  and 
mannitol  in  pH  7.4  Tris  buffer  containing  133  mM 
NaCI  and  4  mM  KCI.  The  cathodal  chamber  was 
sampled  every  hour  over  6  hours  for  glucose, 
mannitol  and  Na+. 

In  vivo 

Glass  electrode  chambers  (2  cm2  area)  were 
fixed  to  the  forearm  of  human  volunteers.  The 
anode  held  10  mM  Tris  buffer  (pH  8.5)  +  100  mM 
NaCI;  the  cathode  contained  buffer  alone.  Constant 
current  (0.6  mA)  was  passed  for  5  hours.  Every  15 
minutes,  the  cathode  solution  was  removed  for 
analysis  and  then  re-filled.  The  cycle  was  repeated 
over  a  total  of  5  hours,  during  which  the  subjects 
received  a  75g  oral  glucose  load.  Blood  glucose 
concentrations  were  measured  at  the  beginning  and 
end  of  each  iontophoretic  sampling  period  using  a 
conventional  ‘finger-stick’  procedure.  The  cathode 
samples  were  analysed  for  glucose  and  Na+  by  high- 
performance  ion  chromatography. 

RESULTS  AND  DISCUSSION: 

In  vitro,  the  extracted  mannitol  flux  reflected 
proportionally  its  subdermal  concentration,  whereas 
the  sodium  flux  remained  constant  during  the 
experiment  (Figure  1).  Equally,  the  simultaneous 
extraction  of  mannitol  and  glucose,  which  are  neutral 
molecules,  showed  a  linear  relationship  between 
their  fluxes  and  their  subdermal  concentrations.  Both 
sugars  were  extracted  by  electroosmosis  with  the 
same  efficiency,  showing  no  significantly  different 
fluxes.  Sodium  ions,  which  are  transported  by 
electromigration,  carried  the  major  part  of  the  current 
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(tNa+  ~  0.55).  The  sodium  extraction  flux  was 
independent  of  the  subdermal  Na+  concentration 
over  the  physiological  range. 


—♦-Mannitol  [subdermal] 

-o-  Mannitol  flux  ~x—  Na+flux 


Time  (min) 

Figure  1:  Extraction  fluxes  of  mannitol  and 
sodium  in  vitro  (n=4) 

The  results  from  one  of  the  volunteers,  in  whom 
appreciable  changes  in  blood  glucose  were  seen 
during  the  5-hour  experiment,  are  shown  in  Figure  2. 
It  is  noteworthy  that  (i)  the  extracted  glucose  flux 
tracks  with  excellent  fidelity  the  changes  in  blood 
sugar,  and  (ii)  the  extracted  Na+  flux  is  very  constant 
indeed.  The  linear  correlations  in  Figure  3  confirm 
that  the  "internal  standard  concept”  functions  in  vivo 
in  man  (n  =  5).  The  extracted  flux  ratio  of  glucose 
relative  to  Na+  varies  linearly  with  the  blood  glucose 
concentration  and  with  the  ratio  of  the  systemic 
concentrations  of  glucose  to  Na+;  that  is,  the  data 
conform  to  the  ‘internal  standard  hypothesis: 

Jg/Jno  =  K  *  [G]/[Na] 


-•—[glucose]  blood  glucose  flux  sodium  flux 


Elapsed  time  (min) 

Figure  2:  In  vivo  extraction  of  glucose  and 
sodium  (1  subject) 

For  these  first  volunteers  studied,  the  “constant”  (K) 
is  really  quite  constant;  the  absolute  value  (0.12  ± 
0.017)  being  nearly  twice  that  observed  in  vitro 
(0,072  ±  0.011)  suggesting  a  somewhat  more 
efficient  extraction  of  glucose  in  the  in  vivo  situation. 
The  relatively  small  values  of  K  almost  certainly 
reflect  the  different  efficiencies  of  Na+ 


electromigration  and  neutral  molecule 
electroosmosis. 
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Figure  3:  Extracted  flux  ratio  as  a  function  of  the 
subdermal  concentration  ratio  in  vivo  (5  subjects) 


CONCLUSION: 

The  results  presented  here  demonstrate  the 
development  of  the  reverse  iontophoresis  approach 
towards  a  truly  non-invasive  system  that  would  not 
require  calibration  with  a  blood  sample.  This  obvious 
advantage  must  be  weighed  against  the  need  to 
identify  and  validate  a  suitable  internal  standard  (that 
is,  for  glucose,  would  the  ideal  internal  standard,  in 
fact,  be  another  uncharged  compound,  of  similar 
physiological  properties,  whose  systemic 
concentration,  of  course,  is  essentially  invariant)  and 
the  additional  analytical  chemistry  necessary  for  the 
practical  quantification  of  two  extracted  substances. 
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BACKGROUND 

o  Iontophoresis  enhances  the  transdermal  transport  of  molecules  via  the  application  of  a  small  electrical 
current  (<0.6  mA).  This  technique  can  be  applied  both  to  drug  delivery  and  non-invasive  monitoring 
(Fig.i)  (1). 

o  The  Glucowatch  Biographer®  relies  on  reverse  iontophoresis  to  measure  glucose  levels  in  diabetics  (2). 
o  The  refinement  of  the  procedure  by  the  the  use  of  an  internal  standard  allows  lithium  to  be  non- 
invasively  monitored  (Fig.  2)  (3). 
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Figure  2 


INTRODUCTION 

L-lactate  is  used  as  a  marker  in  critically  ill  patients  and  as  indicator  of  performance  in  sports  training. 
The  specific  aims  of  this  work,  therefore,  are: 

o  To  investigate,  in  vitro  and  in  vivo,  whether  transdermal  iontophoresis  can  be  used  to  monitor  lactate, 
o  Is  the  reverse  iontophoretic  extraction  flux  of  lactate  (J|ac1ate)  proportional  to  its  subdermal 
concentration  (ctoote)  7 

IN  VITRO  EXPERIMENTS 


o  Iontophoresis  (0.4  mA  &  5  h  A  Ag/AgCI  electrodes)  was  performed  on  pig  ear  skin. 

o  The  subdermal  solution  contained  L-lactate  (0.5-4  mM)  in  a  pH  7.4  buffer  (25  mM  Hepes,  133  mM  NaCI).  The  electrode  solutions  were 
50  mM  NaCI.  L-lactate  was  assayed  enzymatically. 

Results 

1.  Passive  lactate  flux  was  negligible  compared  to  iontophoretic  transport. 

2.  A  lactate  reservoir  exists  in  excised  pig  skin  (Fig. 3) 

3.  Once  the  reservoir  is  emptied  (~2  hours),  lactate  iontophoretic  fluxes  correlate  well  with  the  subdermal  concentration.  The  value  of 
the  efficiency  of  extraction  (y  =  J|0crate/C|ac,ate)  was  9,4±0.9  y/L/h  (Fig.4). 
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IN  VIVO  EXPERIMENTS 


Subdermal  lactate  (mM) 

Figure  4 


o  Iontophoresis  (0.6  mA  &  5  h  <4  0.3m A/cm2)  was  performed  on  5  healthy  volunteers.  Subject  1  participated  twice.  The  electrode  solutions 
were  50  mM  NaCI.  The  anodal  solution  was  removed  every  15  minutes.  L-lactate  was  assayed  by  ionic  chromatography. 

0  Lactate  blood  levels  were  monitored  simultaneously  using  a  marketed  device  (Accusport®). 

Results 

1.  A  lactate  reservoir  exists  in  human  skin  which  was  emptied  after  ~1  hour  iontophoresis. 

2.  Lactate  was  easily  extracted  (Fig.5).  The  efficiency  of  extraction  (Fig.  6)  was  relatively  constant  for  3  subjects,  resulting  in  values  of  51.3 
(±11),  69.3  (±20)  and  71.9  (±17).  For  subject  4,  y  was  much  more  variable  (reason  not  yet  identified).  It  was  also  noted  that  y  sometimes 
increased  significantly  towards  the  end  of  the  5-hour  period  of  iontophoresis  (Fig.  6). 

Figure  5a-d  —  si.Exptz 
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.  CONCLUSIONS 

o  Lactate  is  easily  extracted  by  iontophoresis.  However,  considerably  more  research  is  required  to: 

i.  Link  interstitial  lactate  (extracted  by  iontophoresis)  with  blood  lactate.  1 

ii.  Eliminate  artifacts  (sweat,  skin  depot  and  consumer  products). 

iii.  Understand  the  important  inter  and  intra-variability  observed. 
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BACKGROUND 


o  The  Glucowatch  Biographer®  relies  on  reverse  iontophoresis  to  measure  glucose  levels  in  diabetics, 
o  The  extraction  efficency  varies  inter-  and  intra-individually;  as  a  result,  the  ©lucowatch  must  be  calibrated 

OBJECTIVE 

To  avoid  the  calibration  step  via  the  use  of  an  "internal  standard"  . 

The  specific  aims  of  this  work,  are  to  investigate  in  vivo: 
o  whether  transdermal  iontophoresis  can  be  used  to  simultaneously  extract  urea  and  glucose, 
o  the  use  of  urea  as  an  internal  standard  for  glucose  extraction,  i.e.,  the  validity  of  the  following  equation: 


J 


glucose 


J ui 


=  K 


C  glucose 


against  a  conventional  blood  sample. 


Figure  1 


Study  population: 

o  Nondiabetic  subjects  (25-40  years;  1  male,  5  females)  with  no  history  of  skin  disease.  5  subjects  participated  once,  1  subject  participated  twice. 
The  protocol  was  approved  by  the  University  of  Seneva  IRB.  informed  consent  was  obtained. 

Iontophoresis  protocol : 

o  Direct  current  (0.6mA  =  0.3  mA/cm2;  Ag/AgCI  electrodes)  was  passed  for  a  total  of  5  h. 

o  The  cathodal  solution  was  1.2  mL  of  a  pH  8.5  lOmM  Tris-buffer.  The  anodal  solution  was  100  mM  NaCl  in  the  same  buffer, 
o  Every  15  min  post-initiation  of  the  current,  the  entire  cathodal  solution  was  collected  and  replaced  by  fresh  buffer. 

o  After  2.5  h  of  iontophoresis  the  subjects  ingested  an  oral  glucose  solution  (75  g/300  mL  water).  From  this  point  onward,  glycemia  was  measured 
before  each  subsequent  15-min  collection  interval  using  a  conventional  glucose  monitor  (Slucotrend  2). 

o  Blood  urea  levels  were  determined  by  three  spot  measurements  using  capillary  blood  (Reflotron  Benchtop  Analyser),  immediately  before  starting 
iontophoresis,  at  the  time  of  the  first  blood  glucose  measurement,  and  directly  after  current  termination. 

Sample  analysis: 

o  Slucose  was  assayed  by  high-performance  ion  chromatography  with  pulsed  amperometric  detection, 
o  Urea  was  determined  colorimetrically. 


METHODS 


RESULTS  and  DISCUSSION 

^glucose  Tracked  Cg][jc05e  faithfully  when  the  volunteers  Were  challenged  with  an  oral  glucose  load  (Figures  2.A-C). 

2.  Juren  remained  quite  stable  reflecting  the  fact  that  Cureo  did  not  change  appreciably  during  the  experiment  (Figures  2 .A-C). 

3.  The  variability  in  the  normalized  extraction  flux  of  urea  (J^eJcweJ  was  on  +he  order  of  25%,  that  for  glucose  was  greater  (>45%)  (Figure  3). 

4.  The  ratio  J3|ucose/Jurea  divided  by  the  ratio  of  the  systemic  concentrations  (Cs|ucose/Cureo)  yielded  an  extraction  coefficient  (K)  that  could  be 
compared  between  subjects  (Figure  4). 

5.  It  was  found  that  K  =0.45  ±  0.25. 


Figures  2. A-G  Figure  3  Figure  4 


CONCLUSIONS 


o  Urea  performed  reasonably  as  an  internal  standard.  Both  its  extraction  flux  and  systemic  concentration  remained  quite  constant. 

0  Normalization  of  glucose  fluxes  with  urea  may  correct  for  glucose  extraction  variability.  However,  additional  work  is  necessary  to  determine  the 
contribution  of  other  factors  which  cause  variability  in  glucose  extraction. 
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